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1. General information 



1.1. INTRODUCTION 

The PM 3243 Portable 50 MHz Storage Multiplier Oscilloscope enables the measurement, storage and 
multiplying of signals at a high sensitivity (5 mV/DIV). 

A wide choice of display modes is available, such as single channel operation, two channels alternately or 
chopped, two channels added, with normal and inverted position for one input signal, two channels multiplied, 
and a main and delayed time-base. 

The PM 3243 oscilloscope features a tapless power supply with low dissipation. 

The power supply operates satisfactorily from any a.c. mains voltage between 90 V and 264 V, or any d.c. 
voltage between 100 V and 200 V, thus obviating the need for adjusting the instrument to the local mains 
voltage. 

All these features combine to make the PM 3243 oscilloscope suitable for a wide variety of applications. 
Features 

Summarising, the PM 3243 oscilloscope is characterised by the following features: 

— 5 mV sensitivity at 50 MHz. 

— Built-in 40 MHz multiplier. 

— Simultaneous display of the product and one of the factors. 

— Variable persistence and storage. 

— Advanced design. 

— Highly efficient power supply unit, operating from a wide range of a.c. or d.c. voltage supplies without 
voltage switching. 

Note: The design of this instrument is subject to continuous development and improvement. 

Consequently, this instrument may incorporate minor changes in detail from the information contained 
in this manual. 




Fig. 1. 1. PM 3243 
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1.2. CHARACTERISTICS 

This instrument has been designed and tested in accordance with I EC Publication 348 for Class 1 instruments 
and has been supplied in a safe condition. The present Instruction Manual contains information and warnings, 
which shall be followed by the purchaser to ensure safe operation and to retain the instrument in a safe 
condition. 

This specification is valid after the instrument has warmed up for 30 minutes. 

Properties expressed in numerical values with tolerances stated, are guaranteed by the manufacturer. Numerical 
values without tolerances are typical and represent the characteristics of an average instrument. 

Designation Specification Additional information 



C.R.T. 

Type 

Useful screen area 
Screen type 

Total acceleration voltage 

Graticule 

Persistence 

Normal 

Variable 

Storage time 

In 'write' mode (max. persist.) 

In 'read' mode 

In 'save' mode 

Writing speed 

Normal 

Max. write 

Erase 



Rectangular, post -accelerator half-tone 
89L14GH/55 storage tube 

8x10div. 1 division = 0,9 cm 

P31 phosphor 
8,5 kV 
Internal 



Natural persistence of P31 (10 /is ... 1 ms) 

phosphor 

Continuously variable from 
0,3 sec. to 1,5 min. 



1,5 min. 

3 min. 

15 min. 

0,2 div.//L(s 
2 div.//L(s 

Pushbutton operated, 
erasure takes 800 ms (approx.) 



Vertical or Y Axis 
Number of channels 
Display modes 



Chopping frequency 
Display time per channel 
Bandwidth 



Risetime 

Deflection coefficients 



2 

Channel A only 

Channel B only 

A and B chopped 

A and B alternated 

A and B added 

A X B multiplied 

A X B and B, chopped 

The polarity of channel B can be inverted 

1 MHz 

Approx. 500 ns 

d.c 50 MHz d.c. coupled 

Upper bandwidth limit —3 dB 
10 Hz... 50 MHz a.c. coupled 

—3 dB bandwidth limit 

7 ns 

5 mV/div ... 2 V/div Nine calibrated positions in 1-2-5- 

sequence. 

Uncalibrated, continuous control 
between the steps 1 :2,5 
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Designation 


Specification 


Additionai information 


Accuracy 


+ 3% 




dver/undershoot 


2 % max. 




Max. permissible input voltage 


± 400 V 


d.c. + a.c. peak 


Input impedance 


1Mohm//15pF 




Input coupling 


AC-0- DC 




Input RCtime 


22 ms 


a.c. coupling 


Attenuator balance 


0,2 DIV max. 


Trace movement when switching 
between any of the attenuator 
settings, or when operating continuous 
control. 


Instability of spot position 


0,05 DIV/hour max. 






0,01 DlV/°Cmax. 


-H0°C. . .40 °C 


Dynamic range 


24 DIV 


1 5 MHz sine wave 




6 DIV max. 


50 MHz sine wave 


Position range 


16 DIV 




Crosstalk between channels A and 


40 dB 


Chopped or Alternate 


B 




(d.c 50 MHz) 


Max. total input signal amplitude 
at A minus B 


24x attenuator setting 




Multiplier 


Bandwidth 


d.c. -40MHz 


-3dB 

Multiplier bandwidth to be measured 
with sinewave signal on one channel 
an a DC signal to the other 


Display modes 


AxB 


+ or - B 




AxB and B 


+ or — B, chopped 


Rise time 


9 ns 




Scale factor 
— Dynamic range 


1 ± 2 % 


Scale factor with respect to display 
heights of either factor or products 


Signal A or B 


8 DIV 


(± 4 DIV from centre) 


Signal A x B 


8 DIV 


(± 4 DIV from centre) 


Non linearity 


± 4 % max. 


Of full screen deflection 


Feed through 


0,2 DIV max. 


-30 dB 


Product off-set 


0,2 DIV max. 




Product off-set drift 


0,03 DIV/°C max. 




Propagation delay 


8 ns max. 




— Output 


BNC socket at rear 


d.c. coupled 


Scale coefficient 


100 mV/DIV±4 % 


10 kohm load, within dynamic range 




50 mV/DIV±5% 


50 ohm load, within dynamic range 


Pulse aberations 


5% 




Output off-set 


10 mV max. 


10 kohm load, externally adjustable 


Output drift 


3 mV/°C 


10 k ohm load 




Designation 



Specification 



Additional information 



Horizontal or X Axis 

Horizontal deflection can be obtained either from the Main time base or from the Delayed time base, a 
combination of the two, or from the signal source selected for X-deflection. In the last-mentioned case, X-Y 
diagrams can be displayed using ch. A or B, the EXT. connector or the line (mains) as a signal source for 
horizontal deflection. 

Display modes Main time base 

Main time base intensified by delayed time base 
Delayed time base 

X-Y operation by Y^, Yg, External or Line (mains) 



Horizontal amplifier 

Bandwidth 

Deflection coefficient 



Input impedance 
Measuring accuracy 
Phase error 



d.c. ... 1 MHz over 6 div. —3 dB upper limit 
450 mV/div. using EXT connector 

Vertical attenuator coefficients apply when Yyj^ or Yg is used for X 
deflection 

1 MOhm//15pF 
± 10 % using Ya or Yb input 
3° at 100 kHz 



Main time base 
Modes 

Time coefficients 



Variable hold-off 



Auto - triggered - single shot 

0,5 s/div ... 50 ns/div in 1-2-5 sequence. 

Uncalibrated continuous control between steps 1 :2,5 
x5 magnifier extends max. sweep rate to 10 ns/div. 

Sweep hold-off time can be increased by at least a factor of 5. 



Accuracy ± 3 % 

Except; 0,5 sec and 0,2 sec ± 5 % 

1 00 and 50 nsec ± 5 % 

Sweep accuracy over any two divisions of JO div sweep is ± 5 % 
Exclude the first and last div at the 10 ns/div and 20 ns/div 
magnified sweep rates. 



Delayed time base 

The delayed time base either starts immediately after delay time or can be triggered after delay time by the 
selected time base trigger source. 



Time coefficients 



Accuracy 



Sweep delay 



0,2 s/div ... 50 ns/div in 1-2-5 sequence. 

Uncalibrated control between steps 1 :2.5. 

X 5 magnifier extends max. sweep rate to 10 ns/div. 

± 3 % 

Except: 0,2 sec ± 5 % 

1 00 and 50 nsec ± 5 % 

Sweep accuracy over any two divisions of 1 0 div sweep is ± 5 % 
Exclude the first and last div. at the 10 ns/div and 20 ns/div 
magnified sweep rates. 

In steps, variable with main time base. 

Continuously variable by 10-turn potentiometer between 0,2x and lOx 
the time coefficient of the main time base. 



Delay time jitter 1 :20.000 

Incremental delay time error 0,5% 

Delayed gate output Rear panel connector providing logic "1 " TTL output pulse during main 

time base intensified and delayed time base running times. 

For Multiplier applications. 




g 



Designation 



Specification 



Additional information 



Main time base triggering 
Trigger source 



Slope 

Trigger coupling 
(see Fig. 1.2.) 

Sensitivity 
Level range 

Ext. input impedance 

Delayed time base triggering 
Trigger source 



Amplitude calibrator 

Voltage 

Current 

Accuracy 

Frequency 

Protection 



Internal ch. A or B 

External 

Line (mains) 

+ or - 

DC (DC . . . 50 MHz) 

LF (DC ... 50 kHz internal - 10 Hz ... 30 kHz external) 
HF (50 kHz... 50 MHz) 

Auto freerun (reaction time <100 nsec) 

Internal < 0.5 DIV (1/3 DIV typ) 

External <150 mV (100 mV typ) 

Internal 24 div. typical 

External —5 to +5 V typical 

1 MOhm//15 pF Identical to Y-input 



Internal, ch. A or B 
External 

Other trigger specifications of the delayed time base are identical to those 
of the main time base. 



+3 V Square wave, base-line zero volts 

6 mA Square wave, through current loop 

± 1 % For both voltage and current 

2kHz±2% 



The output is short-circuit-proof 



Power 

Line voltages 

DC power service 
Power consumption 
Probe power 



Accepts any voltage between 100 V and 240 V ± 10 % at any frequency 
between 46 and 440 Hz in one range, without switching. 

Accepts any d.c. voltage between 100 V and 200 V 

39 W 

Two sockets providing -i-24 V and —24 V for 
active probes. 

Current drain max. 2x50 mA for each output. 



Environmental capabilities 

Note: The environmental data are valid only if the instrument is checked in accordance with the authorised 
checking procedure. Details on those procedures and failure criteria are supplied on request by the 
PHi UPS organisation in your country, or by N.V. PHILIPS GLOEILAMPENFABRIEKEN, TEST AND 
MEASURING DEPARTMENT, EINDHOVEN, HOLLAND. 

Ambient temperature -t5 deg. C ... -1-40 deg. C rated range of use 

—10 deg. C ... -t-55 deg. C operating 
—40 deg. C ... -1-70 deg. C storage and transit 

To 5.000 m operating 
To 15.000 m not operating 

Meets I EC 68 Db requirements 

1000 bumps of 10 g, % sine, for 6 ms duration in each of three directions. 

30 min. in each of three directions, 10 Hz ... 150 Hz, 0,7 mmp.p and 5 g 
max. acceleration 



Altitude 

Humidity 
Bump tests 
Vibration 




Electromagnetic intereference 
Recovery time 



Meets VDE, Storgrad K 

Operates within 15 min. of being subjected to —10 deg. C, soak, then 



Dimensions and weight 


Height 


154 mm 




Width 


316 mm 




Depth 


460 mm 




Weight 


10,6 kg 



Instrument options 

The following options are available as service modifications. 
Contact your local Philips field service engineer for details. 

— Main time base sweep output 

— Main time base gate output 

— Delayed time base sweep output 



Accessories 

Supplied with the instrument 
Two passive 1 :10 probes 

Contrast filter 
Front cover 

Collapsible viewing hood PM 9366 
BNC banana adaptor PM 9051 
Cal. terminal to BNC adaptor 
Operating and service manual. 

Some of above mentioned accessories are located inside the front cover. 



Optional 




PM 9335 


Passive probe set 1:1 (1,5 m) 


PM 9335L 


Passive probe set 1:1 (2,5 m) 


PM 9350 


50 MHz passive probe set 10:1 (1,5 m 


PM 9350L 


50 MHz passive probe set 10:1 (2,5 m 


PM 9358 


150 MHz HV probe set 100:1 


PM 9347 


Active TV triggering probe 


PM 9352 


Micro miniature probe 


PM 9353 


Active FET probe 150 MHz 


PM 9355 


Current probe 


PM 8910 


Polaroid anti-glare filter 


PM 9380 


Oscilloscope camera 


PM 8971 


Camera adaptor 


M3 ... M5 


Steinheil Oscilloscope camera range 


PM 8960 


19" Rack mount adaptor 


PM 8980 


Long viewing hood 


PM 8901 


Rechargeable battery pack 140 V d.c. 


PM 8991 


Trolley 


PM 8992 


Accessory pouch 
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1.3. GLOSSARY OF MULTIPLIER TERMS 

1. Analogue multiplier 

INPUTS OUTPUT 



•OVo Vo= VaxVb 



MA7973 

Fig. 1.3. Analogue multiplier 

An analogue multiplier is a non-linear device which produces an output voltage that is proportional to the 
algebraic product of two input voltages. 

2. Multiplier bandwidth 

The multiplier bandwidth is the frequency range between DC and the upper-frequency-limit at which the 
multiplier output is 3 dB down with respect to the output at a given low frequency. 

This bandwidth is specified by a constant amplitude sine-wave with variable frequency applied to one input 
and a DC voltage to the other. 

3. Multiplier rise-time 

The multiplier rise-time is the response time of the swing when a step voltage is applied to one input and 
a DC voltage to the other. 

This time is measured between the 10 % and 90 % points of the step response. 

4. Four quadrant operation 



Va o 




INPUTS 



OUTPUT 



Va 




Vb= swept from +4 DIV. TO -4 DIV. 




HA7969A 

Fig. 1.4. Four quadrant operation 



r' 
( 



A four-quadrant multiplier can produce an output signal in any of the four quadrants (marked I to IV) of the 
Cartesian co-ordinate system. 
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5. Input off-set 



INPUTS 



OUTPUT 




Vg= SWEPT FROM +^ DIV. TO -t OlV. 



INPUT OFF-SET INPUT OFF-SET 




Vb 



A»B=I(B) WITHOUT INPUT OFF-SET 

AxB=t(B) INPUT OFF-SET TO CHANNEL A 

A«B=f(B) INPUT OFF-SET TO CHANNEL B 



MA7970A 



Fig. 1.5. Input off-set 



The input off-set is the virtual voltage at the multiplier input when no input signal is applied. This off-set 
can be minimized by applying a DC balance voltage. 



6. Output off-set 



INPUTS 



OUTPUT 



Va 




Vb= swept from +4 DIV. TO -4 OlV. 



OUTPUT OFF-SET 




Vb 



AxB=f(B) WITHOUT OUTPUT OFF-SET 

AxB=f(8) WITH OUTPUT OFF-SET 



MA7971A 



Fig. 1.6. Output offset 



Output off-set is the unwanted voltage at the multiplier output when both input signals are zero. This output 
off-set is visible as a vertical shift of the displayed product. 








7. Scale factor 



INPUTS 



OUTPUT 



Va 




Vg= SWEPT FROM +4 DIV. TO -4 DIV. 



Fig. 1. 7. Scale factor 



ERROR DUE TO 




K=t 



K = 0.9 



MA7964A 



The scale factor K is the constant of proportionality that relates the C.R.T. deflection to the inputs A and 
B in the MULT. mode. 



8. Non-linearity 



INPUTS OUTPUT 



Va 



Vb O 



MULTIPLIER 



Vo 



V^= +1 DIV. 

Vb= swept from +4 DIV. TO -4 DIV. 




NON-LINEARITY 

ERROR 




-5 -4 -3 -2 -1 0 +1 +2 



K=1 {STRAIGHT LINE) 

K=1 (CURVE DUE TO NON-LINEARITY ERRORS) 



+3 +4 +5 

►Vb 



MA7965A 



Fig. 1.8. Non-linearity 



Non-linearity is the peak deviation of (AxB) = f(B) from the best straight line. It is expressed as a percentage 
of full screen deflection. 
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-5 -4 -3 -2 -t 0 +1 +2 +3 +4 +5 

►Vb 

Fig. 1.9. Feed-through ma7966a 



Feed-through is the AC voltage at the multiplier output when after input off-set balancing, one input is held 
at zero and a maximum signal is applied to the other. 



10. Propagation delay 



INPUTS OUTPUT 





INPUT SIGNAL Vb 

PRODUCT OF \ AND Vb 



HA7967A 



Fig. 1. 10. Propagation delay 



The propagation delay is the delay between input and output signals caused by the multiplier in processing 
the input signals. 








11. Noise 



PRODUCT 

(VO), 

I 










■ 
































INPUTS 
Va 0 

Vb 0 




OUTPUT 






















MULTIPLIER 


Vb 


+1 




jiHfNtk 






iiiMtii 






jMlj, 




kMfe 






Y 

1 


-1 

-2 




*inP' 






'vipp 














r— 






















Va=0.1 div. noise 

Vb=;Sine wave 4 01V. P-P ^ ^ 















































-5 -4 -3 -2 -1 0 +1 +2 +3 +4 +5 

— t 




MA796SA 

Fig. 1.11. Noise 



The multiplier circuit produces no appreciable noise. However, an input voltage of A divisions at one channel 
will multiply the noise present at the other channel. 

This can cause modulation and thus a corrugated base line. 

12. Input dynamic range 

TTie maximum signal which can be applied to inputs A and B without impairing linearity. 

13. Output dynamic range 

The maximum signal which can occur at the output without impairing linearity. 
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2. Direction for use 



2.1. INSTALLATION 
Front cover 

Removing : — Turn the knob in the centre of the cover a quarter of a turn anti-clockwise to the 
UNLOCKED position. 

— Lift off the cover. 

Fitting : — Align the key of the front cover locking knob with the slot in the text plate of the instrument. 
— Fit the cover over the front of the oscilloscope. 

— Press and turn the locking knob a quarter of a turn clockwise to the LOCKED position. 

The room in the front cover is available to accommodate accessories such as probes, collapsible viewing hood 
and so on. 

To open the front cover press both tongues of the locking device and lift the inner plate. 

The carrying handle can be rotated by depressing the pushbuttons located on its pivots. 

Warning: Before any connection is made to the instrument, the protective earth terminal shall be connected 

to a protective conductor (see section EARTHING). 

This instrument generates high voltages and should not be operated with the cabinet covers removed. 
The mains plug must be removed before attempting any maintenance work. 

Line voltage and fuse 

The ability of the instrument to operate at any line voltage between 90 V and 264 V a.c. or between 100 V 
and 200 V d.c. obviates the need of adaption to the local line voltage. 

The 2 A, delayed action fuse, which is located on the rear panel, is suited for all line voltages. The use of 
repaired fuses and the short-circuiting of the fuse holder is dangerous and should be avoided. 

Earthing 

Before switching on, the instrument shall be connected to a protective earth conductor in one of the 
following ways; 

Via the protective earth terminal at the rear (identified by the symbol i ) or via the three-core mains lead, 
provided that the supply socket is equipped with an earth connection. 

The protective action must not be negated by the* use of an extension cable without a protective conductor. 

Warning: Any interruption of the protective conductor, either inside or outside the instrument, or 

disconnection of the protective earth terminal, is likely to make the instrument dangerous. 
Intentional interruption is prohibited. When an instrument is transferred from a cold to a warm 
environment condensation may cause a hazardous condition. Therefore, ensure that the 
earthing requirements are strictly observed. 

Switching bn 

The POWER switch is incorporated in the front panel INTENS control, immediately below the screen bezel. 

CAUTION 

EXTENDED HIGH INTENSITY MAY DAMAGE THE CRT 



In the 'Variable Petsis^te.nce'' mode of operation, the CRT itself warns against too high an intensity by 
"blooming". When "blooming" occurs, intensity should be reduced by turning the INTENSity knob slightly 
anti-clockwise. 

In the MEMORY OFF position and the X-Y mode of operation, no warning is indicated, therefore special care 
must be observed. 




Fig. 2. 1 Removing the front cover 




Fig. 2.2. Opening the front cover 
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FUNCTION OF THE CONTROLS AND CONNECTORS 
Vertical deflection 




Fig. 2.3. Vertical deflection 



Vertical display switch 
A depressed 

ALT depressed 

CHOP depressed 

ADD depressed 
MULT depressed 
B depressed 



Display-mode controls; 6-way pushbutton switch. 

Vertical deflection is achieved by the signal connected to the input of 
channel A. 

The display is switched over from one vertical channel to the other at the 
end of every cycle of the time-base. 

The display is switched rapidly between one vertical channel and the other 
at a fixed frequency. 

Vertical deflection is achieved by the sum signal of channels A and B. 

Vertical deflection is achieved by the product signal of channels A and B. 

Vertical deflection is achieved by the signal connected to the input of 
channel B. 



If no pushbutton is depressed, the instrument operates in the A mode. 
MULT + B depressed simultaneously The display is switched between MULT and B (CHOP mode). 



POSITION and 
MULTIPL. BAL. (o x A or B) 

NORM/INVERT 



AMPL/DIV 

AMPL/CAL 



Continuous variable control giving vertical shift of the display. 

PUSH FOR BALANCE facility for Multiplier balance (off-set compensations). 

2-way pushbutton switch for the inversion of the B signal polarity. 

Neither pushbutton depressed has the same effect as the NORM button 
depressed. 

Step control of the vertical deflection coefficients; 9-way switch. 

Continuously variable control of the vertical deflection coefficients. In the 
CAL position the deflection coefficient is calibrated. 
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BAL 

(screwdriver operated) 
GAIN 

(screwdriver operated) 

AC/O/DC 

AC depressed 
0 depressed 

DC depressed 

A1 MOhm-15pF 
B 1 MOhm - 15 pF 



Pre-set control of the direct voltage balance of the vertical amplifiers. 
Pre-set control of the gain-calibration of the vertical channels. 



Signal coupling; 3-way pushbutton switch. 

Coupling via a blocking capacitor. 

Connection between input circuit and input socket is interrupted and the 
amplifier input is earthed. 

Direct coupling. 

No button depressed has the same effect as the AC button depressed. 
BNC input socket for channel A. 

BNC input socket for channel B. 




Horizontal deflection 




Hbrtizpntii; 

display 



Horizontal 
position control 






External . 
horizontal 
deflection 



LEVEL.StbPe 



TJME/DIV 



Fig. 2.4. Horizontal deflection 



Horizontale display mode 
MAIN TB depressed 



EXT. X DEFL depressed 



DEL'D TB depressed 

TRIG or 
EXT X DEFL 



POSITION 
TB MAGN 



Horizontal deflection controls; 4-way pushbutton switch. 

The horizontal deflection voltage is supplied by the main time-base 
generator. 

A part of the trace is intensified (except in position OFF of the TIME/DIV 
switch of the delayed time-base generator). 

No button depressed has the same effect as the MAIN TB button 
depressed. 

Horizontal deflection is achieved by an external signal applied to the input 
socket of the horizontal amplifier, by the channel A signal, by the channel B 
signal, an external signal or by a mains frequency signal. 

The horizontal deflection voltage is supplied by the delayed time-base 
generator. 

If the instrument is used in the timebase mode, the main time-base 
can be triggered by; 

A — Signal taken internally from channel A 

B — Signal taken internally from channel B 

EXT — Signal applied to the trigger input 

LINE — Line voltage (mains) internally connected 

Continuously variable control giving horizontal shift of the display; 

incorporates a push-pull switch which increases the horizontal deflection 

coefficient by a factor of 5. 

The magnifier is inoperative if an external X deflection signal is 
used. 
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Main time-base 




TB Magn. 
push pull switch 



LevcI/Slope 
control . 



Not-trig'd 

indicator 



Time-bass 

mods 



Step and var. 
sweep time 



Trigger coupling 



Variable ’ Ext. ’ ' 

■hold'Off trigger input 



.AIT CHOP ADO MULT' B 



POSITION 






J^E iREAD^WRITE ERASE PfRSIST FOCUS 



HOLD OFF 



f/ff. 2.5. Main time-base 



LEVEL 

SLOPE 



NOT TRIC'D 

AUTO/TRIG/SINGLE 
AUTO depressed 



TRIG depressed 
SI NG LE depressed 



TIME/DIV or DELAY TIME 
TIME/DIV CAL 

DC/LF/HF 
DC depressed 



Continuously variable control to select the level of the triggering signal at 
which the time-base starts. 

This control incorporates a push-pull switch which enables choice of 
triggering either on the positive or negative-going edge of the triggering 
signal. 

Pilot light that lights up when the time-base is not triggered; i.e. in the 
waiting position. 

Trigger-mode controls; 3-way pushbutton switch. 

The main time-base generator is free-running in the absence of triggering 
signals. 

The time-base is normally triggered. 

After operating the SINGLE button, the time-base generator runs only 
once upon receipt of a trigger pulse. 

If no button is depressed, the instrument operates in the SINGLE mode. 

If no display is obtained when the instrument is switched on, and an 
input signal has been connected, check that the AUTO or TRIG modes 
have been selected for the main time-base. 

Time-coefficient control of the main time-base; 23-way rotary switch. 
Continuously variable control of the time coefficient of the main time-base. 

In the CAL position the time coefficient is calibrated. 

Trigger coupling; 3-way pushbutton switch. 

Triggering signals are direct coupled. 









LF depressed 

HF depressed 

TRIG orX DEFL 
A depressed 
B depressed 
EXT depressed 



LINE depressed 



Coupling via low-pass filter for frequencies up to 50 kHz (for external 
triggering via band-pass filter of 10 Hz to 50 kHz). 

Coupling via a high-pass filter for frequencies higher than 50 kHz. 

No pushbuttons depressed has the same effect as button DC depressed. 

Trigger source or external X deflection selector; 4-way pushbutton. 
Internal triggering or X deflection signal derived from channel A. 

Internal triggering or X deflection signal derived from channel B. 

Triggering on external-signal connected to the adjacent 1 MOhm-15 pF 
socket. 

When the EXT X DEFL button of the horizontal deflection controls is 
depressed, this socket is connected to the input of the horizontal 
amplifier. 

Triggering or X deflection signal derived from an internal voltage at mains 
frequency. 

No button depressed has the same effect as button A depressed. 



1 MOhm - 15 pF 



BNC socket for external triggering or horizontal deflection. 
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Delayed time-base 




Lovdl Slopd D'^ldv tiiTiii 

(.unlrul Riutliptur 



Step and vai 

s.vLt'r ti ill. 



LEVEL ELOPE 



NORM INVERT 



AMPL^DtV 



TiME/DIV 



POWER 



•CAL3V/8mft 



POWER INTEM9 SAVE READ WRtTE ERASE PERSiBT FOCUS 

0« y/ s,. 



Fjg. 2.6. Delayed time-base 



DELAY TIME 

LEVEL 

SLOPE 

TIME/DIV 

TIME/DIV CAL 

DC/LF/HF 
DC depressed 
LF depressed 

HF depressed 

A/B/EXT/MAIN TB 

A depressed 
B depressed 
EXT depressed 

MAIN TB depressed 
1 MOhm- 15 pF 



Calibrated continuously variable control of the delay time, operating in 
conjunction with the TIME/DIV controls of the main time-base generator. 

Continuously variable control to select the level of the triggering signal at 
which the delayed time-base generator starts. This control incorporates 
a push-pull switch which enables choice of triggering on the positive or 
negative-going slope of the triggering signal. 

Time-coefficient control of the delayed time-base; 22-way rotary switch. 
Incorporates OFF position in which the delayed time-base generator is 
switched off. 

Continuously variable control of the time coefficient of the delayed 
time-base generator. In the CAL position the time coefficient is calibrated. 

Trigger coupling; 3-way pushbutton switch. 

Trigger signals are direct -coupled. 

Coupling via low-pass filter for frequencies up to 50 kHz (for external 
triggering via band-pass filter of 10 Hz to 50 kHz). 

Coupling via a high-pass filter for frequencies higher than 50 kHz. 

No button depressed has the same effect as the DC button depressed. 

Trigger source and starting point of the delayed time-base; 4-way 
pushbutton switch. 

T riggerable, after delay time, on channel A signal. 

T riggerable, after delay time, on channel B signal. 

Triggerable, after delay time, on an external signal connected to the 
adjacent 1 MOhm - 15 pF socket. 

Delayed time-base starts immediately after delay time. 

BNC input socket for externa! triggering signal. 
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Rear panel 




Fig. 2.8. Rear panel. 



DEL'D GATE 



Ax B OUT 
Ax B BAL 
FUSE 

Line cord with plug. 
Safety earth terminal. 



Delayed time base gate output; TTL compatible. 

Logic "1" during main time base intensified and delayed time base 
running times. 

For Multiplier application. 

D.C. coupled non-integrated multiplier output. 

Multiplier output balance off-set corhpensation. 

2 A delayed action for all voltages. 
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2.3. PRELIWUNARY SETTINGS 

Before measurements with this instrument are carried out, checking and adjusting of the following functions 
may be necessary: 

— Step attenuator balance 
— Gain calibration 
— Multiplier balance (0 x A, 0 x B) 

— Multiplier output balance 

As the first two settings are identical for both vertical channels, only the procedure for channel A has been 
indicated. 



1 . Step attenuator balance 

— Depress the MAIN TB button of the horizontal deflection mode switch. 

— Depress the AUTO button of the main time-base mode switch. 

— Set the INTENSITY and FOCUS controls for a sharp, well-defined trace. 

— Depress the relevant channel button of the vertical deflection mode switch. 

— Depress the 0 button of the input coupling switch. 

— Set the POSITION knob so that the trace is somewhere about in the centre 
of the screen. 

— Set the AMPL. continuous control to position CAL. 

— Check that the trace does not jump when the AMPL. switch knob is 
rotated. 

If necessary adjust the BAL control. 

2. Gain calibration 

Unless otherwise stated, the controls occupy the same positions 
as in the previous procedure. 

— Set the AC-O-DC switch to AC. 

— Set the AMPL. switch knob to .5 V and the continuous control 
to CAL. 

— Connect the channel input to the CAL output. 

— Check the vertical deflection is exactly 6 divisions. 

If necessary adjust the GAIN control. 

— Also an attenuator probe can be included in this calibration. 

The probe attenuation factor must then be taken into account 
with respect to the AMPL. switch position. 




Fig. 2.9. 



3. Multiplier balance 0 x A, 0 x B 

When either A or B is multiplied by 0 (zero), the product must be zero. Offset voltages at the multiplier 
inputs may still cause some deflection on the screen; these offset voltages must be reduced to a minimum 
by the following procedure: 

Remark: The Ox A and Ox B controls are operated by pushing the POSITION knobs. 

— Allow a warm-up time of at least 15 min, preferably 30 min. 

— Apply an a.c. signal with an amplitude within the specified dynamic range to both input A and input B. 

— Depress pushbutton MULT of the display-mode controls. 

— Depress pushbutton 0 of the channel A signal coupling controls. 

— Depress pushbutton AC of the channel B signal coupling controls. 

— Minimize the deflection by means of the 0 x B potentiometer without changing the attenuator setting. 

— Depress pushbutton AC of the channel .A signal coupling controls. 

— Depress pushbutton 0 of the channel B signal coupling controls. 

— Minimize the deflection by means of the 0 x A potentiometer without changing the attenuator setting. 



4. A X B output balance 

When using the A x B output at the rear panel, the output must be zero if both inputs are zero. 
This can be compensated by the A x B BAL control located near this output. 

Proceed as follows: 

— check the 0 x A and 0 x B adjustment as indicated under point 3. 

— Depress both 0 switches of the ch. A and B inputs. 

— Adjust the A x B BAL control unless the A x B output voltage is zero. 
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2.4. OPERATING INSTRUCTIONS 
General 

Before switching-on, ensure that the oscilloscope has been correctly installed in accordance to the 
INSTALLATION recommendations {Chapter 2.1.) and the precautions outlined have been observed. 

To use the instrument as an ordinary oscilloscope; i.e. without the storage facility, depress the SAVE and 
READ pushbuttons simultaneously (MEMORY OFF). 

Warning: Do not use a too high intensity in the EXT X DEFL. mode 

Inputs A and B and their possibilities 

The oscilloscope has been provided with two identical channels, each of which can be used for either YT 
measurements in combination with one or both time-base generators, or XY measurements in combination with 
the external horizontal channel. 

YT measurements 

To display one signal, either of the two vertical channels can be selected by operating either pushbutton A or 
pushbutton B of the display-mode controls. 

When pushbutton ALT or CHOP is depressed, two different signals can be displayed simultaneously. The 
Y deflection coefficient can be selected for each channel individually. When the ALT button is depressed, 
the display is switched over from one channel to the other at the flyback of the time-base signal. 

Although the ALTERNATE mode can be used at all sweep speeds of the time-base generator, the CHOPPED 
mode will give a better display quality for long sweep times, because during these long sweep times the 
alternate display of the two input signals would be clearly visible to the eye. 

In the CHOPPED mode, the display is switched over from one channel to the other at a fixed frequency. 

If pushbutton ADDed of the display -mode switch is depressed, the signal voltages of both vertical channels are 
added. Depending on the position of the channel B polarity switch, either the sum or the difference of the 
input signals is displayed. 

XY measurements 

If pushbutton EXT X DEFL of the horizontal deflection control is operated, the time-base generators are 
switched off. A signal applied to the A channel is then used for horizontal deflection, if button A of the 
TRIG or X DEFL switch is operated. 

The AC/O/DC switch and the step attenuator of channel A remain operative. 

Continuous control of the deflection coefficients is possible with the continuous control AMPL and horizontal 
trace shift with the X POSITION control. 

Vertical channel B may also be used for X deflection. In this event, the B button of the TRIG or X DEFL 
controls is depressed. 

It is also possible to use an internal voltage at the line frequency or a signal applied to the EXT socket at the 
bottom right-hand side of the front panel for X deflection, after pressing the relevant pushbutton of the TRIG 
or X DEFL controls. 

AC/O/DC switch 

The signals under observation are fed to input sockets A and/or B, the AC/O/DC switch being set to either AC 
or DC depending on the composition of the signal. As the vertical amplifier is d.c. coupled, the full bandwidth 
of the instrument is available and d.c. components are displayed as trace shifts in the DC position of the 
AC/O/DC switch. 

This may be inconvenient when small signals superimposed on high d.c. voltages must be displayed. Any 
attenuation of the signal will also result in attenuation of the small a.c. component. The remedy is to use the 
AC position of input switch, which employs a blocking capacitor, to suppress the d.c. component. Some pulse 
drop, however, will occur when LF square-wave signals are displayed. 

The 0 position interrupts the signal and earths the amplifier input for a rapid check on the 0 V level. 

Using the Multiplier 

The signals to be multiplied must be applied to input sockets A and B. 




Dynamic range 

Both multiplicants A and B must be within the dynamic range of the multiplier and preamplifier circuits. As 
an overload condition for these circuits may not be noticed in the displayed product, care must be taken to 
keep each of the input signals within the specified dynamic range, allowing for a maximum amplitude of 
Sdivp.p. 

For the displayed product again a maximum of 8 d'Vp.p is specified. If the output maximum is exceeded, one 
of the input signals must be reduced in amplitude. 



Multiplier output level 

The multiplier output signal is displayed via the A channel. The displayed product with normally have a d.c. 
component. Therefore, it is important to know the zero level of the displayed product. The d.c. zero line can 
be shifted to the most convenient place on the screen by means of the channel A POSITION control if the 
0 pushbutton of the signal-coupling control has been depressed. 



Using the persistance/storage facility 

Starting from the MEMORY OFF position (SAVE and READ pushbuttons simultaneously depressed), with the 
INTENSity and FOCUS controls set for a sharply-defined trace, the PERSISTENCE/STORAGE mode of 
operation can be obtained by depressing the pushbutton, WRITE. 



The functions of the other controls are then as follows: 



PERSIST 



SAVE 

READ 

ERASE 



MAX WRITE 



Depending on the position of the PERSISTence potentiometer, a rapidly 
vanishing trace will be written on a green background (knob completely 
anti-clockwise) or a.slowly vanishing trace on a black background (knob 
on its first clockwise stop). 

The persistence can be set to suppress any flickering when displaying a 
low-frequency signal. For a signal with a low repetition rate and a short 
rise-time, the persistence can be set to fill-up the trace to obtain a clear, 
steady display. 

If a particular display needs to be retained, is can be saved by depressing 
the SAVE button. The display is then just visible. 

The intensity of the stored display increases by depressing the READ 
button, but brightness is achieved at the expense of storage time. 

When de display is no longer needed it can be erased by depressing the 
ERASE button. Any persistence of the trace, especially those parts 
written with substantial brightness, can be removed by prolonged 
operation of the ERASE button. 

The writing speed can be increased by a factor of 10 (approx.) by 
rotating the PERSISTence control to its second clockwise stop (MAX 
WRITE), so that the incorporated switch is operated. 

The MAX WRITE mode of operation is required for short sweep times 
or for signals with a short rise-time. 



Triggering 

If a signal must be displayed, the horizontal deflection must always be started on one fixed point of the signal 
to obtain a stationary display. The time-base generator is, therefore, started by narrow trigger pulses formed 
in the trigger unit and controlled by a signal originating from one of the vertical input signals, an internal 
voltage at mains frequency or an external source. 

Trigger coupling 

Three different trigger-coupling methods can be chosen with the DC/LF/HF switch. In the HF and LF 
positions, the transfer characteristic is limited. 

In position DC the trigger signal is passed unchanged. In position LF, a d.c. (10 Hz for external triggering) 
to 50 kHz band-pass filter is inserted. This position can be used to reduce interference from noise. In position 
HF, a 50 kHz high-pass filter is inserted. This position can be used to reduce intereference from e.g. hum. 
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Selecting the trigger source and setting the trigger level 

The trigger signal is obtained from channel A (button A depressed), channel B (button B depressed), an external 
source (button EXT depressed) or from an internal voltage at mains frequency (button LINE depressed). 

The trigger pulse shaper is a multivibrator switched by the output signal of the trigger amplifier. 

The trigger signal together with direct voltages which are adjustable with the LEVEL potentiometer, fed to 
the input of the trigger amplifier. 

Depending on the LEVEL setting, a certain part of the trigger signal will be amplified by this amplifier. 

The multivibrator is thus switched at a fixed point of the trigger signal. 

This means that, with the aid of the LEVEL control, it is possible to scan the shape of the trigger signal (in case 
of internal triggering A or B equal to the shape of the signal to be displayed) and, thus, to choose the point 
where the multivibrator will be switched. 

The LEVEL potentiometer is fitted with a push-pull switch which allows selection of the trigger slope. 

Automatic triggering 

When the AUTOmatic button of the AUTO/TRIG/SINGLE switch is depressed, and if there are no trigger 
pulses available, the time-base generator is automatically free-running. 

The trace is, therefore, always visible. The AUTOmatic mode can be used in all cases where the TRIG mode 
is also usable, except with signal frequencies lower than 10 Hz or pulse trains with an off time exceeding 
100 ms. As soon as trigger pulses are available, the free-running state of the time-base generator is automatically 
terminated and the time-base generator is triggered again. 

When the TRIGgered or SINGLE button is depressed, the auto-circuit is switched off. 

The LEVEL setting can also be used in the AUTOmatic mode. 

SINGLE sweep triggering 

When effects that occur only once have to be observed (usually photographed), it is desirable to ensure that 
only one sawtooth is generated, even though several trigger pulses might be produced after the phenomenon 
of interest. Naturally, the single sawtooth in question must be triggered by a trigger pulse, therefore, the 
SINGLE button must be pressed. The first trigger pulse that appears after the button has been released will 
start the time-base generator. 

The time-base generator is then blocked until the SINGLE pushbutton is again depressed. 

The NOT TRIG'D lamp will light up as soon as the SINGLE button has been released, until a further trigger 
pulse arrives. 

Note that also the ERASE button resets the time base in the single sweep mode. 

Time-base MAGNifier 

The time-base magnifier is operated by a push-pull switch incorporated in the horizontal POSITION control. 

If this switch is pulled to position x5, the sweep speeds of the main time-base generator are increased by a 
factor of 5. Thus the portion of the signal displayed over a width equal to two divisions in the centre of the 
screen in the x1 position (TB MAGN depressed), will occupy the full width of the screen in the x5 position. 

Any portion of the trace can be brought on to the screen by the horizontal POSITION control for observation. 

In the x5 position, the time coefficient is determined by dividing the indicated TIME/DIV value by 5. 

Use of the delayed time-base 

If the MAIN TB button of the horizontal display switched is depressed, and the delayed time-base TIME/DIV 
knob is not in the OFF position, part of the main time-base sweep line is displayed at higher intensity. 

In this way, part of the displayed signal can be selected for more detailed observation. The selected part of the 
signal is displayed over the whole screen by pressing the DEL'D TB switch. 

The sweep time of the intensified part of the main-time-base sweep depends on the delayed time-base TIME/DIV 
knob. 

With the centre knob, sweep times between the steps can be adjusted. For time measurements this knob must 
always be in the CAL position. 

The starting time of the delayed time-base is determined by the settings of the main time-base TIME/DIV or 
DELAY TIME 10-turn multiplier knob. 

If the MAIN TB trigger selector switch of the delayed time-base is pressed, the delay time after which the 
delayed time-base is started, is the product of the main time-base TIME/DIV switch setting and the 
DELAY TIME multiplier knob. 

If instead of MAIN TB, the delayed time-base is triggered by A, B or EXT, the delayed time-base will start 
after this delay-time and upon receipt of a trigger pulse. This trigger pulse is supplied by the trigger unit of the 
delayed time-base generator. This position is used when time jitter would otherwise give a blurred image of the 
detail under observation. This time jitter could be part of the signal being investigated or, at extreme 




Geratehandbuch 




31 



1. Allgemeines 



1.1. EINLEITUNG 

Der tragbare 50 MHz Speicher und Multiplikator Oszillograf gestattet Messung, Speicherung und Multiplikation 
von Signalen bei hoher (5 mV/Teil) Empfindlichkeit. 

Das Gerat bietet vielseitige Darstellungsarten, wie Einkanalbetrieb, zwei Kanale alternierend oder gechopped, 
zwei Kanale addiert mit normaler oder invertierter Lage fur ein Kanal B Eingangssignal, Multiplikation zweier 
Kanale, eine Hauptzeitablenkung und eine verzogerte Zeitablenkung. 

Der Oszillograf PM 3243 besitzt eine Speisung mit geringer Verlustleistung. 

Die Speisung ist bei jeder beliebigen Wechselspannung zwischen 90 V und 264 V oder bei jeder beliebigen 
Gleichspannung zwischen 100 V und 200 V betriebsfahig, wodurch sich Einstellung des Gerats fur das ortliche 
Netz eriibrigt. Durch alle diese Eigenschaften eignet sich der PM 3243 fur grosse Fulle von Anwendungen. 

Merkmale 

Zusammenfassend, kennzeichnen folgende Eigenschaften den Oszillograf PM 3243; 

— 5 mV Empfindlichkeit bei 50 MHz 
— Eingebauter 40 MHz Multiplikator 

— Gleichzeitige Darsteliung des Produkts und eines der Faktoren 
— Variable Nachleuchtdauer und Speicherung 
— Fortschrittliche Konstruktion 

— Sehr leistungsfahige Speiseeinheit die Ciber einen weiten Bereich von Wechsel- oder Gleichspannung, ohne 
dass dabei Spannungumschaltung erforderlich ist, betrieben werden kann. 

Bemerkung: Die Konstruktion und Schaitung dieses Gerats wird standig weiterentwickelt und verbessert. 

Deswegen kann dieses Gerat von den in dieser Anieitung stehenden Angaben etwas abweichen. 




Fig. 1.1. PM 3243 
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1.2. TECHNISCHE DATEN 

Allgemeine Hinweise: 

Dieses Gerat ist gemass I EC 348, Sicherheitsbestimmungen fur elektrische Mess- und Regeleinrichtungen, 
gebaut und gepriift und hat das Werk in sicherheitstechnisch einwandfreien Zustand verlassen. Dm diesen Zustand 
zu erhalten und einen gefahrlosen Betrieb sicherzustellen, muss der Anwender die Hinweise und Warnvermerke 
beachten, die in dem vorliegenden Geratehandbuch enthalten sind. 

Nur Angaben mit Toleranzen oder Grenzwerten konnen als garantierte Daten angesehen warden. Daten ohne 
Toleranzen, d.h. ohne Fehlergrenzen, sind informative Daten und warden nicht garantiert. 

Fehlerangaben gelten nach einer Anwarmzeit von 30 minuten nach dem Einschalten. 

Prozentuale und absolute Fehler sind auf den jeweils angegebenen Referenzwert bezogen. 

Bennenung Beschreibung Nahere Angaben 



Elektronenstrahirdhre 

Typ 

Nutzbare Bildschirmflache 
Schrimtyp 

Gesamtbeschleunigungsspannung 

Raster 

Nachleuchtdauer 

Normal 

Variabel 

Speicherzeit 

Bei Betriebsart "WRITE" 

(max. Nachleuchtdauer) 

Bei Betriebsart "READ" 

Bei Betriebsart "SAVE" 

Schreibgeschwindigkeit 

Normal 

Betriebsart "MAX. WRITE" 
Loschen 

Vertikale Oder Y-Achse 

Anzahle Kanale 
Darstellungsarten 



Chopperfrequenz 
Darstellungszeit pro Kanal in 
Bandbreite 



89L14GH/55 

8x10 Teile 
P31, Phosphor 

8.5 kV 
Intern 

Eigennachleuchtdauer von 
Phosphorleuchtschirm P31 

Kontinuierlich variabel von 
0,3 s bis 1,5 min. 

1.5 min. 

3 min. 

15 min. 

0,2 Teil/Ms 
2 Teiie//us 
Drucktaste betatigt 
Loschzeit ca. 800 ms 

2 



1 MHz 
ca. 500 ns 
DC ... 50 MHz 



Rechteckschirm, Nachbeschleuniger 
Halbtonspeicherrohre 

1 Teil = 0,9 cm 



(10 /Lts . . . 1 ms) 



Gleichspannungskopplung 
Obere Bandbreitebegrenzung —3 dB 



Kanal A allein 
Kanal B allein 
A und B gechopped 
A und B alternierend 
A und B addiert 
A X B multipliziert 
A X B und B, gechopped 

Die Polaritat von Kanal B kann invertiert warden 
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Benennung 


Beschreibung 


Nahere Angaben 




10 Hz ... 50 MHz 


Wechselspannungskopplung 
—3 dB Bandbreitebegrenzung 


Anstiegszeit 


7 ns 




Ablenkkoeffizienten 


5 mV/Teil ... 2 V/Teil 


Neun kalibrierte Stufen in 1-2-5 
Folge 

Nicht kalibriert, stufenlose Einstellung 
1:2,5 


Fehlergrenze 


±3% 




Uberschwingen 


max. 2 % 




Hochstzulassige Eingangsspannung 


± 400 V 


Gleichspannung + Spitzenwert 
einer Wechselspannung 


Eingangsimpedanz 


1 MJ2//15pF 




Eingangskopplung 


AC-O-DC 




Eingangszeitkonstante 


22 ms 


AC-Kopplung 


Abschwacher Ausgleich 


max. 0,2/Teil 


Bildverschiebung beim Schalten 
zwischen einer der Abschwacherstufen, 
Oder bei stufenloser Einstellung 


Instabilitat des Leuchtflecks 


max. 0,05 Teil/Stunde 






max. 0,01 Teil/°C 


-MOOC. . .40°C 


Dynamischer Bereich 


24 Teile 


15 MHz, Sinussignale 




max. 6 Teile 


50 MHz, Sinussignale 


Verschiebungsbereich 


16 Teile 




Ubersprechen zwischen Kanale 


40 dB 


gechopped oder alternierend 


A und B 




(DC . . . 50 MHz) 


Max. gesamte Eingangssignal 
Amplitude bei A minus B 


24x Abschwachereinstellung 




Multiplikator 


Bandbreite 


DC -40 MHz 


—3 dB Obere Bandbreite begrenzung 
Bandbreite des Multiplikators gemessen 
mit einem Sinussignal im einen Kanal 
und einem Gleichspannungssignal im 
anderen 


Darstedungsarten 


Ax B 


+ Oder — B 




A X B und B 


+ Oder — B, gechopped 


Anstiegszeit 


9 ns 




Masstabfaktor 
Dynamischer Bereich 


1 ± 2 % 


Bezogen auf die Bildhohe von entweder 
Faktor oder Produkt 


Signal A oder B 


8 Teile 


(± 4 Teile ab Schirmmitte) 


Signal A x B 


8 Teile 


(± 4 Teile ab Schirmmitte) 


Linearitatsfehler 


± 4 % der Schirmhohe 




Ubersprechen 


0,2 Teile 


-30 dB 


Prod ukt-Off set 


max. 0,2 Teile 




Produkt-Offset-Drift 


max. 0,03 Teil/°C 




Fortpflanzungsverzogerung 


max. 8 ns 




Ausgang 


BNC-Anschluss auf der Ruck- 
seite des Gerats 


gleichspannungsgekoppelt 
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Benennung 



Beschreibung 



Nahere Angaben 



Massstabskoeff izient 1 00 mV/Teil ± 4 % 

50 mV/Teil + 5 % 

Impulsabweichung 5 % 

Ausgangs-Offset max. 10 mV 

Ausgangsdrift 3 mV/°C 

Horizontale oder X-Achse 



Belastung 10 kS2 
Belastung 50 

innerhalb des dynamischen Bereichs 

Belastung 10 kfi, extern regelbar 
Belastung 10 kJ2 



Horizontalablenkung wird entweder von der Hauptzeitbasis oder von der verzogerten Zeitbasis, von einer 
Kombination dieser beiden, oder von der fiir X-Ablenkung gewahlten Signalquelle erlangt. In letzterem 
Fall kbnnen X-Y Oszillogramme dargestellt werden, wobei als Signalquelle fiir Horizontalablenkung Kanale 
A Oder B, der Stecker EXT oder das Netz verwendet werden. 

Darstellungsarten Hauptzeitablenkung 

Hauptzeitablenkung verstarkt durch verzogerte Zeitablenkung 
Verzogerte Zeitablenkung 

X-Y Betrieb iiber Y^, Yg, extern oder Netz 

Horizontalverstarker 



Bandbreite 

Ablenkkoeffizient 



Eingangsimpedanz 

Messfehler 



DC ... 1 MHz uber 6 Teile (—3 dB obere Grenze) 

450 mV/Teil iiber Stecker EXT 

Vertikalabschwacher Koeffizienten sind zutreffend wenn Yy^ oder Yg 
fiir X-Abienkung verwendet wird. 

1 MJ2//15pF 

± 10 % bei Verwendung von Eingang Y^ oder Yg 



Phasenfehler 



3° bei 100 kHz 



Hauptzeitablenkung 

Betriebsarten AUTO - TRIG - SINGLE 



Zeitkoeffizienten 



Sperrschaltung 

Fehlergrenze 



0,5 s/Teil ... 50 ns/Teil, Folge 1-2-5 

Dazwischen stufenlos einstellbar 1 ;2,5 nicht kalibriert 

Dehnung x5 erhoht die maximale Ablenkgeschwindigkeit auf 10 ns/Teil 

Die Sperrzeit der Ablenkung kan mindestens um den Faktor 5 vergrossert 
werden. 

± 3 % 

Ausgenommen: 0,5 s und 0,2 s ± 5 % 

100 und 50 ns ± 5 % 

Ablenkgenauigkeit iiber zwei beliebige Teile der 
10 Teile Ablenkung ist ± 5 % 

Bei den 10 ns/Teil und 20 ns/Teil gedehnten 
Zeitbalenkgeschwindigkeit das erste und letzte Teil 
ausschl lessen 



I 



I — 
s 



Verzogerte Zeitablenkung 

Die verzogerte Zeitablenkung started sofort nach Verzogerungsintervall oder kann nach dem Verzogerungs- 
intervall durch die gewahite Zeitablenk-Triggerquelle getriggert werden. 

Zeitkoeffizienten 0,2 s/Teil ... 50 ns/Teil, Folge 1-2-5 

Dazwischen stufenlos einstellbar 1 :2,5 , nicht kalibriert 

Dehnung 5x erhoht die maximale Ablenkgeschwindigkeit auf 10 ns/Teil 

Fehlergrenze ± 3 % 

i^usgenommen: 0,2 s ± 5 % 

100 und 50 ns ± 5 % 
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Benennung 



Ablenkverzogerung 



Verzogerungszeitjitter 

Inkrementeller Verzogerungs- 
zeitfehler 

Torausgang der verzogerten 
Zeitablenkung 



Beschreibung Nahere Angaben 

Ablenkgenauigkeit uber zwei beliebige Teile der 10 
Teile Ablenkung ist ± 5 % 

Bei den 10 ns/Teil und 20 ns/Teil gedehnten Zeit- 
ablenkgeschwindigkeit das erste und letzte Teil aus- 
schliessen. 

In Stufen, variabel mit Hauptzeitablenkung. Kontinuierlich einstellbar 
mit 10-Gang-Potentiometer zwischen 0,2x und lOx dem Zeit- 
koeffizienten der Hauptzeitbasis. 

1 : 20.000 

0,5 % 

Steckverbindung an der Ruckwand, die wahrend der aufgehelten 
Hauptzeitablenkung und der verzogerten Zeitablenkung Laufzeiten 
Logik '1' TTL Ausgangsimpulse liefert. 

Fur Multiplikator Anwendungen 



Triggerung der Hauptzeitablenkung 

Triggerquelle Intern von Kanal A oder B 

Extern 

Netz 



Triggerflanke 

Triggerkopplung 
(siehe Abb. 1.2) 



Empfindlichkeit 

Pegelbereich 



+ Oder — 

DC (DC... 50 MHz) 

LF (DC ... 50 kHz intern - 10 Hz ... 30 kHz extern) 
HF (50 kHz ... 50 MHz) 

Automatischer Freilauf (Auslosezeit < 100 ms) 

Intern < 0,5 Teil (1/3 Teil typisch) 

Extern < 150 mV (100 mV typisch) 

Intern 24 Teile typisch 
Extern —5 bis -H5 V typisch 



Externe Eingangsimpedanz 


1 MJ2//1 5 pF 


Gleich dem Y-Eingang 


Triggerung der verzogerten 


Intern von Kanal A oder B 




Zeitablenkung 


Extern 






Alle anderen Triggerungsdaten entsprechen denen der Hauptzeitab- 
lenkung 


Amplituden Kalibrierungseinheit 


Spannung 


-1-3 V 


Rechteckspannung, Basislinie auf 
Nullspannung 


Strom 


6 mA 


Rechteckstrom durch Stromschleife 


Fehlergrenze 


± 1 % 


Fur Spannung und Strom 


Frequenz 


2 kHz ± 2 % 




Schutz 


Der Ausgang ist kurzschlussicher 





Speisung 

Netzspannungen 

Gleichspannung 
Leistungsaufnahme 
Messko pf spei su ng 



Bei jeder beliebigen Spannung zwischen 100 V und 240 V ± 10 % 
jeder beliebigen Frequenz zwischen 46 und 440 Hz in einem Bereich 
ohne Umschalten betriebsfahig 

Jede beliebige Gleichspannung 100 V und 200 V 
39 W 

Zwei Buchsen liefern +24 V und —24 V fur aktive Messkopfe 
Maximaier Stromverbrauch 2 x 50 mA je Ausgang 




EINFLUSSGROSSEN 



Die angegeben Daten gelten nur dann, wenn das Gerat gemass den offizielen Priifverfahren kontrolliert wurde. 
Einzelheiten, die dieses Verfahren und die Fehlergrenzenkriterien betreffen, konnen von der PHILIPS-Organisation 
Ihres Landes Oder von N.V. PHILIPS' GLOEILAMPENFABRIEKEN, TEST AND MEASURING DEPT., 
EINDHOVEN, HOLLAND angefordert werden. 

Umgebungstemperaturen +5 °C . . . +40 °C Betrieb innerhalb Spezifikation 

— 10 °C . . . +55 Arbeitsbereich 

—40 °C . . . +70 °C Lagerung und Transport 

Hohe 5000 m Betriebsfahig 

15000 m nicht Betriebsfahig 

Feuchtigkeit Das Gerat entspricht den Anforderungen gemass I EC 68 Db Standard 



Stossfestigkeit 1000 Stosse von 10 g, Va Sinus, Dauer 6 ms, in jeder der 3 Richtungen 

Vibration 30 Minuten in jeder der drei Richtungen, 10-150 Hz; 0,7 mm (Spitze- 

Spitze) und 5g maximale Beschleunigung. 

AkkIimationszeit 30 Minuten fur Normalbetrieb Kommend von — 10°C nach +20°C 

bei 60 % relativer Feuchtigkeit 

Storgrad Das Gerat entspricht den Anforderungen gemass VDE Storgrad K. 



Abmessungen und Gewicht 



Hohe 154 mm 

Breite 316 mm 

Tiefe 460 mm 

Gewicht 10,6 kg 



Wahlweise Geratezusatze 

Folgende wahlweise zu bestellende Erganzungen sind erhaltlich. 

Fordern Sie von Ihrem nachsten Philips Service Stelle nahere Einzelheiten an. 

— Hauptzeitablenkungsausgang 

— Torausgang der Hauptzeitablenkung 

— Ausgang der Verzogerten Zeitablenkung 

Mitgeliefertes Zubehor 

Zwei passive Messkopfe 1:10 

Kontrastfilter 

Frontdeckel 

Faltbare Nebenlichtblende PM 9366 
BNC-Adapter PM 9051 
CAL-Anschlussklemme fur B'NC-Adapter 
Bedienungs- und Serviceanleitung 

Einige der oben erwahnten Zubehoren befinden sich im Innern des Frontdeckels. 



Wahlzubehor 




PM 9335 


Passiver Messkopfsatz 1:1 (1,5 m) 


PM 9335 L 


Passiver Messkopfsatz 1:1 (2,5 m) 


PM 9350 


50 MHz Passiver Messkopfsatz 10:1 (1,5 m) 


PM 9350 L 


50 MHz Passiver Messkopfsatz 10:1 (2,5 m) 


PM 9358 


150 MHz Hochspannungsmesskopfsatz 100:1 


PM 9347 


Aktiver TV-Triggerungsmesskopf 


PM 9352 


Miniaturmesskopf 


PM 9353 


Aktiver FET-Messkopf 150 MHz 


PM 9355 


Strom-Messkopf 


PM 8910 


Polaroid Anti-Reflexfilter 


PM 9380 


Oszi 1 lograf enkamera 


PM 8971 


Kamera-Adapter 


M3 . . . M5 


Steinheil Oszillografenreihe 


PM 8960 


19" Gestelleinbau-Adapter 


PM 8980 


Langer Lichtschutztubus 
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1.3. VERZEICHNIS VON MULTIPLIKATORAUSDRUCKEN 

1. Analoger Multiplikator 



EINGANGE 
Va o- 

Vb o- 



AUSGANG 



MULTIPLIKATOR 



-OVo Vo — VaWb 



MAS 168 



Fig. 1.3. Analogue Multiplikator 



Ein analoger Multiplikator ist eine nichtlineare Vorrichtung, die eine Ausgangsspannung abgibt, die dem 
algebraischer Produkt von zwei Eingangsspannungen proportional ist. 

2. Bandbreite des Multiplikators 

Die Bandbreite des Multiplikators ist der Frequenzbereich zwischen Null und der oberen Frequenzbereich- 
grenze bei der die Ausgangsspannung des Multiplikators urn 3 dB gegeniiber der Ausgangsspannung bei 
tiefen Frequenzen abgefallen ist. Diese Amplitude wird spezifiziert bei einer konstanten Sinusamplitude mit 
veranderliche Frequenz an einem Eingang und einer Gleichspannung am anderen. 

3. Anstiegszeit des Multiplikators 

Die Anstiegszeit des Multiplikators ist die Ansprechzeit der Ausgangsamplitude, wenn an einen Eingang eine 
Sprungfunktion und an den anderen eine Gleichspannung angeschlossen wird. 

Diese Zeit wird zwischen den 10 %- und 90 %-Punkten der Sprungfunktion gemessen. 

4. Vier-Quadrantenbetrieb 




Fig. 1.4. Vier-Quadrantenbetrieb 



MA8160 



Ein Vier-Quadranten-Multiplikator kann in jedem der vier Quadranten I bis IV des kartesischen Koordinaten- 
systems ein Ausgangssignal liefern. 
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5. Eingangsverschiebung (off-set) 



£}NG>iNG£ 



AUSGANG 




Vb= VON+4 TEILEN BtS -4 TEILE 




►Vb 

AxB=f(B)OHNE EINGANGSVERSCHIEBUNG 

AxB= f(B) eingangsverschiebung NACH KANAL A 

AxB= f(B) EINGANGSVERSCHIEBUNG NACH KANAL B 



Fig. 1.5. Eingangsverschiebung (off-set) 

Die Eingangsverschiebung tst die scheinbare Spannung am Eingang des Multiplikators, wenn kein Eingangs- 
signal aniiegt. Dieser Spannung kann durch eine Gliechspannungssymmetrierung entgegengewirkt werden. 



6. Ausgangsverschiebung (off-set) 



EINGANGE 



AUSGANG 




Vb= von +4TE1LEN bis -4TEILE 



AUSGANGSVERSCHIEBUNG 




AxB=f(B)OHNE AUSGANGSVERSCHIEBUNG 

AxB= f(B) MIT AUSGANGSVERSCHIEBUNG 



Vb 



MA 6164 



Fig. 1.6. Ausgangsverschiebung (off-set) 

Die Verschiebung der Ausgangsspannung istdie unerwunschte Spannung am Ausgang des Multipiikators, 
wenn beide Eingangssignale Null sind. Diese Spannung ist als Vertikalverschiebung des Produkts sichtbar. 
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7. Massstabfaktor 



EINGANGE 



AUSGANG 



Va 




Vb= V3N+4TEILEN BIS-4TEILE 



FEHLER DURCH 
FALSCHEN MASSSTABFAKTOR 




►Vg 

K=1 



Fig, 1.7. Massstabfaktor 

Der Massstabfaktor K ist die Proportionalitatskonstante, die das Verhaltnis der Ablenkung der Eiektronen- 
strahlrohre zu den Spannungen an den Eingangen A und B im Multiptikatorbetrieb angibt. 



8. Linearitatsfehler 



EINGANGE 



AUSGANG 




Vg= VON+4 TEILEN BIS -4 TEILE 



Fig. 1.8. Linearitatsfehler 



LINEARITATSFEHLER 




K=1 GERADE UNIE 

K=1KURVE DURCH LINEARITATSFEHLER 



Vb 



MA8162 



Der Linearitatsfehier ist die Abweichung, gemessen ais Spitzenwert, von (AxB) = f (B) von einer idealen 
Geraden. Er wird als Prozentsatz der Schirmhohe angegeben. 








41 



9. Ubersprechen 



EINGANGE 



AUSGANG 



Va O- 



D 


MULTIPLIKATOR 


VO , 






















f 


- 1 










1 1 


0 






^ 1 



Vb=V0N + 4TEILEN BIS-4TEILE 



UBERSPRECHEN 




MA 8165 

Fig. 1.9. Ubersprechen 

Das Ubersprechen ist diejenige Wechselspannung am Ausgang des Multiplikators, die nach Symmetrierung 
der Eingangsverschiebung gemessen wird, wenn ein Eingang auf Null gehalten und an den anderen ein 
maximales Signal angeschlossen wird. 



10. Fortpflanzungsverzogerung 



EINGANGE 



AUSGANG 





-5 -4 -3 -2 -1 0 +1 +2 +3 +4 +5 





EINGANGSSIGNALVg 

PROOUKT VON UND Vg 



MA 8166 



Fig. 1.10. Fortpffanzungsverzdgerung 

Die Fortplanzungsverzdgerung ist die Verzogerung zwischen den Eingangssignalen und dem Ausgangssignal, 
die durch die Verarbeitung der Eingangssignale im Multiplikator bedingt ist. 
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11. Rauschen 




Fig. 1. 1 1. Rauschen 




Der Multiplikator erzeugt kein nennenswertes Rauschen. Eine Eingangsspannung von A Teilen des einen 
Kanals multiplizlert sich jedoch mit einem am Eingang des anderen Kanals liegenden Rauschen. 
Hierdurch kann eine Modulation gebildet werden, die alsweilige Nullinie erscheint. 



r 



12. Dynamischer Bereich des Eingangs 

Das maximale Signal, das den Eingangen A und B zugefuhrt werden kann, ohne dass die Linearitat beeintrachtigt 
wird. 

13. Dynamischer Bereich des Ausgangs 

Das maximale Signal am Ausgang, das noch linear wiedergegeben wird. 







i 
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2.Gebrauchsanleitung 



In der Betriebsart PERSIST (Variable Nachleuchtdauer) warnt die Elektronenstrahlrohre selbst durch Leucht- 

spurzerfliessung vor ubermassiger Strahlintensitat. Im Falle einer solchen Leuchtspurzerfliessung muss durch pjg 2.2. Offnen des Frontdeckels 

geringe Drehung des Knopf INTENS die Helligkeit verringert werden. 

In Stellung MEMORY OFF und in Betriebsart X-Y erfoigt keinerlei Warnung, deshalb ist dabei besondere 

Vorsicht geboten. 



2.1. IIMBETRIEBNAHME 



Frontdeckel 

Abnehmen : — Den Knopf in der Mitte des Deckels eine viertel Umdrehung nach links drehen (Stellung 
UNLOCKED) 

— Deckel abnehmen. 

Aufsetzen : — Den Verriegelungsknopf in Stellung UNLOCKED drehen. 

— Deckel an der Vorderseite des Oszillografen befestigen. 

— Knopf eindriicken und eine viertel Umdrehung nach rechts drehen (Stellung LOCKED). 

Im Innern des Deckels kann Zubehor wie z.B. Messkdpfe, faltbarer Lichtschutztubus usw. aufbewahrt werden. 
Die Platte im Innern des Deckels lasst sich durch Zusammendrucken der beiden Zungen an der Verrieglungs- 
vorrichtung herausheben (siehe Abb. 2.2). 

Der Handgriff lasst sich drehen, wenn die Druckknopfe auf ihren Lagern eingedruckt werden. 



Abnehmen des Frontdeckels 



Erden 

Vor dem Einschalten muss das Gerat auf eine der folgenden Arten mit einem Erdschutzleiter verbunden werden. 
Aus Sicherheitsgrunden muss der Oszillograf entweder Qber den Erdanschluss an der Riickseite (gekennzeichnet 
^^), Oder uber das dreiadrige Netzkabel, vorausgesetzt das Gerat wird an eine Schukosteckdose angeschlossen, 
geerdet werden. 

Diese Schutzmassnahme darf nicht unwirksam gemacht werden, z.B. durch eine unvollkommene Verlangerungs- 
leitung ! 



Warnung: 



Warnung: Vor Anschluss des Gerats muss die Erdschutzkiemme mit einem Schutzleiter verbunden werden 

(siehe Abschnitt "ERDEN). 

In diesem Gerat werden hohe Spannungen erzeugt, deshalb darf es niemals in geoffnetem Zustand 
eingeschaltet werden. 

Vor Wartungsarbeiten ist der Netzstecker zu ziehen und ist darauf zu achten dass alle Hochspannung 
fuhrenden Teile entladen sind. 

Netzspannung und Sicherung 

Da das Gerat bei jeder Netzspannung zwischen 90 V und 264 V Wechselspannung oder zwischen 100 V und 
200 V Gleichspannung betriebsfahig ist erubrigt sich das Umschalten auf die ortliche Netzspannung. 

Die an der Gerateruckwand vorhandenen Sicherung von 2 A, trage ist fur alle Netzspannungen geeignet. 
Verwendung reparierter Sicherungen und das Kurzschliessen des Sicherungshalters ist gefahrlich und daher 
unzulassig. 



Fig. 2. 1. 



Jede Unterbrechung des Schutzleiters innerhalb oder ausserhalb des Gerats ist aus sicherheitsgrunden 
unzulassig. 

Wenn ein Gerat von kalter in warme Umgebung gebracht wird kann Kondensation einen gefahrlichen 
Zustand verursachen. Deshalb ist darauf zu achten dass die Erdungsvorschriften strikt befoigt werden. 



Einschalten 

Der Schalter POWER ist mit dem Einsteller INTENS gekoppelt und befindet sich an der Vorderseite des Gerats 
unter dem Bildrohrenrahmen. 

WARNUNG 

EINE GROSSE HELLIGKEIT UBER LANGERE ZEIT 
KANN DIE ELEKTRONENSTRAHLROHRE BESCHADIGEN 






FUNKTION DER BEDIENUNGSORGANE UNO STECKVERBINDUNGEN 
Vertikalablenkung 




Lageeinstellung 

und 

Multiplikator 

Attsigl. 



Kon. B 

EnvertierungS' 

schalter 



Stufen 
und var. 
AE»chwacher 



Vertikate 

Darstellung 






Eingangskopplung Spei&ung 

fiir akt Messkopfe 



Eingang 



NORM INVERT 



TJME/DIVor OELAy tlME 



Fig. 2.3. Vertikalablenkung 



Vertikaldarstellungsschalter 
A eingedruckt 

ALT eingedruckt 

CHOP eingedruckt 

ADD eingedruckt 
MULT eingedruckt 
B eingedruckt 



MULT + B gleichzeitig gedruckt 
POSITION und 

MULTIPL. BAL (0 x A oder B) 
NORM/INVERT 



AMPL/DIV 



Einstellung der Darstellungsarten; Drucktastenschalter mit 6 Stellungen 

Vertikalablenkung durch Anschluss des Signals an den Eingang von 
Kanal A 

Das Bild wird am Ende jedes Zykius der der Zeitablenkung von einem 
Vertikalkanal auf den anderen umgeschaltet. 

Das Bild wird mit einer Festfrequenz rasch von einem Kanal auf den 
anderen umgeschaltet. 

Vertikalablenkung durch die Summe der Signale von Kanal A und B. 

Vertikalablenkung durch das Produkt der Signale von Kanal A und B. 

Vertikalablenkung durch Anschluss des Signals an den Eingang von 
Kanal B. 

Wenn keine Taste eingedruckt ist, arbeitet das Gerat in betriebsart A. 
Das Bild wird zwischen MULT und B geschaltet (Betriebsart CHOP). 

Stufenlose Einstellung der vertikalen Lage des Bildes. 

PUSH FOR BALANCE, Einrichtung fur Multiplikator-Ausgleich 
(off-set Ausgleich). 

Drucktastenschalter mit 2 Stellungen zur Umkehrung der Signalpolaritat 
Kanal B. 

Keine der Tasten gedruckt hat die gleiche Wirkung wie Taste NORM 
gedruckt. 

Stufenweise Einstellung der Vertikalablenkkoeffizienten; Wahlschalter 
mit 9 Stellungen. 
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AMPL/CAL 

BAL 

(Schraubenziehereinstellung) 

GAIN 

(Schraubenziehereinstellung) 

AC/O/DC 

AC eingedruckt 
0 eingedruckt 

DC eingedruckt 

A 1 MOhm - 15 pF 
B 1 MOhm - 15 pF 



Stufenlose Einsteliung der Vertikalablenkkoeffizienten. 

In Stellung CAL ist der Ablenkkoeffizient kalibriert. 

Stufenlose Einsteliung des Gleichspannungsgleichgewichtes des 
Vertika Iverstarkers. 

Stufenlose Einsteliung der Gesamtverstarkung der Vertikalkanale. 

Signalkopplung, Drucktastenschalter mit 3 Stellungen. 

Kopplung fiber einen Sperrkondensator 

Verbindung zwischen Eingangsschaltung und Eingangsbuchse wird 
unterbrochen und der Verstarkereingang geerdet. 

Direkte Kopplung 

Ist keine Taste eingedruckt so gilt Einsteliung AC. 

BNC Eingangsbuchse fiir Kanal A 
BNC Eingangsbuchse fur Kanal B 




Horizontalablenkung 




Elnstellung 
der horizontalen 
Lage des Bildes 



Horizontale 

Darsteltung 



Externa 

Honzontalabtenkung 



^aOWER SAVE flEAO WRITE ERASE PERSIST FO^US 



Fig. 2.4. Horizontalablenkung 



Horizontale Darstellungsschalter 
MAIN TB eingedruckt 



EXT. X DEFL eingedruckt 
DEL'D TB eingedruckt 



TRIG or 
EXTX DEFL 



POSITION TB MAGN 



Einstellung der Horizontalablenkung; Drucktastenschalter mit 4 
Stellungen. 

Horizontalablenkspannung wird vom Hauptzeitablenkgenerator geliefert; 
ein Teil der Darstellung wird aufgehellt (Ausgenommen in Stellung OFF 
des TIME/DIV Schalters des verzogerten Zeitbalenkgenerators). 

1st keine Taste eingedruckt so gilt Einstellung MAIN TB. 

Horizontalablenkung durch das Signal von Kanal A, das Signal von 
Kanal B, ein externes Signal Oder durch ein Netzfrequenzsignal. 

Die Horizontalablenkspannung wird vom verzogerten Zeitablenkgenerator 
geliefert. 

Mit dem Gerat in Zeitablenkbetrieb, kann die Hauptzeitablenkung 
getriggert werden durch: 

A — Signal intern abgenommen von Kanal A 

B — Signal intern abgenommen von Kanal B 

EXT — Signal an Triggereingang gelegt 

LINE — Netzspannung intern angeschlossen 

Stufenlose Einstellung der horizontalen Lage des Bildes; gekoppelt 
mit einem Zug-Druck-Schalter der den Horizontalablenkkoeffizienten 
5 mal steigert. 

Wenn ein externes X-Ablenksignal angewandt wird ist die Dehnung 
unwirksam. 




Hauptzeitablenkung 




Zug-Druk Schalter . 
Dehnung der ZeitabI 



Peq el/Flanke 

Einsteller 



Nich t getriggert 
Anzeige 
^ :Triq qerart : 



Stufen und var, 
Ablenkzcit 



Triggerkoppiung 



Triggerquelle 
Oder X-Abl. 
Wahler 



Ext. 

Tnggoreingang 



Variabli 

Sperre 



Fig. 2.5. Hauptzeitablenkung 



LEVEL 

SLOPE 

NOT TRIC'D 

AUTO -TRIG -SINGLE 
AUTO eingedriickt 
TRIG eingedriickt 
SINGLE eingedriickt 



TIME/DIVor DELAY TIME 

TIME/DIV-CAL 

DC/LF/HF 



Stufenlose Einstellung des Triggersignalpegels bei welchem der 
Zeitablenkgenerator startet. Diese Einstellung ist gekoppelt mit einem 
Zug-Druck-Schalter zur Triggerungswahl auf der positiv oder negativ 
gerichteten Flanke des Triggersignales. 

Signallampe leuchtet auf wenn die Zeitablenkung nicht getriggert ist, 
z.B. bei Wartestellung 

Triggerart-Einstellungen; Drucktastenschalter mit 3 Stellungen. 

Liegt kein Triggersignal an so lauft der Hauptzeitablenker frei. 

Der Zeitablenkgenerator wird auf normale Weise getriggert. 

Nach Betatigung der Taste SINGLE lauft der Zeitablenkgenerator 
nach Empfang eines Triggersignals nur einmal ab. 

Wenn keine Taste gedriickt ist gilt Betriebsart SINGLE. 

Wenn nach Einschaltung des Gerats und nach Anschluss des Eingangs- 
signals kein Bild vorhanden ist, kontrollieren ob Betriebsart AUTO oder 
TRIG fur die Hauptzeitablenkung eingestellt wurde. 

Einstellung des Zeitkoeffizienten der Hauptzeitablenkung; Drehschalter 
mit 23 Stellungen. 

Stufenlose Einstellung des Zeitkoeffizienten der Hauptzeitablenkung. 

In Stellung CAL ist der Zeitkoeffizient kalibriert. 

Triggerkoppiung; Drucktastenschalter mit 3 Stellungen. 



DC eingedriickt Triggersignale direkt gekoppelt 

LF eingedriickt Kopplung iiber Tiefpassfilter fiir Frequenzen bis 50 kHz (fiir externe 

Triggerung iiber einen Bandfilter von 10 Hz bis 50 kHz). 








HF eingedruckt 

TRIG or X DEFL 

A 

B 

EXT eingedruckt 



LINE eingedruckt 



1 MOhm - 1 5 pF 



Kopplung iiber Hochpassfilter fur Frequenzen iiber 50 kHz. 

1st keine Taste eingedruckt so gilt Einstellung DC. 

Wahler fur Triggerquelle oder externe X ablenkung. Drucktastenschalter 
mit 4 Stellungen. 

Internes Trigger- oder X-Ablenksignal von Kanal A. 

Internes Trigger- oder X-Ablenksignal von Kanal B. 

Triggerung auf externes Signal iiber angrenzende 1 MOhm - 15 pF 
Buchse. 

Durch Eindriicken der Taste EXT X DEFL der Horizontalablenkungs- 
Einstellung wird diese Buchse mit dem Eingang des Horizontalver- 
starkers verbunden. 

Triggerung- oder X-Ablenkungssignal von einer internen Spannung 
mit der Netzfrequenz. 

1st keine Taste eingedruckt so gilt Einstellung A. 

BNC Buchse fiir externe Triggerung oder Horizontalablenkung. 
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Verzogerte Zeitablenkung 



Pegel/Fianke Verzogerungszeit Stufen u. 

Einsteller Multiplihalor v.ir Abicnkzut 




Fig. 2.6. Verzogerte Zeitablenkung 



DELAY TIME 

LEVEL 

SLOPE 

TIME/DIV 

TIME/DIV CAL 

DC/LF/HF 

DC eingedruckt 
LF eingedruckt 

HF eingedruckt 

A/B/EXT/MAIN TB 
A eingedruckt 
B eingedruckt 
EXT eingedruckt 

MAIN TB eingedruckt 

1 MOhm - 15 pF 



Kalibrierte stufenlose Einstellung der Verzogerungszeit, wirkt zusammen 
mit der TIME/DIV Einstellung des Flauptzeitablenkgenerators. 

Stufenlose Einstellung zur Pegelwahl des Triggerungsignals, bei welchem 
der verzogerte Zeitablenkgenerator startet. Diese Einstellung ist gekoppelt 
an einen Zug-Druck-Schalter zur Triggerungswahl auf der positiv oder 
negativ gerichteten Flanke des Triggersignals. 

Einstellung des Zeitkoeffizienten der verzogerten Zeitablenkung Dreh- 
schalter mit 22 Stellungen. 

In Stellung OFF wird die verzogerte Zeitablenkung abgeschaltet. 

Stufenlose Einstellung des Zeitkoeffizienten der verzogerten Zeitab- 
lenkung. In Stellung CAL ist der Zeitkoeffizient kalibriert. 

Triggerkopplung; Drucktastenschalter mit 3 Stellungen. 

Triggersignale direkt gekoppelt 

Kopplung iiber Tiefpassf liter fur Frequenzen bis 50 kFlz (fur externe 
Triggerung uber einen Bandf liter von 10 FIz bis 50 kHz). 

Kopplung iiber Hochpassfilter fiir Frequenzen iiber 50 kHz. 

Ist keine Taste eingedruckt so gilt Einstellung DC. 

Triggerquelle Einstellungen; Drucktastenschalter mit 4 Stellungen. 
Triggerbar, nach Verzogerungszeit, von Kanal A 
Triggerbar, nach Verzogerungszeit, von Kanal B 

Triggerbar, nach Verzogerungszeit, auf externes Signal iiber angrenzende 
1 MOhm - 15 pF Buchse 

Verzogerte Zeitablenkung startet gleich nach Ablauf der Verzogerungs- 
zeit. 

BNC Eingangsbuchse fiir externes Triggersignal. 
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Eiektronenstrahlrohre 




■:1 

Heillgkeits* 

einsteiler 

mit Netzschaiter 



Naqhleuchtdauer/ 

Speicherung 

Einsteiler 



Katibrierter 
Soannungs*' v 
und 

Stromausgang 



Fokus . 
Einsteiler 



Ein/Aus 

Anzeige 



M.T CHOP ADO 'HtULT 



Fig. 2.7. Elektronenstrahirdhreteil 



CAL Ausgangsbuchse an der eine Rechteckspannung von 3 V 55 fur Kalibrierung 

des Stellers AMPL und des Frequenzgangs von Spannungsteiler-Messkopfen 
zur Verfiigung steht Stromschleife mit 6 mAjj Strom fur Kalibrierung 
von Strommesskopfen. 

POWER Signallampe zeigt Betriebszustand (ON) an. 

ON/OFF 

INTENS Stufenlose Einstellung der Flelligkeit des Bildes, gekoppelt mit Schalter 

ON/OFF 



FOCUS 



Stufenlose Einstellung zur Fokussierung des Elektronenstrahls. 



Speicherung/Nachleuchtdauer Einsteiler 

SAVE/READ/WRITE/ERASE Signalformspeicherung; Drucktastenschalter, 4-fach. 

SAVE Ermoglicht Speicherung einer geschriebenen Signalform fur langere 

Zeit. (Geschutzt gegen versehentliche Loschung). 

READ Ermoglicht Beobachtung der geschriebenen Signalformen (geschutzt 

gegen versehentliche Loschung). 



MEMORY OFF 
(SAVE + READ) 

WRITE 

ERASE 



Gestattet Betrieb des Gerats ohne Speicherung 

Ermoglicht Schreiben der Signalform; in dieser Betriebsart ist Einsteiler 
PERSISTANCE wirksam 

Ermoglicht Loschung des Bildes in Betriebsart WRITE 
In Betriebsart SINGLE der Zeitablenkung wird mit diesem Schalter 
auch die Zeitablenkung riickgestellt. 



fem 
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Riickwand 




Fig. 2.8. Riickwand 



DEL'D GATE 



A X B OUT 
Ax B BAL 
FUSE 

Netzschnur mit Stacker 
Schutzerdeklemme. 



Torausgang der verzogerten Zeitablenkung; TTL kompatibel. 

Logik 'V wahrend der aufgehellten Hauptzeitablenkung und der 
verzogerten Zeitablenkung Laufzeiten. 

Fur Multiplikator Anwendung. 

Gleichspannungsgekoppelter nichtintegrierter Multiplikatorausgang. 
Ausgieich der Multiplikatorausgangssymmetrierung. 

Sicherung 2 A, trage. Fur alle Netzspannungen. 
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2.3. GRUNDEINSTELLUNGEN 

Vor der Ausfiihrung von Messungen mit diesem Gerat ist Prufung und Einstellung folgender Funktionen 
erforderlich: 

— Stufenverstarker Ausgleich 
— Verstarkungs-Kalibrierung 
— Symmetrierung des Multiplikators (0 x A, 0 x B) 

— Symmetrierung des Multiplikatorausgangs. 

Da die beiden ersten Einstellungen fiir beide Vertikalkanale gleich sind, ist nur das Verfahren fur Kanal A 
angegeben. 



1. Stufenabschwacher- Ausgleich 

— Drucktaste MAIN TB des Schalters der Horizontalablenkung eindrucken. 

— Drucktaste AUTO des Schalters der Hauptzeitablenkung eindrucken 

— Mit Einstellern INTENS und FOCUS die Bildscharfe regeln. 

— Die entsprechende Kanaltaste des Schalters der Vertikalablenkung eindrucken. 

— Taste 0 des Eingangskopplungsschalters eindrucken. 

— Bild mit Einsteller POSITION zentrieren. 

— Stufenlosen Einsteller AMPL auf CAL stellen. 

— Es ist darauf zu achten, dass das Bild nicht springt wenn 
Stufenschalter AMPL gedreht wird. 

— Ndtigenfalls Einsteller BAL regeln. 

2. Verstarkungskalibrierung 

Falls nicht anders erwahnt, bleiben die Einstellorgane in den 
gleichen Stellungen wie im vorgehenden Verfahren. 

— Schalter AC-O-DC auf AC stellen. 

— Schalter AMPL auf .5 V und stufenlosen Einsteller auf CAL stellen. 

— Eingang verbinden mit CAL-Ausgang. 

— Kontrollieren ob die Vertikalablenkung genau 6 Teile betragt. 

Notigenfalls Einsteller GAIN regeln. 

— Ein Abschwachermesskopf kann in diese Kalibrierung einbezogen werden. step attenuator Gain 

. balance calibration : 

— Der Abschwachungsfaktor des Messkopfs muss dann in Bezug auf 
die Stellung des Schalters AMPL berOcksichtigt werden. 

Fig. 2.9. 

3. Symmetrierung des Multiplikators 0 x A, 0 x B 

Wenn entweder A oder B mit Null multipliziert wird, muss das Ergebnis ebenfalls Null sein. Durch Verschiebe- 
spannungen an den Eingangen des Multiplikators kann jedoch auf dem Schirm eine gewisse Ablenkung auftreten. 
Diese Verschiebespannungen lessen sich wie foigt auf ein Minimum herabsetzen: 

Bemerkung: Die Einsteller Ox A und Ox B werden durch Drucken der Fasten POSITION betatigt. 




— Das Gerat mindestens 15 Minuten, besser noch 30 Minuten, vorwarmen lassen. 

— An Eingang A und Eingang B eine Wechselspannung anschliessen, deren Amplitude im spezifizierten 
dynamischen Bereich liegt. 

— Taste MULT der Darstellungsartschalter eindrucken. 

— Taste 0 der Kanal A Signalkopplungs-Einsteller eindrucken. 

— Taste AC der Kanal B Signalkopplungs-Einsteller eindrucken. 

— Mit Potentiometer 0 x B minimale Ablenkung einstellen, ohne die Abschwachereinstellung zu andern. 

— Taste AC der Kanal A Signalkopplungs-Einsteller eindrucken. 

— Taste 0 der Kanal B Signalkopplungs-Einsteller eindrucken. 

— Mit Potentiometer 0 x A minimale Ablenkung einstellen, ohne dabei die Abschwachereinstellung zu 
andern. 



4. Symmetrierung des A x B Ausgangs 

Bei Anwendung des A x B Ausgangs an der Ruckwand, muss der Ausgang Null sein wenn beide Eingange 
Null sind. 

Dies lasst sich mit Steller A x B BAL, neben diesem Ausgang, ausgleichen. 

Wie foigt vorgehen: 
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— Die 0 X A und 0 x B Einstellung kontrollieren, wie in Punkt 3 angegeben. 

— Beide 0 Schalter der Kanal A und B Eingange eindriicken. 

— Einsteller A x B BAL regein, ausser wenn die A x B Ausgangsspannung Null ist. 

2.4. BEDIENUNGSANLEITUNGEN 

Vor dem Einschalten uberzeuge man sich dass der Oszillograf ordnungsgemass anhand der "INBETRIEBNAHME" 
Vorschriften (Abschnitt 2.1.) installiert ist und dass die vorgeschriebenen Sicherheitsmassnahmen eingehalten 
wurden. 

Soil das Gerat als normaler Oszillograf; das heisst ohne Speichereinrichtung verwendet werden, dann die Tasten 
SAVE und READ gleichzeitig eindriicken (MEMORY OFF). 

Warnung: In Betriebsart EXT X DEFL darf keine zu hohe Helligkeit angewandt werden! 

Eingange A und B und ihre Moglichkeiten 

Der Oszillograf besitzt zwei identische Kanale, die entweder zusammen mit einem oder beiden Zeitablenk- 
generatoren fiir YT Messungen, oder aber zusammen mit dem externen Horizontalkanal fiir XY Messungen 
verwendet werden kbnnen. 

YT-Messungen 

Zur Darstellung eines Signals ist einer der beiden Vertikalkanale mit Taste A oder Taste B der Darstellungs- 
artenschalter zu wahlen. 

Wird Taste ALT oder CHOP gedriickt, konnen zwei verschiedene Signale gleichzeitig abgebildet werden. Der 
Y-Ablenkkoeffizient kann fiir jeden Kanal getrennt gewahit werden. Wird Taste ALT betatigt dann wird die 
Darstellung beim Riicklauf des Zeitablenksignals von einem Kanal auf den anderen umgeschaltet. Obwohl 
Steltung ALT fur alle Ablenkzeiten verwendet werden kann, ergibt fur lange Ablenkzeiten Stellung CHOPPED 
eine bessere Bildgiite, da das abwechseinde Darstellen der beiden Eingangssignale wahrend dieser langen Ablenk- 
zeiten deutlicher sichtbar ist. 

In Stellung CHOPPED, wird die Darstellung mit einer Festfrequenz von einem Kanal auf den anderen umge- 
schaltet. 

In Stellung ADDED des Darstellungsartenschalters werden die Signalspannungen der beiden vertikalen Kanale 
addiert. Abhangig von der Stellung der Polaritatsschalter von Kanal B wird entweder die Summe oder die 
Differenz der Eingangssignale dargestellt. 

XY-Messungen 

Wenn Drucktaste EXT X DEFL des Horizontalablenkungsschalters und Taste A des TRIG or X DEFL-Schalters 
eingedruckt sind ist der Zeitablenkgenerator ausgeschaltet. Ein Signal das fiber Kanal A zugefiihrt wird kann 
nUr zur Horizontalablenkung verwendet werden, wenn Taste A des TRIG or X DEFL Schalters betatigt wird. 
Schalter AC-O-DC und der Stufenabschwacher von Kanal A bleiben wirksam. 

Mit Hilfe des stufenlosen Einstellers AMPL ist kontinuierliche Einstellung der Ablenkkoeffizienten moglich 
und mit Einsteller X POSITION horizontale Verschiebung des Bildes. 

Vertikalkanal B kann ebenfalls fur X-Ablenkung verwendet werden. In diesem Fall ist Taste B der TRIG or 
DEFL Einsteller gedriickt. 

Es ist ferner moglich eine interne Spannung der Netzfrequenz, oder ein Signal angelegt an die EXT Buchse 
(Vorderseite rechts unten), fiir die X-Ablenkung zu verwenden. Zu diesem Zweck die betreffende Drucktaste 
des TRIG or X DEFL-Schalters eindrucken. 

AC/O/DC Schalter 

Die zu beobachtenden Signale sind an die Buchse (n) A und/oder B zu legen und der AC/O/DC Schalter ist 
abhangig von der Zusammensetzung der Signale auf AC oder DC zu stellen. Da der vertikale Verstarker gleich- 
spannungsgekoppelt ist, ist die ganze Bandbreite des Gerates verfiigbar und die Gleichspannungskomponenten 
werden in Stellung DC des AC/O/DC-Schalters als Bildverschiebungen sichtbar. 

Sind kleine Signale hohen Gleichspannungen uberlagert kann dies storend sein. Jede Abschwachung des Signals 
verursacht auch eine Abschwachung der kleinen Wechselspannungskomponenten. In diesem Falle ist der 
Eingangschalter in AC Stellung zu bringen wodurch ein Sperrkondensator die Gleichspannungskomponente 
unterdruckt. Dies hat Dachschrage zur Folge bei Darstellungen von Niederfrequenzsignalen. 

Stellung 0 unterbricht das Signal und erdet den Verstarkereingang um den 0 V Pegel schnell bestimmen zu 
konnen. 
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Verwendung des Multiplikators 

Die zu multiplizierenden Signale miissen an die Eingangsbuchsen A und B gelegt warden. 

Dynamischer Bereich 

Beide Faktoren A und B mussen im dynamischen Bereich des Multiplikators und der Vorverstarker liegen. 

Da eine Ubersteuerung dieser Schaltungen nicht ohne weiteres im Produkt zu erkennen ist, ist sehr darauf zu 
achten, dass jedes Eingangssignal innerhalb des spezifizierten dynamischen Bereichs liegt, d.h., dass die Amplitude 
maximal 8 Teilej.j betragt. 

Fur das dargestellte Produkt gilt wiederum eine maximale Amplitude von 8 Teilenj.j. Wenn das maximal zulassige 
Ausgangssignal iiberschritten wird, muss die Amplitude von einem der Eingangssignale herabgesetzt werden. 



Ausgangspegel des Multiplikators 

Das Ausgangssignal des Multiplikators wird iiber Kanal A dargestellt. 

Das abgebildete Produkt enthalt normalerweise eine Gleichspannungskomponente, auch wenn beide Eingangs- 
signale Wechselspannungen sind. 

Deshalb muss der Nullpegel des abgebildeten Produkts unbedingt bekannt sein. 

Wenn einer der Schalter AC/O/DC auf 0 gestellt wird, kann die Gleichspannungs-Nullinie mit Einsteller POSITION 
von Kanal A in die gunstigste Stellung am Bildschirm geschoben werden. 



Verwendung der Nachleuchtdauer/Speicher Einrichtung 

Ausgehend von Stellung MEMORY OFF (Drucktasten SAVE und READ gleichzeitig eingedriickt) und einem mit 
INTENS und FOCUS scharf eingestelltem Bild, wird durch Eindrucken der Taste WRITE Betriebsart 
PERSISTANCE/STORAGE erhalten. 

Die Funktionen der ubrigen Einstellorgane sind dann die folgenden: 



PERSIST 



SAVE 

READ 

ERASE 



MAX. WRITE 



Abhangig von der Stellung des Potentiometers PERSIST erscheint eine 
rasch verschwindende Schreibspur auf griinen Hintergrund (Knopf ganz 
auf Linksanschlag gedreht) oder eine sehr langsam verschwindende 
Schreibspur auf schwarzem Hintergrund (Knopf auf ersten Stop rechts- 
herum). 

Beim Darstellen eines NF-Signals kann die Nachleuchtdauer so einge- 
stellt werden, dass jedes Flimmern der Anzeige unterdriickt wird. 

Bei einem Signal mit niedriger Folgefrequenz und kurzer Anstiegzeit 
kann die Nachleuchtdauer so eingestellt werden dass das Bild aufge- 
fiillt wird und eine deutliche und stabile Darstellung erhalten wird. 

Soil eine bestimmte Darstellung festgehalten werden, lasst sie sich durch 
Eindrucken der Taste SAVE bewahren. 

Das Bild ist dann gerade noch sichtbar. 

Die Helligkeit der gespeicherten Strahlspur wird nach Eindrucken der 
Taste READ grosser, die Helligkeit wird jedoch auf Kosten der 
Speicherzeit erzielt. 

Wird die Strahlspur nicht mehr benotigt, dann kann sie durch Eindrucken 
der Taste ERASE, geloscht werden. Es kann vorkommen, dass die Strahl- 
spur nicht ganzlich verschwindet besonders die mit betrachtlicher Helligkeit 
geschriebenen Teile. Dies lasst sich durch langzeitige Betatigung der 
Taste "ERASE" uberwinden. 

Die Schreibgeschwindigkeit lasst sich um etwa einen Faktor 10 erhohen. 
Dies geschieht durch Einsteller PERSIST bis auf den zweiten rechts- 
laufigen Anschlag (MAX. WRITE) zu drehen, so dass der zugehorige 
Schalter wirksam wird. 

Betriebsart MAX. WRITE ist fur kurze Ablenkzeiten oder fur Signal 
mit kurzer Anstiegzeit erforderlich. 



Triggerung 

Wenn ein Signal dargestellt werden soil, muss, um ein stillstehendes Bild zu erhalten, die Horizontalablenkung 
stets an einem festen Punkt des Signals gestarted werden. , 

Der Zeitablenkgenerator wird folglich von in der Triggereinheit erzeugten schmalen Triggerimpulsen gestartet 






t 
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und durch ein Signal gesteuert das entweder den vertikalen Eingangssignalen, einer internen Netzfrequenz- 
spannung Oder einer externen Quelle entstammen kann. 

Triggerkopplung 

Mit Schalter DC/LF/HF kann man drei verschiedene Triggerkopplungsarten wahlen. In den Stellungen HF und 
LF ist die Ubertragungscharakteristik begrenzt. 

In Stellung DC wird das Triggersignal unverandert durchgelassen. 

In Stellung LF wird ein 0 Hz (10 Hz bei externer Triggerung) bis 50 kHz Bandpass eingesetzt. Diese Stellung 
dient zur Verrtiinderung von Storungen durch Rauschen. 

In Stellung HF wird ein 50 kHz Hochpass eingesetzt. Diese Stellung kann zum Herabsetzen von Storungen 
durch Brummen verwendet werden. 

Wahl der Triggerquelle und Einstellen des Triggerpegels 

Das Triggersignal kann von Kanal A (Taste A gedriickt), von Kanal B (Taste B gedruckt), von einer externen 
Quelle (Taste EXT gedruckt) oder einer internen Spannung mit Netzspannung (Taste LINE gedruckt) ent- 
nommen werden. 

Der Triggerimpuisformer ist ein Multivibrator, der von den Ausgangssignalen eines Differenzverstarkers gesteuert 
wird. 

Das Triggersignal, wird zusammen mit Gleichspannungen die mittels Potentiometer LEVEL einstellbar sind, den 
Eingangen des Differenzverstarkers zugefCihrt. 

Abhangig von der LEVEL Einstellung wird ein Bestimmter Teil des Triggersignals durch den Differenzverstarker 
versfarkt. 

Der Multivibrator ist somit auf einen fasten Punkt des Triggerssignals geschaltet. Das bedeutet, dass es mit Hilfe 
des Einstellers LEVEL moglich ist die Form des Triggersignals abzutasten (bei internet Triggerung A oder B 
gleich der Form des darzustellenden Signals) und somit den Punkt zu wahlen, an dem der Multivibrator umge- 
schaltet wird. 

Der Potentiometer LEVEL ist mit einem Zug-Druck-Schalter versehen, der die Wahl der Triggerflanke erlaubt. 
Automatische Triggerung 

Wenn Taste AUTQ des AUTO-TRIG-SINGLE-Schalters gedruckt ist - und wenn keine Triggerimpulse vorhanden 
sind - ist der Zeitablenkgenerator automatisch freilaufend. Das Bild ist daher stets sichtbar. Die Stellung AUTQ 
kann in alien Fallen verwendet werden in welchen auch Stellung TRIG anwendbar ist, ausgenommen bei 
Signalfrequenzen niedriger als 10 Hz oder Impulsreihen mit einer "AUS"-Zeit iiber 100 ms. 

Sobald Triggerimpulse vorhanden sind, wird der Freilauf des Zeitablenkgenerators automatisch beendet und 
der Zeitablenkgenerator erneut getriggert. 

Wird Taste TRIG oder Taste SINGLE eingedriickt ist die Automatik ausgeschaltet. 

Die Einstellung LEVEL kann auch in Betriebsart AUTQ angewandt werden. 

SINGLE sweep Triggerung 

Wenn einmalige Vorgange beobachtet (und in der Regel fotografiert) werden mussen, ist es oft wiinschenswert 
dafur zu sorgen, dass nur ein Sagezahn erzeugt wird, selbst wenn moglicherweise nach Darstellung dieses Vorgangs 
mehrere Triggerimpulse erzeugt wurden. Zu diesem Zweck Taste SINGLE eindriicken. Der erste Triggerimpuls, 
der nach Loslassen der gedriickten Taste erscheint, startet den Zeitablenkgenerator. 

Der Zeitablenkgenerator wird dann blockiert bis Taste SINGLE wieder betatigt wird. Die Lampe NOT TRIG'D 
leuchtet auf sobald Taste SINGLE losgelassen wird und erlischt erst wenn der Sagezahn beendet ist. 

Es ist zu beachten dass mit Taste ERASE die Zeitablenkung auf Betriebsart SINGLE ruckgestellt wird. 

Dehnung der Zeitablenkung MAGN 

Die Dehnung der Zeitablenkung wird mit einem Zug-Druck-Schalter TB MAGN der an den Einsteller fur 
horizontale POSITION gekoppelt ist, eingestellt. Wenn dieser Schalter in Stellung x5 gezogen ist wird ein 
5 mal schnellerer Zeitmassstab des Hauptzeitablenkgenerators eingestellt. Folglich wird der Signalteil, welcher 
in der x1 Stellung (TB MAGN eingedriickt) uber eine Breite von zwei Teilen in der Schirmmitte dargestellt 
wird, in der x5 Stellung iiber die Gesamtbreite des Schirmes geschrieben. 

Jeder Teil des Bildes kann mit dem horizontalen POSITION Einsteller zur genauen Beobachtung sichtbar gemacht 
werden. 

In der x5 Stellung wird der Zeitkoeffizient durch Teilen des gegebenen Wertes TIME/DIV. durch 5 ermittelt. 
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Gebrauch der verzogerten Zeitablenkung 

Wenn die Drucktaste MAIN TB des Schalters der horizontalen Darstellung eingedruckt wird und wenn der 
Knopf TIME DIV der verzogerten Zeitablenkung nicht in Stellung OFF steht, wird ein Teil der Hauptzeitablenkung 
zusatzlich aufgehellt. Auf diese Weise lasst sich ein Teil des dargestellten Signals fur nahere Betrachtung aus- 
wahlen. Durch Eindriicken der Taste DEL'D TB wird der gewahite Teil uber die gesamte Schirmbreite sichtbar 
gemacht. 

Die Ablenkzeit des zusatzlich aufgehellten Teils des Hauptzeitablenksignals wird von der Einstellung des Knopfs 
TIME/DIV bestimmt. 

Mit dem inneren Knopf lessen sich Ablenkzeiten zwischen den Stufen einstellen. Fur Zeitmessungen muss dieser 
Knopf immer auf CAL stehen. 

Der Startpunkt der verzogerten Zeitablenkung wird von den Einstellungen des Schalters TIME DIV der Haupt- 
zeitablenkung Oder des 10-Gangs-Multiplikatorknopfs DELAY TIME bestimmt. 

Wenn der Triggerwahlschalter MAIN TB der verzogerten Zeitablenkung eingedruckt wird dann ist die Verzogerungs- 
zeit, nach welcher die verzogerte Zeitablenkung startet, das Produkt der Einstellungen des Schalters TIME/DIV 
der Hauptzeitablenkung und des Multiplikatorknopfs DELAY TIME. 

Falls anstelle von MAIN TB die verzogerte Zeitablenkung von A, B oder EXT getriggert wird, dann startet der 
erste Triggerimpuls nach der Verzogerungszeit die verzogerte Zeitablenkung. Die Triggereinheit des verzogerten 
Zeitablenkgenerators liefert diesen Triggerimpuls. Diese Stellung kommt zur Anwendung wenn Zeitjitter ein 
undeutliches Bild der zu beobachtenden Einzelheit verursacht. Dieses Jitter kann durch das zu beobachtende 
Signal selbst oder bei iibermassiger Dehnung in den Zeitablenkschaltungen entstehen. 




Notice d’emploi 
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I.Generalites 



1.1. INTRODUCTION 

L'oscilloscope memoire multiplicateur 50 MHz portatif PM 3243 permet de mesurer, memoriser et multiplier 
des signaux a haute sensibilite (5 mV/DIV). 

Un grand choix de modes d'affichage est possible: voie simple, deux voies alternees ou decoupees, deux voies 
additionnees, en position normale et inversee pour un signal d'entree, deux voies multipliees et base de temps 
principale et retardee. 

L'oscilloscope PM 3243 se caracterise par une alimentation a faible dissipation. L'unite d'alimentation fonctionne 
pour toute tension alternative comprise entre 90 V et 264 V ou toute tension continue comprise entre 1 00 et 
200 V, de sorte qu'il n'est pas necessaire d'adapter I'appareil a la tension secteur locale. 

Toutes ces caracteristiques font du PM 3243 un appareil aux nombreuses possibilites d'application. 

En resume l'oscilloscope PM 3243 presente les caracteristiques importantes suivantes: 

— sensibilite de 5 mV a 50 MHz. 

— multiplicateur 40 MHz incorpore 

— affichage simultane du produit et d'un des facteurs 

— persistance variable et memoire 

— technique d'avant-garde 

— alimentation extremement efficace pour une grande gamme d'alimentations (alternative ou continue) sans 
commutation de la tension. 

Note: Cet appareil est I'objet de developpements et ameliorations continuels. En consequence, certains 

details mineurs peuvent differer des informations donnees dans ia prSsente notice d'emploi et 
d'entretien. 







NORM INVERT 



TiME/DiV 



lOlMITB ERASE PERSIST 



Fig. 1.1. PM 3243 
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1.2. CARACTERISTIQUES TECHNIQUES 

Get appareil a ete concu et teste conformement a la norme C.E.I. 348 pour appareils de classe I. A sa livraison 
il repond aux regies de securite. La presente notice comporte les informations et les avertissements necessaires 
a I'utilisateur afin d'assurer le fonctionnement de I'appareil dans les conditions de securite et de le maintenir 
conforme a la norme. 

Les specifications sont valables apres que I'appareil a ete prechauffe pendant 30 minutes. 

Les valuers exprimees numeriquement avec tolerance sont garanties par le fabricant. Les valeurs sans tolerance 
ne servent qu'a titre d'information et correspondent aux caracteristique d'un appareil moyen. 

Designation Specification Information supplementaire 



Tube a rayons cathodiques 

Type 

Aire de mesure 
Type d'ecran 

Tension d'acceleration totale 
Graticule 
Persistence 
Normale 

Variable 

Temps de memoirs 

En mode "WRITE" 
(persist, max.) 

En mode "READ" 

En mode "SAVE" 

Vitesse d'ecriture 
Normal 

Ecriture maximale 
Effacage 



89L14GH/55 Tube-memoire rectangulaire demi- 

teinte a post-accelerateur. 

8x10div. 1 division = 0,9 cm 

Phosphors P31 
8,5 kV 
Interne 



Persistence naturelle (10 /rs ... 1 ms) 

du phosphors P31 

Continuellement variable 
de 0,3 sec a 1,5 min. 



1,5 min 

3 min 
1 5 min 

0,2 div//zs 
2 div//rs 

Un bouton-poussoir permet I'effacage 
en 800 ms environ 



Axe vertikal ou Y 

Nombre de voies 
Modes d'affichage 



Frequence de decoupage 
Temps d'affichage par voie 
Largeur de bands 

Temps de montee 



2 

Voie A uniquement 
Voie B uniquement 
A et B decoupees 
A et B alternees 
A et B additionnees 
A X B multipliees 
A X B et B, decoupees 
La polarite de la voie B peut etre 

1 MHz 

environ 500 ns 
continu ... 50 MHz 

10Hz... 50 MHz 
7 ns 



inverses 

coupiage direct limits superieure 
-3dB 

coupiage capacitif limits —3 dB 
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Designation 


Specification 


Information suppiementaire 


Coefficients de deviation 


5 mV/div ... 2 V/div 


9 positions etalonnees en 
progression 1-2-5. 

Avec commande non-calibree entre 
les echelons 1 ;2,5 


Precision 


±3% 




Depassement 


2 % max 




Tension d'entree maximale admise 


±400 V 


Tens'ion continue + tension alter- 
native Crete 


Impedance d'entree 


1 MOhm//15 pF 




Couplage d'entree 


AC-O-DC 




Temps RC d'entree 


22 ms 


Couplage capacitif 


Balance d'attenuateur 


0,2 div max. 


Mouvement de trace en commutant 
entre les positions d'attenuateur ou 
en commande continue 


Instabilite de la position de spot 


0,05 div/heure max 
0,01 div/°C max. 


+10 °C. . .+40 °C 


Gamme dynamique 


24 divisions 


15 MHz tension sinuso'idale 




6 divisions max. 


50 MHz tension sinuso’idale 


Gamme de decalage 


16 divisions 




Diaphonie entre les voies A 
et B seulement 


40 dB 


Decoupe ou alterne (cont. ... 50 MHz) 


Amplitude totale maximale 
du signal d'entree en A moins B 


24 X reglage d'attenuateur 




Multiplicateur 






Largeur de bande 


Continu - 40 MHz 


-3dB 

A mesurer avec un signal sinusoidal 
sur une voie et un signal continu 
sur I'autre 


Modes d'affichage 


AxB 


+ ou — B 




A X B et B 


+ ou — B, decoupee 


Temps de montee 


9 ns 




Facteur d'echelle 


1 ± 2 % 


Par rapport aux hauteurs d’affichage 
de tout facteur ou produit 


Gamme dynamique 






Signal A ou B 


8 div 


(± 4 div. a partir du centre) 


Signal A x B 


8 div 


(± 4 div. a partir du centre) 


Non-linearite 


± 4 % max. de pleine 
deviation d'echelle 




Fuite 


0,2 div. max. 


-3dB 


Produit off-set 


0,2 div. max. 




Derive du produit off-set 


0,03 div/°C max. 




Delai de propagation 


8 ns max. 




Sortie 


BNC a I'arriere 


Couplage continu 


Coefficient d'echelle 


100 mV/div ± 4 % 


10 kohm charge 




50 mV/div ± 5 % 


50 ohm charge, dans la gamme 
dynamique 


Aberrations d'impulsion 


5 % 
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Designation Specification Information suppiementaire 




Offset de sortie 10 mV max. 10 kohm charge, reglage de 



I'exterieur 

Derive de sortie 3 mV/°C 10 kohm charge 

Axe horizontal ou X 

La deviation horizontale peut etre obtenue soit a partir de la base de temps principale, soit a partir de la base 

de temps retardee ou d'une combinaison des deux, du encore a partir d'une source pour deviation X. Dans ie 

dernier cas, les diagrammes X-Y peuvent etre affiches en utilisant la voie A ou B, le connecteur EXT ou Ie 

reseau comme source de deviation horizontale. j 

Modes d'affichage Base de temps principale ^ 

Base de temps principale intensifiee par base de temps retardee 

Base de temps retardee S„., 

Fonctionnement XY Par Y^, Y0, EXT ou reseau LJ 

Amplificateur horizontal 

Largeur de bande Continu a 1 MHz sur 6 divisions, limite superieure —3 dB 

Coefficient de deviation 450 mV/div a I'aide du connecteur EXT. 

Les coefficients de deviation de I'attenuateur vertical s'appliquent lors- I 

que Y^ ou Yg est utilise a la deviation X. 

Impedance d'entree 1MOhm//15pF 

Precision de mesure ± 10 % par I'entree Y^ ou Yg 

Erreur de phase 3° a 100 kHz 

Automatique, declenche, balayage unique 
0,5 s/div ... 50 ns/div en progression 1-2-5 
Commande continue non-calibree entre echelons 1 ;2,5 
L'agrandisseur x5 permet d'accroitre le taux de balayage maximal 
a 10 ns/div. 

Le temps de biocage du balayage peut etre accru d'un facteur 5 au 
moins. 

± 3 % 

Exception: 0,5 sec et 0,2 sec ± 5 % 

1 00 et 500 nsec ± 5 % j 

Precision de balayage sur 2 divisions arbitraires de balayage 
10 div est ± 5 %. 

Exclut les premiere et derniere divisions aux taux de balayage i 

agrandis de 1 0 ns/div et 20 ns/div. 

Base de temps retardee 

La base de temps retardee demarre immediatement apres le retard ou peut §tre declenche apres le retard par 
une source de declenchement de base de temps. 

Coefficients de temps 0,2 s/div ... 50 ns/div en progression 1-2-5 

Commande continue non-calibree entre echelons 1 :2,5 

L'agrandisseur x5 permet d’accroitre le taux de balayage maximal a 

10 ns/div. ( 

Precision ± 3 % 

Exception: 0,2 sect 5% 

1 00 et 50 nsec ± 5 %. 

Precision de balayage sur 2 divisions arbitraires de balayage 
10 divisions est ± 5 %. 

Exclut les premiere et derniere divisons aux taux de balayage 
agrandis de 10 ns/div et 20 ns/div. 



Base de temps principale 
Modes 

Blocage variable 
Precision 
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Designation 



Specification 



Information supplementaire 



Delai de balayage En echelons, variable avec la base de temps principale. 

Continument variable par potentiometre 10 tours entre 0,2x et lOx le 
coefficient de temps de la base de temps principale 

Jitter du temps de retard 1 :20.000 



Erreur de temps de retard 0,5 % 

supplementaire 

Sortie de porte retardee Connecteur arriere produisant une impulsion de sortie logique '1' TTL 

en cours de fonctionnement de la base de temps principale intensifiee 
et de la base de temps retardee. 

Pour applications du multiplicateur. 



Declenchement de base de temps principale 



Source de declenchement 



Rente 

Couplage de declenchement 
(voir Fig. 1.2.) 



Sensibilite 



Interne voie A ou B 
Externe 

Reseau (secteur) 

+ ou — 

Continu (continu a 50 MHz) 

Basse frequence (continu a 50 kHz interne - 10 Hz a 30 kHz externe) 
Haute frequence (50 kHz ... 50 MHz) 

Libre automatique (temps de reaction < 100 nsec) 

Interne < 0,5 div (1/3 div. ty pique) 

Externe <150 mV ( 1 00 mV typique) 



Gamme de niveau 
Impedance d'entree externe 



Interne 24 div typique 
Externe —5 a +5 V typique 

1 MOhm//15 pF Identique a I'entree Y 



Declenchement de base de temps retardee 

Source de declenchement Interne, voie A ou B 

Externe 

D'autres specifications de declenchement de la base de temps retardee 
sont identique a celles de la base de temps principale. 



Etalonneur d'amplitude 

Tension 

Courant 

Precision 

Frequence 

Protection 



+3 V Rectangulaire, ligne de base 0 V 

6 mA Rectangulaire, par boucle de courant 

± 1 % Pour tension et courant 

2 kHz ± 2 % 

La sortie est exempte de courts-circuits 



Alimentation 

Tensions reseau 

Alimentation continue 
Consummation 
Alimentation de sonde 



Accepte toute tension entre 1 00 V et 240 V ± 1 0 % a toute frequence 
entre 46 et 440 Hz dans une gamme sans commutation. 

Accepte toute tension continue entre 100 V et 200 V 
39 W 

Deux douilles engendrant +24 et —24 V pour sondes actives. 

Courant maxi 2x50 mA pour chaque sortie 
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Possibilites d'application en rapport avec I'environnement 

Les donnees d'environnement ne s'appliquent que lorsque I'appareil est controle conformement aux processus 
officiels. Pour plus de details sur ces processus et les criteres de panne, s'adresser a I'organisation Philips locale 
ou a N.V. PHILIPS' GLOEILAMPENFABRIEKEN, TEST AND MEASURING DEPARTMENT, EINDHOVEN, 



HOLLAND. 
Temperature ambiante 


+5 °C . . . 


+40 °C 


Gamme nominale d'utilisation 




-10°C. 


. . +55 °C 


Gamme limite de fonctionnement 




-40 °C . 


. . +70 °C 


Gamme d'emmagasinage et de transport 


Altitude 


5000 m 




Fonctionnement 




15000 m 




A I'arret 



L’appareil repond aux normes lEC 68 Db 

1000 chocs de 10 g, 14 sinusoide, duree 6 ms, dans chacune des directions 

30 min. dans chacune des trois directions, 10 . . . 150 Hz, 0,7 mm 
crete-a-crete et 5 g acceleration maximale. 

30 minutes (en fonctionnement Quand I'appareil passe de — 10 °C a 
normal) +20 °C a 60 % d'humidite relative 

L'appareil repond aux normes VDE, Storgrad K 

Hauteur 154 mm 
Largeur 316 mm 
Profondeur 460 mm 

Poids 10,6 kg 



Humidite 

Choc 

Vibration 

Temps de retablissement 

Perturbation electromagnetique 
Caracteristiques mecaniques 
Dimensions 




Options 

Les options suivantes sont disponibles. 

Pour plus de details, consulter le technician de service Philips local. 

— Sortie de balayage de base de temps principale 

— Sortie de porte de base de temps principale 

— Sortie de balayage de base de temps retardee. 

I 

Accessoires ‘ 

— Livres avec I'appareil 
Deux sondes passives 1 :10 
Filtre de contraste 

Couvercle frontale avec remplacements pour accessoires 
Visiere pliante PM 9366 

Adaptateur BNC banane PM 9051 f i 

Borne CAL - Adaptateur BNC i 

Notice d'emploi et d'entretien 

Certains accessoires mentionnes ci-avant se trouvent a I'interieur du couvercle. 



— En option 

PM 9335 
PM 9335L 
PM 9350 
PM 9350L 
PM 9358 
PM 9347 
PM 9352 
PM 9353 
PM 9355 
PM 8910 
PM 9380 



Sonde passive 1:1 (1,5 m) 

Sonde passive 1 : 1 (2,5 m) 

Sonde passive 10:1 (1,5 m) 50 MHz 
Sonde passive 10:1 (2,5 m) 50 MHz 
Sonde HT 100:1 150 MHz 
Sonde active de declenchement TV 
Sonde miniature 
Sonde active a FET 150 MHz 
Sonde de courant 
Filtre Polaroid 
Camera d'enregistrement 
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PM 8971 
M3 . . . M5 
PM 8960 
PM 8980 
PM 8901 
PM 8991 
PM 8992 



Adaptateur pour PM 9380 
Cameras d'enregistrement Steinheil 
Adaptateurs pour montage en rack 19" 

Visiere longue 

Batteries rediargeables 140 V continu 24 V continue 
Table roulante 
Malette pour accessoires 




Fig. 1.2. SensibiUte pour dedenchement 
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1.3. GLOSSAIRE PARTICULIER A L'OSCILLOSCOPE MULTIPLICATEUR 



1. Multiplicateur analogique 



ENTREES 



SORTIE 



Va O 



Vb O 




<5 Vo Vo :-r VaxVq 



MA8159 



Fig. 1.3. Multiplicateur analogique 



Un multiplicateur analogique est une unite non-lineaire qui produit une tension de sortie proportionnelle au 
produit algebrique de deux tensions d'entree. 

2. Largeur de bande de multiplicateur 

La largeur de bande du multiplicateur est la gamme de frequence entre DC et la limite de frequence superieure 
a laquelle la sortie du multiplicateur est 3 dB inferieure par rapport a la sortie a basse frequence donnee. 

Cette largeur de bande est specifiee par la sinuso'ide a amplitude constante et frequence variable appliquee 
a une entree et la tension continue a I'autre. 

3. Temps de montee du multiplicateur 

Le temps de montee du multiplicateur est le temps de reponse d'impulsion de sortie lorsqu'une tension 
rectangulaire est appliquee a une entree et une tension continue a I'autre. 

Ce temps est mesure entre les points 1 0 % et 90 % de la reponse. 

4. Operation quatre quadrant 




MA8151 



Fig. 1.4. Operation quatre quadrant 



Un multiplicateur quatre quadrant peut produire un signal de sortie dans chacun des quatre quadrants 
(marques I a IV) d'un systeme de coordonnfes cartesien. 
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5. Tension offset d'entree 



ENTREES 



SORTIE 




Vg= BALAYE DE +40IV. A -4DIV. 



OFFSET D'ENTREE OFFSET D'ENTREE 
CANAL 8 CANALA 




►Vb 

AxB=f(B) SANS OFFSET D'ENTREE 

Ax8=f(B) OFFSET D'ENTREE CANALA 

AxB=f(B) OFFSET D'ENTREE CANAL B 



Fig. 1.5. Offset d'entree 



La tension offset d'entree est une tension yirtuelie a I'entree du multiplicateur iorsqu'aucun signal d'entree 
n'est applique. Cette tension peut etre reduite en appliquant une tension d'equilibre continu. 



6. Tension offset de sortie 



ENTREES 



SORTIE 




V0= BALAYE DE +4 DIV. A-40IV. 



OFFSET DE SORTIE 




AxB= 1(B) SANS OFFSET DE SORTIE 

AxB= f(B) AVEC OFFSET DE SORTIE 



Vb 



MA8153 



Fig. 1. 6. Offset de sortie 

La tension offset de sortie est une tension indesirable a la sortie du multiplicateur lorsque les signaux d'entree 
sont nuls. Cette tension de sortie est visible comme une derive verticale du produit affiche. 
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7. Facteur d'echeile 



ENTREES 



SORTIE 




Vg= BALAYE DE +4D1V. A-I^OIV. 



Fig. 1.7. Facteur d'echeile 



ERREUR DUE A UN 
FACTEUR D'ECHELLE ERRONE 




►Vb 

K=1 



L'echelle K est la constante de proportionnalite marquant le rapport entre la deflexion du tube a rayons 
cathodiques et les entrees A et B en mode MULT. 



8. Non-linerite 



ENTREES 



SORTIE 




Vp= BALAYE +4DIV. A -40IV. 



Fig. 1.8. Non-Unearite 



ERREUR DE 
NON-UNEARITE 




K=1 ILIGNE DROITE) 

K=t (COURBE DUE A ERREURS DE NON-UNEARITE) 



Vb 



MA8155 



La non-linearite est la deviation de crete (A x B) = f (B) a partir d'une ligne droite ideale. Elle est exprimee 
en pour-cent de la pleine deviation d'ecran. 









9. Fuite 



CMITC 




-5 -4 -3 -2 -1 0 +1 +2 +3 +4 +5 



Fig. 1.9. Fuite 

La fuite est la tension alternative a la sortie du multiplicateur lorsque, apres equilibrage de la tension offset 
d'entree, est maintenue a zero et le sigani maximal est applique a I’autre. 



10. Delai de propagation 



ENTREES SORTIE 




DELAI DE PROPAGATION 




SIGNAL d'entree ''b 

PROOUIT DE \ ET ''s 



MA8157 



! 

h 

i 



Fig. 1.10. Deiai de propagation \ 

Le delai de propagation est le delai entre les signaux de sortie et d'entree du au traitement des signaux ’ 

d'entree par le multiplicatet r. 
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11. Bruit 



ENTREES 




Fig. 1.11. Bruit 




-5 -4 -3 -2 -1 0 +1 +2 +3 +4 +5 

*- 1 

MA615S 



Le circuit multiplicateur ne produit pas beaucoup de bruit. Cependant, la tension d'entree de A divisions sur 
un canal multiple le bruit present sur I'autre canal. 

Ceci cause une modulation et done une ligne de base brisee. 

12. Gamme dynamique d'entree 

Le signal maximal pouvant etre applique aux entrees A et B sans influencer la linearite. 

13. Gamme dynamique de sortie 

Le signal maximal pouvant apparaltre a la sortie sans influencer la linearite. 
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Fig. 2. 1. Depose du couvercle frontal 



Fig. 2.2. Ouverture du couvercle frontal 



2. Mode d’emploi 



2.1. INSTALLATION 

Demontage et montage du couvercle frontal 

Demontage: - Tourner le bouton au centre du couvercle d'un quart de tour vers la gauche (position 

UNLOCKED) 

— Enlever le couvercle 

Montage; - Tourner le bouton de verrouillage vers position UNLOCKED 

— Fixer le couvercle sur la partie avant de I'oscilloscope 

- Enfoncer le bouton et le tourner d'un quart de tour vers la droite (position LOCKED). 

Des accessoires telles que sondes, visiere repliable et autres peuvent etre stockes dans le couvercle frontal. Pour 
acceder a cet espace exercer une pression sur les pattes de I'unite de verrouillage (voir Fig. 2.2.) et soulever la 
plaque. 

Pour faire pivoter la poignee, il faut enfoncer les boutons-poussoirs aux etriers. 

Attention: Avant de brancher I'appareil, la protection de terre doit etre connectee a une connexion de terre. 

Le present appareil produit des tensions elevees et ne peut done pas etre utilise avec les plaques 
du chassis deposees. La fiche secteur doit etre enlevee et tous les points haute tension decharges 
avant de proceder a n'importe quel travail d'entretien. 

Adaptation a la tension secteur et fusible 

La capacite d'utilisation a toute tension secteur comprise entre 90 et 264 V alternatif ou entre 100 et 200 V 
continu supprime la necessite d'adapter le PM 3243 a la tension secteur locale. 

Le porte-fusible monte sur le panneau arriere porte un fusible a action retardee de 2 A. L utilisation de fusibles 
repares et le court-circuitage de porte-fusibles sont vivement deconseilles. 

Mise a la terre 

Avant toute mise sous tension, I'appareil doit etre connecte a la terre de I une des manieres suivantes. 

Par la borne de terre de I'appareil (symbole@) 

Par la cordon secteur a trois conducteurs. La fiche secteur ne doit etre introduite que dans une prise possedant 
un contact de terre. La mise a la terre ne doit pas etre eliminee par I'emploi d'un cable prolongateur sans 
conducteur de terre. 

Attention: Toute interruption de la ligne de terre, a I'interieur ou a I'exterieur de I'appareil ou le debranchement 

de la borne de terre peuvent rendre I'appareil dangereux. L'interruption intentionnelle est formellement 
interdite. 

Lorsqu'un appareil passe d'un endroit froid a un endroit chaud, la condensation peut provoquer 
un certain risqUe. En consequence, il faut appliquer strictement les prescription de mise a la terre. 

Enclenchement 

Le commutateur POWER est incorpore dans la commande INTENS (panneau avant), juste sous le bord de 
I'ecran. 

ATTENTION 

UNE FORTE INTENSITE DE LONGUE DUREE PEUT 
ENDOMMAGER LE TRC. 



En mode de persistence variable, le TRC indique que I'intensite est trop forte par expansion du point ou de la 
trace. 

Dans ce cas, I'intensite doit etre diminuee en tournant le bouton INTENS legerement vers la gauche. 

En position MEMORY OFF et en mode X-Y, aucune indication n'est donnee, aussi faut-il preter une attention 
toute particuliere. 
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2.2. FONCTIONS DES COMMANDES ET CONNECTEURS 
Deviation verticale 




Commutateur 
d'inversion de 
ia voie B 



Affichage 

vertical 



Posittonnement, 
at balance de 
multiplicateur ‘ 



Attenuateiir par echelons 
et variable 



Couplagc d'cntr^e 



Alimentation 
pour sondes 
actives 



Entrle 



NOAM INVEAT 



TIME/fJIV er OEIAV TliWi; 

' r ■ LlLj so'' vs:- 



Fig. 2.3. Deviation verticale 



Commutateur de deviation verticale 
A enfonce 



Commandes du mode d'affichage; selecteur a 6 boutons-poussoirs 

La deviation verticale est obtenue seulement par le signal applique 
a I'entree de la voie A. 



ALT enfonce 



CHOP enfonce 



L'affichage est permute d'une voie verticale a I'autre, et ce a la fin 
de cheque cycle du signal de base de temps. 

L affichage est permute d une voie verticale a I’autre a une frequence 
fixe. 



ADD enfonce 
MULT enfonce 
B enfonce 



mult + B enfoncees simultanement 

POSITION , et balance de 
multiplicateur (0 x A ou 0 x B) 

NORM/INVERT 

AMPL/DIV 



La deviation verticale est obtenue par la somme des signaux A et B. 

La deviation verticale est obtenue par le produit des signaux A et B. 

La deviation verticale est obtenue seulement par le signal applique a 
I’entree de la voie B. 

Si aucun bouton-poussoir n’est enfonce, I’appareil fonctionne sur la 
voie A. 

L’affichage est commute entre MULT et B (mode CHOP). 

Commande continuellement variable pour le positionnement vertical 
des traces. 

PUSH FOR BAL pour balance de multiplicateur (compensation d’offset) 

Commutateur push-pull pour I'inversion de la polarite de signal d’entree 
(seule voie B). 

Si aucun n'est enfonce, cela equivaut a NORM enfonce. 

Commutateur a 9 positions des coefficients de deviation verticale. 
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AMPL./CAL 

BAL 

(accessible par tournevis) 
GAIN 

(accessible par tournevis) 
AC/O/DC 

AC enfonce 
0 enfonce 

DC enfonce 

A 1 MOhm - 15 pF 
B 1 MOhm - 15 pF 



Commande continument variable des coefficients de deviation verticale. 
En position CAL. le coefficient de deviation est etalonne 

Commande continument variable pour I'equilibrage en tension continue 
des amplificateurs verticaux. 

Commande continument variable du gain des voles verticales. 

Mode de couplage du signal d'entree, commutateur a trois boutons- 
poussoirs. 

Couplage par I'intermediaire d'un condensateur de liaison. 

La connexion entre I'entree de I'amplificateur et la prise d'entree est 
interrompue et I'entree de I'amplificateur est mise a la terre. 

Couplage direct. 

Si aucun bouton n'est enfonce, on obtient le meme effet que lorsque 
le bouton AC est enfonce. 

Prise d'entree BNC pour voie A 
Prise d'entree BNC pour voie B. 
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Deviation horizontale 



Commande de positionnement 
■ Affichage horizontal horizontal 




Fig. 2.4. Deviation horizontale 



Commutateur de deviation 
horizontal 

MAIN TB enfonce 



EXT. X DEFL enfonce 



DEL'D TB enfonce 

TRIGou 
EXTX DEFL 



POSITION 
TB MAGN 



Commandes de deviation horizontale; selecteur a 4 boutons-poussoirs. 



La tension de deviation horizontale est fournie par le generateur de base 
de temps principale. 

Une partie de la trace est intensifiee (sauf en position OFF du 
commutateur TIME/DIV du generateur de base de temps retardee). 

Si aucun bouton n'est enfonce, on obtient le meme effet que lorsque 
le bouton MAIN TB est enfonce. 

Le deviation horizontale peut §tre obtenue par un signal d'origine 
exterieure applique a la prise d'entree de I'amplificateur horizontal 
par le signal de voie A, par le signal de voie B, par un signal externe 
ou par un signal a la frequence du secteur. 

La deviation horizontale est fournie par le generateur de base de temps 
retardee. 

En mode de base de temps, la base de temps principale peut etre 
declenchee par: 

A — Signal interne de la voie A 

B — Signal interne de la voie B 

EXT — Signal applique a I'entree de declenchement 

LINE — Tension reseau (secteur), interne. 

Commande continument variable pour le positionnement horizontal 
des traces; cette commande comprend un commutateur push-pull que 
augmente le coefficient de deviation horizontale d'un facteur 5. 
L'agrandisseur est hors service au cas ou un signal de deviation X 
externe est applique. 





POSITIOI 

immm 



OEU'D EXT MAIM 
'T8 XOEFl. TB' 



DELAY TIME 



A ALT CHOP AQO MULT B 



LEVEL.SLQPE 



TIME/DtV or DELAY TIME 



TIME/D1V 



HOLD OFF 



'«0W6fl INTENS SAVE READ WRITE ERASE PERSIST FOCUS 



•MAX 

WRITE 



!ommande de niveau/pente 



Indicateur de position d'attente 



lode de base de temps 



Jjgmps de balayage en 
echelons et variable 



lUplage de decienchement 



’Devi ation X o u 
decienchement 



Btocage variable 



decienchement 



TIME/DIV or DELAY TIME 

TIME/DIV-CAL 

DC/LF/HF 
DC enfonce 



Commande continument variable pour selectionner le niveau du signal 
de decienchement, auquel le generateur de base de temps principale 
demarre. Cette commande comprend un commutateur push-pull, qui 
permet de declencher sur le front positif ou negatif du signal de decienchement. 

Lampe temoin qui s'allume lorsque le generateur de base de temps 
principale est en position d'attente. 

Commande de mode de dfclenchement; commutateur a trois boutons- 
poussoirs. 

Le generateur de base de temps principale est en fonctionnement libre 
en ('absence de signaux de decienchement. 

Le generateur de base de temps est declenche normalement. 

Le generateur de base de temps ne demarre qu'une seule fois a la 
reception d'une impulsion de decienchement. 

Si aucun bouton n'est enfonce, I'appareil fonctionne en mode SINGLE 
Si aucun affichage n'est obtenu avec I'appareil enclenche et un signal 
d'entree est applique, verifier si le mode AUTO ou TRIG a ete selectionne 
pour la base de temps principale. 

Commande de la vitesse de balayage de la base de temps principale; 
commutateur rotatif a 23 positions. 

Commande continument variable de la vitesse de balayage de la base de 
temps principale. (En position CAL, la vitesse de balayage est etalonnees) 

Choix du couplage de decienchement: commutateur a 3 boutons-poussoirs 
Les signaux de decienchement sont couples directement. 



LEVEL 

SLOPE 



NOTTRIG'D 



AUTO-TRIG-SINGLE 



AUTO enfonce 

TRIG enfonce 
SINGLE enfonce 



Base de temps principale 



Fig. 2. 5. Base de temps principale 








LF enfonce 



HF enfonce 



TRIG or X DEFL 



A enfonce 
B enfonce 
EXT enfonce 



LINE enfonce 



1 MOhm - 15 pF 



Couplage par le filtre passe-bas pour des frequences allant jusqu'a 
50 kHz (de 10 Hz a 50 kHz pour declenchement externe). 

Couplage par un filtre passe-haut pour des frequences superieures a 

50 kHz. 

51 aucun bouton-poussoir n'est enfonce, on obtient le meme effet que 
si la touche DC etait enfoncee. 

Commutateur a 4 boutons-poussoirs qui permet de selectionner ou la 
source de declenchement ou la deviation X par une source exterieure 

Signal de declenchement interne ou de deviation X provenant de la 
voie A. 

Signal de declenchement interne ou signal de deviation X provenant 
de la voie B. 

Declenchement par un signal externe applique a la prise adjacente 
1 MOhm- 15pF. 

Lorsque le bouton EXT X DEFL des commandes de deviation horizontale 
est enfonce, cette prise est connectee a I'entree de I'amplificateur 
horizontal. 

Signal de declenchement ou de deviation X provenant d'une tension 
interne a la frequence du secteur. 

Si aucun bouton-poussoir n'est enfonce, on obtient le meme effet que 
si le bouton A etait enfonce. 

Prise BNC pour declenchement externe ou deviation horizontale. 
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Base de temps retardee 




Temps de balayage 
Multipiicateur en echelons et 
Commande niveau/pente du temps de retard variable 






Couplage de 
declenchement 



Entree de 

declenchement 

externe 



Source de 
declenchement 



ROWCR INT^NS SAVE HEAD MRfTE EDASG PERSIST FOCUS 



Fig. 2.6. Base de temps retardee 



DELAY TIME 



LEVEL 

SLOPE 



TIME/DIV 



TIME/DIV -CAL 



DC/LF/HF 
DC enfonce 
LF enfonce 



HF enfonce 



A/B/EXT 

A enfonce 
B enfonce 



Commande etalonnee continument variable du temps de retard, utilisee 
en association avec les commandes TIME/DIV du generateur de base 
de temps principale. 

Commande continument variable qui permet de selectionner le 
niveau du signal de declenchement auquel le generateur de base de temps 
retardee demarre. Cette commande comprend un commutateur push-pull 
qui permet de demarrer sur le front positif ou negatif du signal de 
declenchement. 

Commande du coefficient de temps pour base de temps retardee; 
commutateur rotatif a 22 positions. 

Comprend une position OFF, grace a laquelle le generateur de base de 
temps retardee est declenche. 

Commande continument variable du coefficient de temps de la base de 
temps retardee. En position CAL, le coefficient de temps du commutateur 
est etalonne. 

Couplage de declenchement; commutateur a 3 boutons-poussoirs. 

Les signaux de declenchement sont couples directement. 

Couplage par un filtre passe-bas pour les frequences jusqu'a 50 kHz 
(pour le declenchement par un signal exterieur, le filtre passe-bas agit 
de 10 Hz a 50 kHz). 

Couplage par un filtre passe-haut pour frequences superieure a 50 kHz. 

Si aucun bouton n'est enfonce, on obtient le meme effet que si le 
bouton DC etait enfonce. 

Commande de la source de declenchement; commutateur a 3 boutons- 
poussoirs. 

Signal de declenchement interne preleve de la voie A apres temps de retard. 
Signal de declenchement interne preleve de la voie B apres temps de retard. 
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EXT enfonce 



MAIN TB enfonce 
1 MOhm- 15 pF 



Declenchement apres temps de retard par application d'un signal externe 
a la douille adjacente 1 MOhm - 15 pF. 

Si aucun bouton n'est enfonce, on obtient le meme effet que si le bouton 
A etait enfonce. 

Base de temps retardee est demarree immediatement apres le temps du 
retard. 

Prise d'entree BNC pour le signal de declenchement externe. 
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Tube a rayons cathodiques 




r I 1 

Commande Commandes Commande da 

d'intensiti ^ penistance/ ^ focalisation 
aveq commutateur slockaflo 
seetcur 



Sortie etatonnee 
de tension et de~ 
courant - 



Indicateur 

marche/arrfit 



POSITION 



Fig. 2. 7. Tube a rayons cathodiques 



CAL 



POWER 

ON/OFF 

INTENS 

FOCUS 

Commandes persistance/stockage 
SAVE/READ/WRITE/ERASE 
SAVE enfonce 

READ enfonce 

MEMORY OFF 
(SAVE + READ) enfonces 

WRITE enfonce 
ERASE enfonce 



Douille de sortie, tension rectangulaire 3 pour etalonner la 
commande AMPL et reponse de frequence des sondes de diviseur de 
tension. Boucle de courant 6 mAj,^ pour etalonner les sondes de 
courant. 

Temoin indiquant que I’appareil est en/hors service. 

Commande continument variable de la luminosite, combinee avec le 
commutateur POWER ON/OFF. 

Commande continOment variable de la focalisation du faisceau 
electronique. 



Memorisation d'onde: selecteur a 4 boutons-poussoirs. 

Permet de memoriser une onde pour visualisation prolongee (protege 
contre I'effacage accidentel). 

Permet d'observer une onde (protege contre I'effapage accidentel). 
Permet le fonctionnement de I'appareil comme oscilloscope normal. 

Permet d'enregistrer I'onde; dans ce mode la commande PERSISTANCE 
est hors service. 

Permet d'effacer I'affichage en mode WRITE. 

Si la base de temps est en mode de balayage SINGLE (simple), ce 
commutateur remet egalement la base de temps en position originale. 





Panneau arriere 




Fig. 2.8. Panneau arriere 



DEL'D GATE 



Ax B OUT 
Ax B BAL 
FUSE 

Cordon secteur avec fiche 
Terre de protection. 



Sortie de porte de la base de temps retardee; TTL compatible. 

Logic 'r pendant les temps de fonctionnement de la base de temps 
principale intensifiee et de la base de temps retardee. 

Pour application du multiplicateur. 

Sortie de multiplicateur non-integree a couplage continu. 
Compensation d'offset de la balance de sortie pour multiplicateur. 
2 A lent pour toute tension d'alimentation 
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2.3. REGLAGESPRELIMINAiRES 

Avant d'effectuer des mesures avec I'appareil, il faut controler et adjuster les fonctions suivantes: 

— Balance d'attenuateur par echelons. 

— Reglage du gain. 

— Balance de multiplicateur (0 x A, 0 x B). 

— Balance de sortie pour multiplicateur. 

Etant donne que les deux premiers reglages suivants sont identiques pour les deux voles verticales, seui le 
processus pour la voie A est decrit. 



1 . Balance d'attenuateur par echelons 

— Enf oncer le bouton MAIN TB du selecteur de mode de deviation horizontale. 

— Enfoncer le bouton AUTO du selecteur de mode de base de temps principale. 

— Regler les commandes INTENSITY et FOCUS afin d'obtenir une trace nette et fine. 

— Enfoncer le bouton de la voie requise du selecteur de mode de deviation verticale. 

— Enfoncer le bouton 0 du commutateur de couplage d'entree. 

— Regler le bouton POSITION de sorte que la trace se situe environ au 
centre de I'ecran. 

— Mettre la commande continue AMPL. sur CAL. 

— Verifier si la trace ne saute pas lorsque le commutateur par echelons AMPL. 
est tourne. 

— Au besoin, ajuster la commande BAL. 

2. Reglage du gain 

Sauf indication contraire, les commandes occupent la meme position que pour 
le processus de reglage precedent. 

— Mettre le commutateur AC-O-DC sur AC 

— Mettre le bouton AMPL. sur .5 V et la commande continue sur CAL. 

— Connecter I'entree de la voie a la sortie CAL. 

— Verifier si la deviation verticale est de 6 divisions exactement. 

Au besoin, ajuster la commande GAIN. 

— Une sonde attenutarice peut etre utilisee a cet etalonnage. 

II faut tenir compte du facteur d'attenuation de sonde par rapport a la 
position du comutateur AMPL. 

Fig. 2.9. 

3. Balance de multiplicateur 0 x A, 0 x B 




Si A ou B est multiplie par 0, le produit doit etre nul. Les tensions d'offset aux entrees du multiplicateur 
peuvent encore causer certaine deviation sur I'ecran. Pour les reduire, proceder comme suit: 

Remarque: Les commandes 0 x A et 0 x B sont actionnees en enfocant les boutons POSITION. 

— Attendre un temps de chauffage de 1 5 minutes au moins, de 30 minutes de preference. 

— Appliquer un signal alternatif a amplitude dans la gamme dynamique specifiee pour entree A et B. 

— Enfoncer le bouton MULT des commandes de mode d'affichage. 

— Enfoncer le bouton-poussoir 0 des commandes de couplage de la voie A. 

— Enfoncer le bouton-poussoir AC des commandes de couplage de la voie B. 

— Regler la deviation minimale a I'aide du potentiometre 0 x B sans modifier le reglage d'attenuateur. 

— Enfoncer le bouton-poussoir AC des commandes de couplage de la voie A. 

— Enfoncer le bouton-poussoir 0 des commandes de couplage de la voie B. 

— Regler la deviation minimale a I'aide du potentiometre 0 x A sans modifier le reglage d'attenuateur. 



4. Balance de sortie A x B 

Lorsqu'on utilise la sortie A x B a I'arriere, la sortie doit etre nulle. Ceci peut etre compense par la commande 
A X B BAL pres de cette sortie. 

Proceder comme suit: 

— Verifier les reglages 0 x A et 0 x B comme indique au point 3. 

— Enfoncer les deux commutateurs 0 des entrees A et B. 

— Ajuster la commande A x B BAL a moins que la tension de sortie A x B soit nulle. 



MANIPULATIONS 



Generalites 

Avant de brancher I'appareil, s'assurer qua I'oscilloscope est installe correctement selon les instructions du 
chapitre 2.1 . INSTALLATION et que les precautions decrites on ete observees. 

Pour utiliser I'oscilloscope en mode normal, done sans memoire, enfoncer les boutons-poussoirs SAVE et 
READ simultanement (MEMORY OFF). 

Attention: Ne pas utiliser une intensite trap eievee en mode EXT X DEFL. 

Entrees A et B et leurs possibilites 

L'oscilloscope est pourvu de deux voles identiques, toutes deux pouvant etre utilisees soit pour des mesures 
YT avec un ou deux generateurs de base de temps, soit pour des mesures XY avec la voie horizontale externe. 

Mesures YT 

Pour afficher un signal d'une des voies verticales, il suffit d'actionner le bouton-poussoir A ou B des commandes 
de mode d'affichage. 

Lorsque le bouton-poussoir ALT ou CHOP est enfonce, deux signaux differentes peuvent etre affiches 
simultanement. Le coefficient de deviation Y peut etre selectionne pour cheque voie separement. Lorsque le 
bouton ALT est actionne, I'affichage est commute d'une voie a I'autre au retour du signal de base de temps. 
Quoique le mode ALT puisse etre utilise a toutes les vitesses de balayage du generateur de base de temps, le 
mode CHOPPED donne une meilleure qualite d'affichage pour des vitesses de balayage lents en effet pendant 
les temps de balayage longs, I'affichage alterne des deux signaux d'entree est visible. 

En mode CHOPPED, I'affichage est permute d'une voie a I'autre a une frequence fixe. 

Si le bouton-poussoir ADD du commutateur de mode d'affichage est actionne, les signaux des deux voies 
verticales sont additionnees. En fonction des positions du commutateur de polarite de voie B, la somme ou la 
difference des signaux d'entree est affichee. Le mode ADD permet egalement des mesures differentielles. 

Mesures XY 

Si les boutons-poussoirs EXT X DEFL des commandes de deviation horizontale et A des commandes TRIG or 
X DEFL sont actionnes, les generateurs de base de temps sont deconnectes. Un signal applique a la voie 
verticale A est alors utilise pour la deviation horizontale lorsque le bouton A du commutateur TRIG or X DEFL 
est actionne. Le commutateur AC/O/DC et I'attenuateur par echelons de la voie A restent en service. La commande 
continue des coefficients de deviation est possible avec la commande continue AMPL et le decadrage de la 
trace horizontale avec la commande X POSITION. 

La voie verticale B peut egalement etre utilisee pour la deviation X pour ce faire, le bouton B des commandes 
TRIG or X DEFL doit etre enfonce. 

Pour la deviation X, il est egalement possible d'utiiiser une tension interne a la frequence du secteur ou un 
signal exterieur applique a la douille EXT situee sur la partie inferieure droite su panneau avec ceci, apres 
avoir enfonce le bouton-poussoir correspondent des commandes TRIG or X DEFL. 

Commutateur AC/O/DC 

Les signaux observes sont appliques aux prises d'entrees A et/ou B et le commutateur AC/O/DC est regie soit 
sur AC soit sur DC en fonction de la composition du signal. Du fait que I'amplificateur verticale est couple 
directement, tout la bande passante de I'appareil est disponible et les composantes continues sont affichees 
comma des declages de trace en position DC du commutateur AC/O/DC. Ceci ne peut pas convenir lorsque 
de petits signaux superposes a des tensions continues doivent etre representes. Cheque attenuation du signal 
resulte en une attenuation de la petite composante alternative. 

Le remede a cet etat est d'utiiiser la position AC du commutateur d'entree, lequel comprend un condensateur 
de liaison servant a supprimer les signaux continus. Lorsque des signaux rectangulaires a basse frequence sont 
representes, on obtient une certaine pente de toit. 

En position 0 le signal est interrompu et I'entree de I'amplificateur est mise a la terre, sur cette position, le 
niveau 0 V est rapidement determine. 

Application du multiplicateur 

Les signaux a multiplier doivent etre appliques aux bornes d'entree A et B. 
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Gamme dynamique 

Les deux multiplicandes A et B doivent se trouver dans les limites de la gamme dynamique des circuits 
multiplicateur et pre-amplificateur. 

Etant donne qu'une condition de surcharge pour ces circuits ne doit pas etre necessairement observee dans le 
produit affiche, veiller a maintenir chaque signal d'entree dans la gamme dynamique specifiee avec amplitude 
maximale de 8 div. c-c. 

Pour le produit affiche I'amplitude maximale specifiee est egalement de 8 div. c-c. Si la sortie maximale est 
excedee, un des signaux d'entree doit etre reduit en amplitude. 

Niveau de sortie du multiplicateur 

Le signal de sortie du multiplicateur est represente par la voie A. 

Le produit affiche doit normalement presenter une composante continue, meme lorsque les deux signaux 
d'entree sont composes de composantes alternatives. II est done important de connaltre le niveau zero du 
produit affiche. 

En mettant un des commutateurs AC/O/DC en position 0 et en utilisant la commande POSITION de la voie A, 
la ligne zero peut etre decalee en position appropriee sur I'ecran. 



Utilisation memoire/persistance 

En partant de la position MEMORY OFF (SAVE et READ enfonces simultanement) le mode PERSISTANCE/ 
STORAGE peut etre obtenu en enfonpant le bouton-poussoir WRITE, a condition que la commande INTENS 
soit reglee pour intensite appropriee de trace et la commande FOCUS sur nettete maximale. 

Les functions des autres boutons sont: 

PERSIST En function de la position du potentiometre PERSIST, une trace a 

disparition rapide est ecrite sur fond vert (bouton en position extreme 
gauche) et une trace a disparition tres lents sur fond noir (bouton en 
position "premier arret droite")'. 

La persistance peut etre reglee de telle sorte que tout clignotement est 
supprimee a la representation d'un signal basse frequence. Pour un 
signal a faible taux de repetition et court temps de montee, la persistance 
peut etre reglee pour remplir la trace et done obtenir une representation 
nette et constante. 



SAVE 

READ 



ERASE 



MAX. WRITE 



Si une trace particuliere doit etre retenue, on enfonce le bouton SAVE 
Dans ce cas, la trace est a peine visible. 

L'intensite de la trace memoirisee est accrue en enfoncant le bouton 
READ. A noter cependant que la luminosite augmente aux depens du 
temps de stockage. 

Lorsque la trace n'est plus necessaire, elle peut etre effacee en enfoncant 
le bouton ERASE. II se peut que la trace n'ait pas disparu entierement 
et plus particulierement les parties affichees avec luminosite substantielle, 
Ceci peut etrecorrige avec un appui prolonge sur le bouton ERASE. 

La Vitesse d'ecriture peut etre accrue d'un facteur 10 environ en mettant 
la commande PERSIST en position MAX. WRITE (deuxieme arret droite), 
de sorte que le comutateur incorpore est permute. 

Le mode MAX. WRITE est requis pour brefs temps de balayage ou pur 
signaux a court temps de montee. 



Declenchement 

Lorsqu'un signal doit etre represente, la deviation horizontale doit toujours etre demarree a un point fixe du 
signal, et ce afin d'obtenir une trace stationnaire. Le generateur de base de temps est done demarre par des 
impulsions de declenchement etroites produites dans I'unite de declenchement et commande par un signal 
qui peut provenir: d'un des signaux appliques aux entrees verticales, d'une tension interne a la frequence du 
secteur, ou une source exterieur. 



Couplage de declenchement 

Trois methodes de couplage de declenchement sont possibles avec le commutateur DC/LF/HF. En positions 
FIF et LF, la caracteristique de transfer! est limitee. 




En position DC, le signal de declenchement reste inchange. 

En position LF, un filtre passe-bande de 0 Hz (10 Hz pour declenchement externe) a 50 kHz est incorpore. 

Cette position peut etre utilisee pour reduire ^interference du bruit. 

En position HF, un filtre passe-haut de 50 kHz est incorpore. 

Cette position peut etre utilisee pour reduire ^interference du ronflement par example. 

Selection de la source de declenchement et reglage du niveau de declenchement 

Le signal de declenchement est obtenu a partir de la voie A (bouton A enfonce), de la voie B (bouton B enfonce), 
d'une source externe (bouton EXT enfonce) ou d'une tension interne a la frequence du secteur (bouton LINE 
enfonce). 

Le conformateur d'impulsions de declenchement est un multivibrateur a double commande commute par les 
signaux de sortie d'un amplificateur differential. 

Le signal de declenchement, est applique aux entrees de I'amplificateur differentiel de concert avec les tensions 
continues reglables avec le potentiometre LEVEL. 

En fonction du reglage LEVEL, une certain partie du signal de declenchement est amplifiee par I'amplificateur 
differentiel. 

Le multivibrateur est done commute a un point fixe du signal de declenchement. Ceci signifie que, s'aidant de 
la commande LEVEL, il est possible de donner sa forme au signal de declenchement (en cas de declenchement 
interne A ou B egal a la forme du signal a representer) et done, de choisir le point ou le multivibrateur sera 
commute. 

Le potentiometre LEVEL est pourvu d'un commutateur push-pull qui permet la selection de la pente de 
declenchement. 

Declenchement automatique 

Lorsque le bouton AUTO du commutateur AUTO- TRIG - SINGLE est enfonce, et qu'aucune impulsion de 
declenchement n'est disponible, le generateur de base de temps fonctionne librement. 

La trace est alors toujours visible. Le mode AUTO peut etre utilise dans tous les cas ou le mode TRjG est 
egalement applicable, a I'exception de signaux dont la frequence est inferieure a 10 Hz et des trains d'impulsions 
ayant un temps superieur a 100 ms. 

Des que des impulsions de declenchement sont disponibles, le fonctionnement libre du generateur de base de 
temps est automatiquement acheve et le generateur est a nouveau declenche. 

Lorsque les boutons TRIG ou SINGLE sont actionnes, le circuit automatique est mis hors circuit. Le reglage 
LEVEL peut egalement etre utilise en mode AUTO. 

Declenchement du balayage en SINGLE 

Lorsque des effets uniques sont observes (par photographie), il faut s'assurer qu'une seule dent de scie est 
engendree, meme si plusieurs impulsions de declenchement doivent §tre produites apres le phenomene en 
question. 11 va de soi que la dent de scie simple en question doit etre declenchee par une impulsion de 
declenchement. Pour ce faire, le bouton SINGLE doit etre enfonce. La premiere impulsion de declenchement 
apparaissant apres le relachement du bouton demarre le generateur de base de temps, celui-ci est alors bloque 
jusqu'a ce que le bouton SINGLE soit enfonce a nouveau. La lampe NOT TRIG'D s'allume des que le bouton 
SINGLE est relache, et ce jusqu'a la fin de la dent de scie. 

A noter qu'en mode de balayage SINGLE le bouton ERASE remet la base de temps. 

Agrandisseur de base de temps MAGN 

L'agrandisseur de base de temps est actionne par un commutateur push-pull a deux positions incorpore dans 
la commande POSITION horizontale. Lorsque ce commutateur est tire en position x5, les vitesses de balayage 
du generateur de base de temps principale sont augmentees d'un facteur 5. Done, en x1, (TB MAGN enfonce) 
la portion du signal affichee sur une largeur egale a deux divisions au centre de I'ecran ocuppe la largeur totale 
de I'teran en position x5. Cheque portion de la trace peut etre raportee sur I'ecran a I'aide de la commande de 
POSITION horizontale. 

En position x5, le coefficient de temps est determine en divisant par 5 la valeur TIME/DIV. 

Utilisation de la base de temps retardee 

Lorsque le bouton MAIN TB des commutateurs d'affichage horizontal est enfonce et que le bouton TIME/DIV 
(base de temps retardee) n'est pas en position OFF, une partie du signal de balayage de la base de temps 
principale est intensifie. De la sorte, il est possible de choisir une portion du signal affiche en vue d'une 
observation detaillee. La portion choisie est affichiee sur I'ecran entier en enfonqant le commutatuer DEL'D TB. 
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Le temps de balayage de la portion intensifiee est fonction de la position du bouton TIME/D! V (base de temps 
retardee). 

Le bouton central permet d'ajuster les temps de balayage entre les echelons. Pour les mesures de temps, ce bouton 
doit toujours etre en position CAL. 

Le temps de demarrage de la base de temps retardee est determine par les reglages du bouton multiplicateur 
10-tours TIME/DIV or DELAY TIME (base de temps principale). 

Si le selecteur de declenchement MAIN TB de la base de temps retardee est enfonce, le temps de retard apres 
lequel la base de temps retardee est demarree, est le produit du reglage de commutateur TIME/DIV. (base de 
temps principale) par la position du bouton multiplicateur DELAY TIME. 

Si, au lieu de MAIN TB, la base de temps retardee est declenchee par A, B, ou EXT , la base de temps retardee 
demarre apres ce temps de retard et a la rteeption d'une impulsion de declenchement. Cette impulsion est 
fournie par I'unite de declenchement du generateur de base de temps retardee. Cette position est utilisee pour 
eviter une instabilite de la base de temps, laquelle donne une representation floue d'un detail. Cette instabilite 
peut faire partie du signal a analyser ou, pour des agrandissements extremes, etre produite dans les circuits de 
base de temps. 




Service data 
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DESCRIPTION OF THE BLOCK DIAGRAM 



Refer to Fig. 2.10 
General information 

The PM 3243 oscilloscope comprises the following parts; 

— a dual-channel vertical deflection system with signal multiplication facility 

— a main time-base 

— a delayed time-base 

— a switching unit 

— an X amplifier 

— a Z modulator and c.r.t. circuit with persistence storage facilities 

— e.h.t. supplies 

— a power supply 

Dual-channel vertical deflection system 

The A and B vertical channels are almost identical circuits. The main differences are that channel B has a switch 
facility for signal inversion, and in the multiplier mode the signal is routed via the A channel after multiplication 
The input signal to each channel is fed via a three-position coupling switch AC/O/DC to the input attenuator. 

In the AC position a capacitor is switched in series with the signal path. In the 0 position the input signal path 
is interrupted and the attenuator input is earthed. 

The input attenuator, controlled by the AMPL/DIV switch via reed relays, enables the adjustment of the 
vertical deflection sensitivity in calibrated steps. This attenuator consists of a high and low impedance part 
separated by an impedance converter, with a drift-compensation circuit. 

The d.c. balance of the entire channel is set by a BAL potentiometer which compensates for the d.c. offset 
voltage of the impedance converter. 

The output signal of the attenuator is applied via a 50 Ohm coaxial cable to the intermediate amplifier where 
it is transformed into push-pull signal. 

The intermediate amplifier provides the following functions; 

— a signal for the trigger pre-amplifier 

— GAIN calibration and BAL compensation controls 

— shift for the Y trace by means of the POSITION control combined with 0 x A and 0 x B compensation 
controls 

— electronic switching of the selected channel modes 

— phase inversion of the B channel by means of the INVERT pushbutton. 

The channel selector enables or inhibits the Y signals as dictated by the channel selection logic. In the A, B, 
ADD and MULT modes, the channel selector logic setting depends on the vertical display mode switch. In the 
ALT mode the channel selector logic is controlled by pulses derived from the sweep-gating multivibrator of the 
main time-base generator. In this way, the complete signal trace of channel A and channel B are alternately 
displayed on the c.r.t. screen. 

In the CHOP mode, the channel selector Control pulses are derived from an oscillator running at a fixed 
frequency of approximately 1 MHz. These pulses successively open and close the electronic switch in the 
channel selector so that portions of the signals of channel A and channel B are alternately and repetitively 
displayed. 

In the MULT mode, the signals to be multiplied are taken out of the amplifier stages of channels A and B and 
are multiplied in the multiplier circuit. The resulting signal is amplified and re-inserted in the amplifier of 
channel A. If MULT and B pushbutton are simultaneously depressed, both signals are displayed in the CHOP 
mode. 

A common output for the A and B channels feeds the delay line, which delays the vertical signals sufficiently 
to permit the steep leading edges of fast signals to be displayed. A delay-line correction circuit compensates 
for the distortion introduced by the delay line. A final stage feeds the Y signals to the vertical deflection plates 
of the c.r.t. 

Time-bases 

Main time-base 

The trigger source/X deflection selector receives its signal from one of four sources; 

— either A or B vertical channels via its trigger amplifier 

— from the EXT input socket 

— from the opto-isolator in the power supply. 

Selection of these sources is by means of the four -pushbutton unit in this stage. 




EXT. 
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From the selector stage, the signal is fed to either the X pre-amplifier for horizontal deflection (when external 
X signal is employed), or the trigger amplifier for starting the time-base generator. The input of the trigger 
differential amplifier stage contains the control for selecting the input frequency range of the trigger circuit. 
The trigger LEVEL adjustment and SLOPE selection switch are also incorporated in this stage. The SLOPE 
selector switche'S the differential amplifier to invert the polarity of the trigger signal to enable triggering of the 
input signals on either positive or negative-going slopes. 

The output of the trigger amplifier is applied to the trigger multivibrator, which produces well-defined trigger 
pulses. These trigger pulses are used to switch the sweep-gating multivibrator and, when the AUTO pushbutton 
has been selected, for driving the auto-circuit. 

The sweep-gating multivibrator controls the starting and stopping of the integrator circuit that produces the 
sawtooth waveform required for the horizontal deflection. 

The integrator circuit consists of charging capacitors switched by transistors, and the resistors selected by the 
TIME/DIV switch to set the time coefficients in calibrated steps. Continuous control of these time coefficients 
is obtained by varying the charging current of the time-determining capacitors by means of the TIME/DIV 
potentiometer. 

The resulting sawtooth signal of the integrator is fed to the X deflection selector, the hold-off multivibrator 
and the comparator, which is part of the delayed time-base unit. 

The hold-off multivibrator resets the sweep-gating multivibrator and inhibits its input during the flyback 
period of the sawtooth waveform. The hold-off circuit also incorporates the single sweep circuit that causes 
the main time-base to produce a single sawtooth waveform after the SINGLE pushbutton has been depressed 
and on receipt of a trigger pulse. 

The automatic free-run circuit or auto-circuit makes the time-base free-running when no trigger pulses are 
applied. 



Delayed time-base 

If the MAIN TB of the horizontal display switched is depressed, and the delayed time-base TIME/DIV knob is 
not in the OFF position, part of the main time-base sweep line is displayed at higher intensity. 

In this way, part of the displayed signal can be selected for more detailed observation. The selected part of the 
signal is displayed over the whole screeen by pressing the DELD'D TB switch. 

The sweep time of the intensified part of the main time-base sweep depends on the delayed time-base TIME/ 
DIV knob. 

With the centre knob, sweep times between the steps can be adjusted. For time measurements this knob must 
always be in the CAL position. 

The starting time of the delayed time-base is determined by the settings of the main time-base TIME/DIV OR 
DELAY TIME knob and the DELAY TIME 10-turn multiplier knob. 

If the MAIN TB trigger selector switch of the delayed time-base is pressed, the delay time after which the 
delayed time-base is started, is the product of the main time-base TIME/DIV switch setting and the DELAY 
TIME multiplier knob. 

If instead of MAIN TB, the delayed time-base is triggered by A, B or EXT , the delayed time-base will start 
after this delay-time and upon receipt of a trigger pulse. 

In principle, the delayed trigger-unit and time-base generator use similar circuits to those of the main trigger-unit 
and time-base generator. The delayed time-base always operates in the single-shot mode. The sweep is initiated 
by the main time-base generator which also serves as hold-off for the delayed time-base. 

The DELAY TIME control in conjunction with the comparator and reset multivibrator determine the delay 
time for the delayed time-base generator. The delayed time-base is operative unless its TIME/DIV control is in 
the OFF position. It starts immediately after the delay time, or upon receipt of the first trigger pulse after the 
delay time. It can be triggered by the A, or B channels, or externally. 

When pushbutton MAIN TB of the horizontal deflection mode controls is depressed, the part of the trace 
coinciding with the delayed sweep is intensified. 



Switching unit and X amplifier 

The X deflection selector couples the external X deflection signal from the X {pre)amplifier, the output of the 
main time-base generator or the output of the delayed time-base generator to the X amplifier, which feeds the 
horizontal deflection plates. The X amplifier comprises the horizontal trace positioning and the x5 magnification 
controls. 
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The storage-mesh may be compared to the grid of a triode. Just as the triode grid potential controls the anode 
current, the storage mesh controls the current of flood-gun electrons to the display phosphor. 

If the var. persistance/storage functions are not operative the memory mesh is on a constant —36 V level. 

The writing gun electrons fly through both meshes and reach the display phosphor. The flood-gun electrons 
are not getting through the memory mesh but are retracted by the collector mesh. 




3. 3. a. De tail o f storage system 
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3.3.b. Full brightness storage 3.3.c. Storage cut-off 



Fig. 3.3. Storage system details 




STORAGE TUBE 



Storage principle 

The information is stored by writing the signal of the main electron beam into a STORAGE LAYER of non- 
conductive material. As a result of the secundary emission of electrons from this layer, a positive charge pattern 
is formed. This charge pattern on the storage surface will remain there for a considerable length of time. The 
trace is displayed on the phosphor viewing screen by means of two flood beams whose electrons can strike the 
display-phosphor via the positively charged parts on the storage layer. 

Storage of information on non-conductive material is based on secundary emission. Fig. 3.2. shows the ratio 
between the number of electrons leaving the storage layer and the number of electrons arriving (secundary 
emission ratio) versus the surface potential. At a certain surface potential, Vg in Fig. 3.2. the number of 
electrons leaving the surface equals the number of electrons arriving. This point is called the first cross-over 
(secundary emission ratio = 1 ). 

If the surface of the storage layer is hit by electrons of higher energy (electrons with greater velocity), the 
surface will become more positive, since more electrons are leaving than arriving. If the surface is hit by 
electrons of lower energy (electrons with lower velocity) than at Vg, the surface potential becomes more 
negative, as fewer electrons are leaving than arriving. 

Construction and operation of the storage c.r.t. 

The storage cathode-ray tube contains two electron-gun 
systems; the WRITING system and the FLOOD system. 

The writing electron-gun system is in principle the same 
as in a normal cathode ray tube. 

The FLOOD system consists of a pair of FLOOD GUNS 
operated in parallel. Both guns comprise a CATHODE k, 
a CONTROL GRIDgI and an ACCELERATOR GRID 
g2. Common to both flood guns are the FLOOD BEAM 
COLLIMATORS MESH g8, the STORAGE MESH g9 
which carries the storage layer , and the PHOSPHOR 
VIEWING SCREEN glO. Refer to Fig. 3.3 and 3.30. 

The flood guns are located besides the horizontal 
deflection plates. The cathode potential is approx. 0 V, 
this being 50 V negative in relation to the accelerator 
grids. Both flood gun cathodes emit a cloud of electrons. 

These clouds are combined by both control grids g1, 
accelerated by both accelerator grids g2 and shaped by the collimator g7 which consists of a coating on the 
inner surface of the c.r.t. The positive voltage on the collimator is such that the electron cloud emanating 
from the flood gun just fills the viewing area of the c.r.t. 

The cloud is further accelerated in the direction of the storage mesh and the display phospor g8. After passing 
through the collector mesh, the flood-gun electrons are controlled by the potentials on the storage layer 
surface. 

Both meshes have been made from very thin material with 40 x 40 /tm apertures. The cathode side of the 
storage mesh is coated with a non-conductive material on which the information is stored. In other words, 
there exists a capacitive coupling between the storage mesh and the storage-layer surface. The storage mesh 
is normally at a potential of approximately -H V in relation to the flood-gun cathode potential, i.e. 
approximately +32 V with respect to earth. 

The potential Vg at the storage-layer surface is controlled by WRITE and ERASE signals which are applied to 
the storage mesh, and varies between 0 V positive and 8 V negative in relation to the flood-gun cathode. 

When the storage-layer surface is at a potential of 0 V in relation to the cathode (see Fig. 3.3.b.), the majority 
of flood-gun electrons pass through the holes in the mesh and reach the phosphor screen. The remaining 
electrons are repelled by the storage-layer surface and collected by the collector mesh. When the potential of 
the storage-layer surface is negative in relation to the cathode (see Fig. 3.3.C.), the number of electrons passing 
through the storage mesh is drastically reduced or, when the cut-off level is reached, no electrons pass at all 
(just black). 

The post-accelerator voltage of approximately 7 kV is connected to the phosphor viewing screen. Electrons 
that are allowed to pass through the storage mesh are accelerated by this potential and strike the phosphor 
with such a velocity that a brilliant display is obtained. 




Fig. 3.2. Secondary emission ratio 
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The storage-mesh may be compared to the grid of a triode. Just as the triode grid potential controls the anode 
current, the storage mesh controls the current of flood-gun electrons to the display phosphor. 

If the var. persistance/storage functions are not operative the memory mesh is on a constant —36 V level. 

The writing gun electrons fly through both meshes and reach the display phosphor. The flood-gun electrons 
are not getting through the memory mesh but are retracted by the collector mesh. 
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3.3.b. Full brightness storage 3.3.c. Storage cut-off 



Fig. 3.3. Storage system details 
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3.3. CIRCUIT DESCRIPTION 

Only the circuits of the PM 3243 which are additional to, or different from the basic PM 3240 oscilloscope 
are discussed. 

For the remaining description and drawings refer to the basic PM 3240 manual. 

All push-button switches in the circuit-diagrams have been drawn in the released position. 



1. Variable persistence/storage 



+ 150V 




Fig. 3.4. Simplified circuit persistence/storage functions 



guns 



Refer to circuit diagram Fig. 3.31. 

Some wave-forms in this circuit are given in Fig. 3.32. 

Fig. 3.4 shows the simplified circuit of the persistence/storage functions. 

The 1C 2101-A circuit forms a triangular-wave 2 kHz oscillator, which drives the variable duty-cycle generator 
1C 2101-B. The duty-cycle of the square-wave signal on the output of 1C 2101-B depends on the PERSIST 
control and the position of the WRITE and SAVE switches. 

a. WRITE mode 
SK20-WRITE depressed. 

The square-wave signal present on input 13 of 1C 2102-D is applied to the emitter-folower TS 1211 via 
1C 1 202-C. 

TS 1 21 1 feeds the memory-mesh (g9) of the cathode ray tube. 

The duty-cycle of the signal on the memory-mesh depends on the PERSIST control (R15). 

The voltage on the flood-gun accelerators (G2’-G2") is constant because TS 21 14 is not conducting. 
Z-modulation (current to R1394) is not inhibited because SK20 (10-11) isopen. 

b. SA VE and READ modes 

The voltage on the memory-mesh is now constant because SK20 (2-3) is open. 

On the flood-gun accelerators is now a square-wave voltage the duty-cycle of which controls the amount 
of flood-gun electrons. 

Z-modulation is inhibited because R1394 is now connected to -H2 V. 




Fig. 3. 5. Save and Read modes 
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SK20-SAVE depressed. 

The duty-cycle of the flood-gun accelerator voltage is now 10% resulting in a just visible display. (This 
duty-cycle can be adjusted up to 50 % with preset pot. meter R2149 (SAVE) giving a brighter display 
but shorter store time). Factory set at 10 % for 15 min. store time. 

SK20-READ depressed. 

The duty cycle of the flood-gun accelerator voltage is now 50 % giving a useful display. 
c. Manual ERASE mode 

SK21 -ERASE depressed (only operative in the WRITE mode). 

If the ERASE button is depressed a constant -H50 V voltage is applied to the memory mesh (via GR2105). 
Owing to the capacitive coupling between the surface layer and the mesh itself, the surface layer voltage 
rises the same voltage jump. By the high positive layer voltage, secondary emission takes place over the 
whole layer surface and all information on the storage layer is overruled. 

The voltage over the whole layer surface will now reach approx. +1 50 V which is the potential of the 
collector mesh. If the local surface layer voltage would be lower the secundairy emission takes place 
until the voltage is reached. 

The local surface layer voltage can not grow higher than -H 50 V because then the secondary emission 
electrons are then reflected by the collector mesh. 

At the moment the ERASE button is released the surface layer voltage jumps approx. 1 50 V due to the 
capacitive coupling. 

After a stable situation of approx. 200 ms, a +8 V pulse of approx. 600 ms is applied to the storage 
mesh. The surface layer which follows capacitively will now be sprayed by low-energy electron which 
do not cause secondairy emission but will bring the surface to a sufficient low voltage. 

At the end of the 600 ms pulse the mesh voltage jumps 8 V which will bring the surface layer at approx. 

-8 V. 




Fig. 3.6. Storage erase cycle 



The 200 ms-off and 600 ms-on pulse generated by two circuits which are activated the moment the 
ERASE button is released. 

- One circuit (TS 21 01 , 21 02) which generates a 800 ms positive pulse at point 5.of 1C 21 02-B. 

- The second circuit (TS 21 12 and 1C 2102-A) which generates a 200 ms zero pulse at point 12 of 
IC2102-D. 

- A third circuit (TS 2103 .. . 2105) which generates a 100 ms pulse in addition to the 800 ms pulse 
from TS2102. 

The steep trailing edge of this 900 ms pulse resets both the main time-base and the delayed time-base. 
The -t8 V of the positive pulses which is given in this text and pulse diagrams, is only an orientational 
value. In practise pulses up to -t-15 V may occur (depending on calibrations and c.r.t. properties). 
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d. Variable persistence 

This mode can be seen as a continuous write/erase operation. 

A square-wave signal is now applied to the memory-mesh, derived from the output of 1C 2101-B. 

The duty-cycle of this signal, adjustable with the PERSIST knob (R15) controls the persistence time. 
During the higher positive (-t8 V) voltage on the storage mesh, the flood-gun electrons will lower the 
local surface layer voltage (the positive charges are filled-up by the felectrons). If the duty-cycle of the 
higher positive voltage is increased the persistence time will decrease. 



Fig. 3. 7. Persistence mode 
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2. Beam current control* 

In order to prevent damage of the cathode ray tube, due to too high dissipation of the electron beam on 
the memory mesh, an automatic beam current control circuit has been applied (TS 1322). 

The blanking pulse, available at the emitter of TS 1328 is integrated by C1321/R1373. 

The neg. side of Cl 321 is connected to the -t-6 V as fixed reference, via TS 1319 which is used as a switch. 

TS 1319 is not conducting in positions: 

— .5 s up to 1 0 ms incl. of the MTB sweep switch 

— .2 s up to 10 ms incl. of the DTB sweep switch. 

In this sweep-times no integration. takes place, because this would include no equal brightness over the whole 
trace-length, however a certain negative feed-back control remains via the voltage divider R1373, 1374. 

The integrated voltage across Cl 321 depends on: 

— height of the Z-pulse (INTENS knob setting) 

— duty-cycle of the Z-pulse (trigger, hold-off) 

If the integrated voltage might increase, also the emitter voltage of TS 1322 increases which causes a higher 
current into the blanking amplifier input (TS 1323), resulting in decreasing beam circuit. 

The average beam current (in the final anode circuit) is approx. 1 pfK. 

The -t-6 V reference for Cl 321 is taken from the base of TS 1323 in order to improve common mode 
suppression of the Z-amplifier. 

In the EXT X DEFL mode the beam current control of not operative. 

Modification beam current control circuit 

(See Fig. 3.29.; TS 1319 detail for the old situation. 

TS 131 8 has been added, in order to obtain the same intensity ratio (m.t.b. sweep with intensified d.t.b.), 
in all time-base sweep speed positions. 

In the old situation the intensity ratio at sweep speeds of 10 ms/div. and slower was remarkable lower 
(less brightness difference between intensified part and rest of the trace) then in the higher sweep speeds. 
This is due to the fact that the integrated capacitor Cl 321 is switched-off in the slower sweep speed 
positions. Therefore an intensity ratio correction is then necessary. 

TS 1318 draws current from the base-circuit of TS 1068 in the higher sweep speeds positions, which includes 
readjustment of R1115 (INTENS RATIO). 

* Formeiy known by the name: Automatic Brightness Control 
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Required parts; 

Transistor TS1318 BC 549C 

Resistor R1376 56,2 kohm MR25 

Resistor R1378 6,19 kohm MR25 

Resistor R1379 26,1 kohm MR25 

From serial nr. D775 this modification is included in the instrument. 

3. Dynamic focus control 

The optimum focus setting of the c.r.t. is depending on the momentary c.r.t. electron beam current. As 
this current is also depending on the duty-cycle of the blanking pulse, the focus setting would be depending 
on the duty-cycle of the blanking pulse (trigger, hold-off, a.s.o.). 

To compensate this, the d.c. focus voltage (g3 of the c.r.t.) is combined with a block voltage derived from 
the blanking pulse. 

The blanking pulse available at the emittor of TS1328 is not only applied to the gl-circuit of the c.r.t., but 
also to the amplifier circuit TS1301 ... TS1303. This circuit inverts the signal and has a voltage gain of 1. 
The voltage at the emittor of TS1303 is applied to the focus circuit, via a d.c. path (TS1304) and an a.c. 
path (Cl 306), at the same way as in the intensity control circuit. 

Both chopper circuits for the d.c. paths of the intensity- and the focus circuits have exactly the same 
frequency, obtained by the common, positive feed-back transistor TS1307. 

In this way any frequency interference or zero-beat effect is suppressed. 

4. Multiplier Fig. 3.21. 

The signals on ch. A and ch. B can be multiplied. 

The multiplied signal can be displayed (instead of ch. A) and taken-off from the output connector at the 
rear of the instrument. 

The signals to be multiplied are taken from the intermediate amplifiers (points 4 and 5‘of 1C 302 of ch.A 
and 4 and 5 of 1C 2302 of ch. B) and applied to the multiplier circuit. 

The input circuits of the multiplier (1C 401, 402 for ch. A, and 1C 2401, 2402 for ch. B) have a frequency 
compensation circuit for each channel. Also the 0 x A and 0 x B front panel adjustments take place in this 
circuits, for adjustment of the zero levels. 

The ch. A and B signals are actually multiplied in 1C 1901. Transistor TS 1901 controls the voltage levels 
in the multiplier circuit via the two diodes in 1C 1901. 

The output signal of 1C 1901 is applied to 1C 1902 by which the polarity of the multiplied signal can be 
inverted. If the ch. B signal is inverted (SK6), the ch. B signal to the multiplier is not inverted. 

In this case also the multiplied signal must be inverted. 

With preset potm. R1912 the zero levels for both normal- and inverted mode can be made equal. The scale 
factor (multiplier gain) is adjustable with R1931 which controls the resistance between points 4 and 5 of 
1C 1902, thus controlling the gain of the relative transistor-pair of 1C 1902. 

From the collectors of this transistor-pair the multiplied signal is fed to 1C 1903, via TS 1903, 1904. 

If SKI (MULT) is depressed (contact 2-3 closed), TS 309 feeds current into 1C 302, thus interrupting the 
normal ch. A signal path. 

At the same time TS 1905 is cut-off (contact SKI 1-2 open), which allows the multiplied signal via 1C 1903 
to go back to the ch. A intermediate amplifier for further amplification. 

From the emitters of the 1C 1902 transistor-pair, also the multiplied signal is taken-off for the A x B output 
at the rear of the instrument. This signal is first amplified by a transistor-pair 1C 2001 with frequency 
compensation circuit, and then via an output-stage TS 2002 . . . 2004 applied to the output connector. 

The output signal is taken from the emitter-follower TS 2006, which is pre-loaded with TS 2004 for better 
common mode suppression. 

TS 2001 regulates the A x B zero level with pot. meter R1 8 at the rear panel near the A x B output. 

TS 2007 delivers an extra regulated supply voltage for the A x B output amplifier circuit. 

The A X B output at the rear panel must be terminated with 50-ohms to obtain correct multiplication 
factor, and full bandwidth response. 

Also, if the MULT, button is not depressed the multiplied signal is available at the A x B output connector. 
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3.4. CHECKING AND ADJUSTING 
Introduction 

This procedure describes how to check and adjust the following functions: 

— Variable persistence/storage 
— C.r.t. circuit 

— Intermediate amplifier with multiplier 

For the remaining subjects refer to the basic PM 3240 manual. 

Before any adjustment or checking, the instrument must attain its normal operating temperature. Under 
average conditions this will be approximately 30 minutes after switching on. 

All controls which are mentioned without item number are located on the front panel. 

Use a viewing hood for better observation of the display. 

Preliminary control settings 

— Depress button A of the vertical display mode switch. 

— Depress button MAIN TB of the horizontal display mode switch. 

— Depress button AUTO of the trigger mode switch. 

— MAIN TB sweep knob in position .1 ms/DlV. 

— DEL'D TB sweep knob in position OFF. 

— Both AMPL/DIV. knobs in position .1 V. 

— All TIME/DIV. and AMPL/DIV. potmeters in CAL position. 

— TB MAGN switch depressed (magnifier off). 

— Set the POSITION controls to their mid-positions. 

— Depress button AC of the A input coupling switch. 

— Depress both buttons DC of the trigger-range selector switches. 

— Depress button A of the MAIN TB source switch. 

— Depress button MTB of the DEL'D TB trigger source switch. 

— Knob HOLD OFF fully clockwise (shortest hold-off time). 

— Depress both SAVE and READ buttons (MEMORY OFF). 

— Operate the INTENS and FOCUS knobs to obtain a sharp trace of medium brightness. 

— Set LEVEL controls for a stable display. 

— When the instrument is in the WRITE mode, it is recommended to keep the PERSIST knob in the 
short-persistence position (fully counterclockwise). 

In this case the dynamic erase function is optimum. 

1. Variable persistence/storage and writing speed 
Introduction 

— All adjustment controls are located on the persistence/storage unit. 

— Remember to press the ERASE button in the WRITE mode after every (trial) adjustment. 

— It is recommended first to check the adjustment of R1329 ( INT. MIN) on the Z-mod. unit, refer to 2c. 
— The INTENS knob must be in the minimum position (fully counter clockwise) during the variable 
persistence/storage checking and adjusting procedure. 

— Depress the WRITE button. 

— No input signals. 

a. Variable persistence/storage 

Required instruments: 

— Oscilloscope (5 MHz) 

— Voltmeter 

1. Memory mesh voltage (Adjustment only possible in older versions) 

— PERSIST control in position MAX. WRITE (fully clockwise) 

— The voltage on g9 must be +^ V with respect to earth. 

If necessary adjust R2141 (VG 9)* 

2. Collimator 

— PERSIST control in position minimum persistence (fully counter clockwise). 

- Check with R2128 (V collim) that the green surface just overlaps the display surface of the c.r.t. 

*R2142 was in series with R2140 
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Just no cushion-distortion; no rim-effects visible. 

The collimator voltage will be between -t55 V and -i-75 V. 

3. Just black level. 

Remind to press frequently the ERASE button. 

— PERSIST control in position maximum persistence (not in MAX. WRITE). 

— Adjust R2168 (JUST BLACK) so that both "clouds" are visible and adjust R2189 (BAD so, that 
both "clouds" have same brightness. 

After this, adjust R2168 (JUST BLACK) so, that the display is just black. Use viewing hood. 

4. Max. write 

— PERSIST knob in position MAX. WRITE (press ERASE button). 

Both "clouds" must be visible. 

If necessary adjust R2167 (INTENS. MAX. WRITE). 

If necessary readjust R2189 (BAL) for equal brightness of both "clouds". (The effect is clearly 
visible without operating the ERASE button). 

If necessary adjust R2131 (V COLLIM. MAX. WRITE), to obtain equal "cloud" distribution over 
the whole display surface. 

Keep R2131 as fas as possible counter clockwise, otherwise the c.r.t.'s deflection sensitivity will 
decrease (press ERASE button). 

If necessary adjust R2124 (AV COLLIM) so, that the green surface just overlaps the display surface 
of the c.r.t. (equal background), especially in the corners and along the edge. No black centre. 

If necessary repeat both points 3 and 4 for optimum results. 

5. Save 

— Depress button SAVE. 

— The intensity of the display can be adjusted with R2149 (SAVE). 

— Apply the signal on G2'-2" of the c.r.t. to an oscilloscope. 

The duty cycle of the signal must be 10 % (for a save-time of 15 minutes). 
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6. Frequency 

The frequency of the persist/storage control voltage depends on the position of R2107 (FREQ.). 
Normally this pot. meter is in the mid-position. 

Sometimes a ringing sound can be heard from the c.r.t. caused by resonance effects of the meshes. 
This can be suppressed by readjusting R2107. 
b. Writing speed 

Abstract from specification Writing speed. 

Normal: 0,2 div//zs 

Max. write: 2 div//Ms 

Required instrument: 

— Sine-wave generator (2,5 kHz - 25 kHz, 1,6 Vp.p) 

1. Definition 

The writing speed is the maximum speed of the electron beam in X- or Y-direction on the screen in 
single-shot mode in which the written line is visible. 

The lines of the pictures obtained must be clearly visible in Normal, as well as in Max. write mode. 
Some divisions at the rim of the screen may be partly or entirely not written (the written surface of 
the screen must be as symmetrical as possible). 

The number of not-written divisions may not be more than 1 6, viz. 20 % of the whole screen surface 
(not more than 4 in each screen-corner). 

2. Checking 

The writing speed is checked as follows: 

— Depress button A of the vertical deflection switch. 

— Depress button WRITE. 

— Depress button MAIN TB of the horizontal deflection switch. 

— Apply a 2,5 kHz sine-wave signal to the A input. 

— MTB sweep 1 ms/DlV. 

— Set PERSIST knob to minimum persistence. 

— Centre the trace. 

— With the input attenuator adjust the amplitude of the input signal in such a way that a picture 
height of 32 divisions (peak-to-peak) is obtained. 

(To this end first set the input attenuator to position .2 V/DIV and adjust the picture-height to 8 
divisions by varying the input signal; then set the input attenuator to position 50 mV/div.). 

— Trigger and focus the picture obtained. 

— Depress SINGLE button of the main time-base trigger switch. 

— Set PERSIST knob to position maximum persistence (not MAX. WRITE). 

— INTENS knob maximum. 

— Push ERASE button (this resets also the main time-base). 

— If necessary repeat and adjust the focussing*) to maximum. 

For checking in Max. write mode the operation is the same but: 

— Set PERSIST knob to position MAX. WRITE. 

— Frequency of the input signal 25 kHz. 

— Set main time-base switch to .1 ms/div. 

3. Calculation 

The vertical deflection is 32 divisions as mentioned under 2 above. 

The path described by the electron beam is then 16 div. sintot (cb being the circle frequency of the 
input signal). 

The speed of the beam in the vertical direction is thus 16ca coscot (the speed in horizontal direction 
is negligible). 

For the visible part of the sine-wave, coscot = 1 may be assumed. 

The writing speed is now (in Norm, writing mode): 

16.2 77.2,5.10^ div./s = 2,5.10® div./s = 0,25 div./^rs. 



*) in fact the electron beam should be focussed on the storage mesh layer to obtain optimum writing speed. 
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2. C.r.t. circuit 
Introduction 

All adjustment controls are located on the Z mod unit. 

— Depress the WRITE button. 

— PERSIST knob to minimum persistence (fully counter clockwise). 

— No input signals. 

Required instrument: 

— Oscilloscope (5 MHz). 

a. Trace rotation 

— Depress the A button of the vertical mode switch. 

— Depress the AUTO button of the main time-base trigger mode. 

- Adjust the TRACE ROTATION pot. meter (at the left-hand side of the cabinet) so, that the trace 
runs in parallel to the centre horizontal graticule line. 

b. Astigmatism and Focus 

Use an insulated screwdriver. High voltage on FOCUS preset-pot. meter ! 

— Apply a 6 divisions 10 kHz sine-wave signal to the A input. 

— MAIN TB sweep knob to 50 /rs/DIV. 

- Set the INTENS knob to medium intensity. 

- Set the FOCUS knob for best sharpness of the displayed waveform. 

If the operating range of the FOCUS knob is not correct: 

- Set the FOCUS knob in its mid-position. 

- Adjust R1338 (FOCUS) and R1341 (ASTIG) for a sharp trace. 

c. Minimum intensity Write-gun (just black) 

— WRITE button depressed. 

- Set the horizontal POSITION control such, that the start point of the trace is visible on the screen. 

- Depress the SINGLE button of the MTB trigger mode selector. 

- PERSIST knob in MAX. WRITE position. 

— INTENS knob to minimum intensity (press ERASE button). 

- Adjust R1329 (I NT. MIN.) so that the spot is just not visible. 

Check over a 10-seconds period at least, (after 1 or 2 minutes the spot may get visible). 

d. Maximum Intensity (beam-current control) 

- Connect an oscilloscope (10 V/DIV) to the testpoint on the Z-ampl. unit (near TS 1328). 

— Depress the AUTO button of the mtb trigger mode switch. 

— MTB sweep .1 ms/DIV. 

— INTENS knob fully clockwise. 

— PERSIST knob fully counter-clockwise. 

- Depress the LINE button of the mtb trigger source selector. 

The main time-base is now triggered by the line frequency (mains). 

The pulse on the testpoint must now be 45 Vp.p (on -i-12 V level). 

If necessary adjust R1386 (I NT. MAX.). 

— Depress the A button of the mtb trigger source selector. 

The main time-base is now free running. 

The pulse on the test point must now be 20.. .25 Vp.p on the 12 V level. 

e. intensity Ratio 

— Depress the AUTO button of the mtb trigger mode switch. 

— MTB sweep 1 ms/DIV. 

— DTB sweep .2 ms/DIV. 

— Check that the intensified part of the trace can well be distinguished from the rest of the trace, in the 
control range of the INTENS knob. 

If necessary adjust R1115 (INTENS. RATIO). 

The intensified part can be shifted with the DELAY TIME knob. 




f. Z-pulse 

— MTB sweep .05 ms/DIV. 

— DTB sweep in position OFF. 

— Adjust horizontal POSITION knob so, that the start point of the trace is visible on the screen. 

— The starting section of the trace must have same intensity as the rest of the trace {no intensity 
- under - or over-shoot). 

If necessary adjust trimmer C1338 (Z-HF). 

Check at various positions of the INTENS knob. 

g. Barrel and cushion distortion 

— Depress the A button of the vertical display mode switch. 

— Depress the EXT X DEFL button of the horizontal display mode switch. 

— Depress the B button of the TRIG or X DEFL switch of the main time-base. 

— Depress both AC buttons of the input coupling switches. 

— Apply a 100 kHz 8-div. sine-wave signal to A input. 

— Apply a 50 Hz 10-div. sine-wave signal to the B input. 

— Adjust both input attenuators to obtain a deflection of 7,4 x 9,4 divisions. 

— The displayed rectangle must fit between the lines in indicated in Fig. 3.8. 

If necessary adjust R1344 (GEOM.). 
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Fia 3.8. Barret and cushion distortion 

" MA9S58 

— Depress the 0 button of the A input coupling switch. 

— Check whether the trace runs over the horizontal centre graticule line. 

If necessary adjust R18 (TRACE ROTATION) and/or R1359 (ORT). 

— Depress the AC button of the A input coupling switch. 

— Depress the 0 button of the B input coupling switch. 

— Check whether the trace runs over the vertical centre graticule line. 

If necessary readjust R18(TRACE ROTATION). 

Repeat if necessary. 

h. R1390 (BEAM LIMIT). Only in older versions. 

This pot. meter must be adjusted to 750 Ohm. 
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3. Input attenuator 
Introduction 

It is preferred to use the c.r.t. display in the MEMORY OFF mode (both SAVE and READ buttons depressed) 
for best observation of the display. 

a. D.C. balance 
No input signals. 

1. 0- DC balance 

— Step attenuator switch to 20 mV/DIV 

— Depress alternately the 0 and DC buttons of the input coupling switch. 

The trace may not jump (max. 0,1 DIV). 

If necessary adjust R129 

2. Step attenuator balance 

— Rotate the step attenuator between the 5 mV and 20 mV/DI V positions. 

The trace may not jump (max. 0,1 DIV). 

If necessary adjust R12 BAL. 

3. Variable gain balance 

— Step attenuator switch to 5 mV/DIV, 

— Rotate the variable gain knob. 

The trace may not shift (max. 0,1 DIV). 

If necessary adjust R141 (DC OFFSET COMP). 

b. A.C. compensation 

Required instrument: 

— Square-wave generator 120 mVp.p. 

1. 100 Hz square-wave compensation 

— Input signal 100 Hz square-wave . 

— Step attenuator switch to 20 mV/DIV. 

— Adjust input voltage to obtain 6 div's vertical deflection. 

— Main time-base sweep switch to 5 ms/DIV. 

The pulse distortion must be as low as possible (2 % max.). 

If necessary adjust R132 (L.F. GAIN). 

2. 25 kHz square-wave compensation. 

— Input signal 25 kHz square-wave . 

— Step attenuator switch to 20 mV/DIV. 

— Adjust input voltage to obtain 6 div’s vertical deflection. 

— Main time-base sweep 10 jus/DIV. 

— The pulse distortion must be as low as possible (2 % max.). 

If necessary adjust Cl 22. 

3. For adjustment of input capacity and capacitive input attenuation refer to basic PM 3240 manual. 

4. Intermediate amplifier and multiplier 
Introduction 

It is preferred to use the c.r.t. display in the MEMORY OFF mode (both SAVE and READ buttons 
depressed) for best observation of the display. 

Note that during the checking of the multiplier circuits the OXA and OXB settings must be set for optimum 
zero-product compensation. Exact adjustment of the multiplier balance OXA and OXB settings is possible 
after adjustment of R338 (see point a), 
a. D.C. balance 

Required instruments: 

- 1 V regulated d.c. voltage source. 

— Sine-wave generator 1 kHz. 




1. Multiplier zero balance 

— Depress both MULT and B button of the vertical mode switch. 

— Depress the 0 button of the A input coupling switch. 

— Depress B input coupling AC switch. 

— Apply a 1 kHz sine-wave signal to input B. 

Set input attenuator B and the input voltage such that 6 DIVp.p B deflection is obtained. 

— Check that the zero product compensation lies symmetrically around the centre of the OXB 
control. 

If necessary adjust R338 (+/—). 

2. Multiplier balance OXA, OXB 

The OXA and OXB controls are operated by pushing the POSITION knobs. 

— Apply a 1 kHz sine-wave signal to both inputs A and B. 

— Set both attenuators for a deflection of 6 divisions. 

— Depress pushbutton MULT of the display-mode controls. 

— Depress pushbutton 0 of the channel A signal coupling controls. 

— Depress pushbutton AC of the channel B signal coupling controls. 

— Minimize the deflection by means of the OXB potentiometer without changing the attenuator 
setting. 

— Depress pushbutton AC of the channel A signal coupling controls. 

— Depress pushbutton 0 of the channel B signal coupling controls. 

— Minimize the deflection by means of the OXA potentiometer without changing the attenuator 
setting. 

3. NORM/INVERT channel B. 

— Depress the B button of the vertical display mode switch. 

— Depress the 0 button of the B input coupling switch. 

— Check that the trace on the display does not jump when the NORM/INVERT switch is operated. 
If necessary adjust pot. meter R2338 (+/—). 

4. NORM/INVERT multiplier product. 

If channel B is inverted also the product is inverted; here is how to adjust this product-norm/invert 
balance. 

— Depress the 0 buttons of both input coupling switches. 

— Check that the product-trace does not jump when the NORM/INVERT switch is operated. 

If necessary adjust R1912 (-1-/—). 

5. Multiplier balance 

If both Y channels input voltages are zero, also the multiplier product must be zero. 

— Depress the 0 buttons of both input coupling switches. 

— Depress alternating the A and the MULT button of the vertical display mode switch. 

— Check the trace (A/MULT) does not jump. 

If necessary adjust R1946 (BAL MULT). 

— Check the signal at the A x B output of the rear. 

If necessary adjust the A x B BAL control. 

6. Multiplier gain (scale factor) 

-- Depress the ALT button of the vertical display mode switch. 

— Depress the DC button of the A input coupling switch. 

— Apply the 1 V d.c. voltage to the A input. 

— Set the A input attenuator to obtain a deflection of 1 division. 

— Depress the AC button of the B input coupling switch. 

— Apply a 1 kHz sine-wave signal to the B input 

— Set the B input attenuator to obtain a deflection of 6 divisions. 

— Depress the MULT button of the vertical mode switch. 

— The multiplied signal must also show 6 divisions. 

If necessary adjust R1 931 (GAIN). 
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7. For adjustment of TRIG potmeters R362 and R2362 refer to basic PM 3240 manual. 



b. H.F. compensation 
General. 

The intermediate amplifier of the — /03 version is different from the 01/ and /02 versions. At the /01 and 
/02 intermediate amplifier the h.f. compensation circuits are located on small p.c. boards; see Fig. 3.22 
In the — /03 version the h.f. compensation circuits have been incorporated on the p.c. board 
itself; see Fig. 3.23. 

First check whether the cause of an eventual signal distortion in the multiplier function is located in the 
A multipl. path, the B multipl. path, or in the multiplier-circuit itself. 

— The main time-base sweep knob must be set for best possible observation of the pulse response, during 
the various frequency settings of the input signal. 

- Depress the AC buttons (except at 1 kHz signals) of both input coupling switches, in order to remain 
within the dynamic range specifications. 

When the d.c. voltages are applied (multiplier response) depress the relevant D.C. button. 

Required instruments: 

— 1 V regulated d.c. voltage source 

— Pulse generator, rise time < 1 ns, with matched cable and cable-end termination. 

Set the pulse generator to 120 mVp.p output voltage. 

1. Straight forward ch. A. 



— Depress button A of the vertical display mode switch. 

— Apply the hf test signal to the A input. 

— Set the A attenuator for 6 divisions deflection. 

— Check the displayed signal. 

If necessary, adjust or select following components depending on the frequency of the input signal. 



C 322 




Sequence 


Freq. 


item 


Approx, vaiue 


1 


1 kHz 


j R354 


— 






*C318 


4,7 nF 


2 


10 kHz 


1 R357 








' C322 


820 pF 


3 


100 kHz 


( R356 


— 






]C319 


- 






(C321 


27 pF 


4 


1 MHz 


C317 


0-10 pF 



Fig. 3.9. H.F. compensation ch. A 



C302 can be adjusted at 100 kHz ... 1 MHz. 



2. Straight forward ch. B. 

— Depress button B of the vertical mode switch. 

— Apply the h.f. test signal to the B input. 

— Set the B attenuator for 6 divisions delfection. 

— Depress the NORM button of the B attenuator. 

— Check the displayed signal. 

If necessary, adjust or select following components depending on the frequency of the input signal. 



C 2322 




Sequence 


Freq. 


Item 


Approx, value 


1 


1 kHz 


( R2354 


— 






‘ C2318 


4,7 nF 


2 


10 kHz 


( R2357 


— 






‘ C2322 


820 pF 


3 


100 kHz 


( R2356 
j C2319 


- 






' C2321 


27 pF 


4 


1 MHz 


C2317 


0-10 pF 



Fig. 3. 10. H.F. compensation ch. B 



C2302 can be adjusted at 100 kHz - 1 MHz. 
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3. Straight-forward common A and B 

Knob settings and test signals as under 1 or 2. 

Check the displayed signal. 

If necessary, adjust or select following components, at 1 MHz. 

— C506 - (22 pF) 

— R514-4,99ohm 

4. A multiplier path 

— Depress button ALT of the vertical display mode switch. 

— Apply the h.f. test signal to the A input. 

— Set the A attenuator for 6 divisions deflection. 

— Apply the 1 V d.c. voltage to the B input. 

— Set the B attenuator for 1 div. deflection. 

— Depress the MULT button. 

— Check the h.f. response of the displayed multiplied signal (the signal must be 6 div.'s p-p). 

If necessary adjust or select following components depending on the frequency of the test signal. 



C407 




Fig. 3. 1 1. H. F. compensation A MUL T 



Sequence 


Freq. 


Item 


Approx, value 


1 


1 kHz j 


|R427 

IC409 


lOnF 


2 


10 kHz) 

1 

1 


|R426 

lC407 

:R428 


4,7 nF 


3 


100 kHz- 

1 


C411 

Ic412 


15 . . .22 pF 


4 


1 MHz 


C408 


0 -39 pF 


Pulse-top flatness at 30 kHz can 

- R447 - 

- C414 1 nF 


be adjusted with 



P 

t 

L...i 



5. B multiplier path 

— Depress button ALT of the vertical display mode switch. 

— Apply the 1 V d.c. voltage to the A input. 

— Set the A attenuator for 1 div. deflection. 

— Apply the h.f. test signal to the B input. 

— Set the B attenuator for 6 div. deflection. 

— Depress the MULT button. 

— Check the h.f. response of the displayed multiplied signal (the signal must be 6 div.'s p-p). 



C 2407 




Fig. 3. 12. H. F. compensation B MUL T 



Sequence 


Freq. 


Item 


Approx, value 


1 


1 kHz 1 


R2427 

C2409 


10 nF 


2 


10 kHz J 

1 


j R2426 
IC2407 

:R2428 


4,7 nF 


3 


100 kHz- 

i 


C2411 

(C2412 


15...22 pF 


4 


1 MHz 


C2408 


33 pF 



Pulse-top flatness at 30 kHz can be adjusted with 

- R2447 

- C2414 1 nF 



P 
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6. Multiplier common 

Knob settings and test signals as under 4 or 5. 

— Check the displayed multiplied signal at a frequency of 1 MHz. 

If necessary adjust or select: 

- R1927 

-C1908 (22 pF) 

7. Multiplier output h.f. response and gain. 

Knob settings and test signals as under 4 or 5. 

— Terminate the multiplier output at the rear panel with a 50 ohm termination. 

— Check the multiplier output voltage with a wide-band oscilloscope. 

Set this oscilloscope to 50 mV/div. in order to obtain the same 6 div.'s p-p display as on the 
oscilloscope under test. 

— If necessary adjust R2008, in order to obtain the exact output voltage. 

— If necessary adjust or select following components depending on the frequency of the test signal. 



R2006 




Fig. 3. 13. H.F. compensation MULT. OUTPUT 



Sequence 


Freq. Item 


Approx, value 


1 


1 kHz j ^^2003 


— 




I C2003 


lOnF 


2 


10 kHz i *^2004 


- 




tC2006 


(39 pF) 




( R2002 


— 


3* 


100kHz]c2002 


— 




(C2001 


22 -39pF 


4* 


1 MHz C2004 


56 -82 pF 


*in combination with: — 


C2011 



c. In some earlier PM 3243 models, the h.f. response compensation p.c. board were different from those 
drawn in this checking and adjusting procedure. 



Fig. 3.14 shows the old model p.c. boards. 
The sequence-numbers are identical. 



MA9557 

Fig. 3. 14. H.F. compensation units, 

d. Bandwidth check older models 

Required instruments: 

— Constant-amplitude sine-wave generator 50 kHz - 50 MHz 

— 1 V regulated d.c. voltage source. 

1. Straight-forward 

— Apply the sine-wave signal to the A-input. 

— A-input attenuator in position 0,1 V/div. 

— Adjust the signal amplitude in order to obtain 8 divisions deflection. 

Input frequency 50 kHz 

— Increase the frequency until the deflection is decreased to 5,6 divisions (—3 dB). 

— Repeat for the B channel. 

2. Multiplier 

— Depress button ALT of the vertical display mode switch. 

— Apply the sine-wave signals to the A input, and set the A deflection as stated under 1 . 
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— Apply the 1 V d.c. voltage to the B input. 

Set B deflection to 1 div. 

— Depress button MULT. 

— Increase the frequency until the deflection is decreased from 8 divisions to 5,6 divisions. 

— Repeat with signals at inputs A and B interchanged. 

— The multiplier output bandwidth can be checked similarly with a wide-band oscilloscope connected 
to the socket at the rear panel. 

The output must be terminated with 50 ohm. 
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3- 

cA 
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Fig. 3. 14a. Location h.f. compensation circuits 
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3.5. PARTS LIST 

MECHANICAL PARTS 



For standard mechanical parts refer to the basic PM 3240 manual. 


Complete units 




Attenuator 


5322 105 34044 


Intermediate amplifier 


5322 216 54159 


Final Y-amplifier 


5322 216 54161 


Trigger source unit 


5322 216 54163 


Time-base with X-amplifier 


5322 216 54157 


Z- Amplifier 


5322 216 54158 


2 kV generator 


5322 216 54156 


High tension multipl. block 


5322 218 64061 


Var. pers./storage circuit 


5322 216 54164 


Auxiliary unit 


5322 216 54162 


Power supply unit 


5322 216 54155 


Various parts 




Front side parts 





— 


5322 414 24911 


Red push-button 


— 


5322 278 74007 


Switch reset bar of push button switch assy's 


— 


5322 414 34136 


Knob POSITION, 0 x BAL 


_ 


5322 414 74019 


Cover for this knob 


- 


5322 455 84061 


Test strip in carrying handle 


— 


5322 455 84059 


Text plate, front 




5322 480 34046 


Contrast filter, grey 


- 


5322 480 34074 


Contrast filter, blue 


Internal parts 






5322 462 54133 


Magnetic shield of c.r.t., top half 




5322 462 54134 


Magnetic shield of c.r.t., bottom half 


— 


5322 535 74525 


Isolating shaft, 400 mm 


- 


5322 535 74526 


isolating shaft, 93 mm. 


B1 


5322 131 24041 


Storage tube 89L14GH/55 


T1802 


5322 142 64064 


Output transformer power supply unit 




ELECTRICAL PARTS 



TRANSISTORS 



Type 


Stamp 
if SOT-23 


Number in one 
instrument 


Ordering code 


Encapsuiation 


BC547 




6 


5322 1 30 44257 


TO-92 (2) 


BC547C 


— 


2 


5322 130 44503 


TO-92 (2) 


BC549 


— 


49 


4822 130 40964 


TO-92 (2) 


BC549C 


— 


14 


5322 130 44246 


TO-92 (2) 


BC557 


, - 


6 


5322 1 30 44256 


TO-92 (2) 


BC558 


— 


9 


4822 130 40941 


TO-92 (2) 


BC559 


— 


21 


4822 130 40963 


TO-92 (2) 


BCY71 


— 


2 


5322 130 40373 


TO-18 


BD139 


— 


1 


5322 130 40823 


TO- 126 


BDY93/01 


” 


1 


5322 130 44457 


TO-3 


BF199 


_ 


6 


5322 130 44154 


TO-92 (1) 


BF324 


— 


17 


5322 130 44396 


TO-92(2) 


BF336 




2 


4822 130 40908 


TO-39 


BF338 


— 


4 


5322 130 44108 


TO-39 


BFR92R 


P4 


2 


5322 130 44606 


SOT-23 


BFS17 


El 


7 


5322 130 40781 


SOT-23 


BFS17R 


E4 


6 


5322 130 44338 


SOT-23 


BFT25R 


V4 


2 


5322 1 30 44459 


SOT-23 


BFW44 


— 


4 


5322 1 30 40672 


TO-39 


BFY90 


- 


9 


5322 130 40493 


TO-72(p 


BRY39 


— 


1 


5322 130 40482 


TO-72(3) 


BSS38 




4 


4822 130 40968 


TO-92{2) 


BSW68 


— 


1 


5322 130 40714 


TO-39 


BSX20 


— 


6 


5322 130 40417 


TO-18 


BSX60 


- 


1 


5322 130 44019 


TO-39 


BTX 18/500 


— 


1 


5322 130 24009 


TO-39 


CNY43 




1 


5322 130 44395 


SOT-91 B 


FW5324 




2 


5322 130 40142 


TO-72 


FW5497 


— 


2 


5322 130 40673 


TO-72 


ON471 


M3 


2 


5322 1 30 44065 


SOT-23 


2N2894 


_ 


2 


5322 130 40018 


TO-18 


2N2894A 


__ 


4 


5322 130 44127 


TO-18 


537- BSY 


B3 


1 


5322 1 30 44359 


SOT-23 


BUI 26 




* 


5322 130 44406 


TO-3 



Selected pair in power supply unit. 




DIODES 



Type 



Number in one Ordering code 

instrument 



Small signal and rectifier diodes 



AAZ15 


2 


5322 130 30229 


AAZ17 


2 


5322 130 30283 


AAZ18 


1 


5322 130 30084 


BA182 


3 


5322 130 30644 


BAV21 


10 


4822 130 30842 


BAV45 


2 


5322 1 30 34037 


BAW62 


64 


5322 130 30613 


BAX12 


2 


5322 130 30424 


BR100 


1 


4822 130 20039 


BY206 


23 


4822 130 30839 


BY409 


1 


5322 130 34594 


BYX55/600 


8 


4822 130 30817 


Voltage reference and stabistor diodes 




BZX61/C36 


1 


5322 130 30507 


BZX61/C47 


1 


5322 130 30565 


BZX61/C68 


1 


5322 130 30431 


BZX61/C75 


1 


5322 130 34034 


BZX75/C2V1 


1 


5322 130 34049 


BZX75/C2V8 


3 


5322 130 34048 


BZX79/B6V2 


3 


5322 130 34167 


BZX79/B7V5 


3 


4822 130 30861 


BZX79/B8V2 


3 


5322 130 34382 


BZX79/B27 


1 


5322 130 34379 


BZX79/B62 


2 


5322 130 34384 


BZX79/C4V7 


2 


5322 130 30773 


BZX79/C5V1 


1 


5322 130 30767 


BZX79/C5V6 


4 


5322 130 34173 


BZX79/C10 


1 


5322 130 34297 


BZX79/C1 2 


2 


5322 130 34197 


BZX79/C16 


1 


5322 130 34068 


BZX79/C22 


1 


5322 130 30783 


BZY88/C3V3 


1 


5322 130 30392 


Light emitting diode 


CQY24A-1 


2 


5322 130 34595 




INTEGRATED CIRCUITS 



Type 


Number in one 
instrument 


Ordering code 


Encapsulation 


Digital circuits 


N7400 


1 


5322 209 


84528 


DILMp 


N7426 


1 


5322 209 


84512 


DIL14p 


N7472 


1 


5322 209 


84166 


DILMp 


FZH181 


1 


5322 209 


84379 


DILMp 


Op. Amp. circuits 


LM208T 


2 


5322 209 


85475 


T 


LM723CH 


4 


5322 209 


84899 


L 


TCA220 


1 


5322 209 


84386 


DIL16p 


709HC 


1 


5322 209 


84452 


T 


Various 


OQ002 


13 


5322 209 


84355 


— 


OQ006 


1 


5322 209 


84356 


— 


OQ012 


3 


5322 209 


85484 


DIL14p 


Resistor pad- 1 Cl 02 


2 


5322 1 1 1 


94032 






Ill 



CAPACITORS 

ITEM URUEHIMG MUMBEK FARAD 



c 


lui 


5322 


125 


64009 


3PP 


c 


102 


53?2 


125 


64015 


H,5Pf- 


c 


103 


53?2 


123 


34001 


30PF 


c 




4022 


121 


40278 




c 


105 


4S22 


122 


31047 


5f6PF 


c 


l 06 


4622 


122 


31205 


47PF 


c 


io7 


5322 


125 


64012 


l.STPF 


c 


lo8 


5322 


125 


64015 


X 


c 


lu'? 


5322 


125 


64009 




c 


in 


5322 


125 


64015 


H, SPP 


c 


112 


5322 


123 


10168 


300PF 


c 


113 


«622 


122 


30043 


lONF 


c 


m 


4622 


122 


30043 


lONF 


c 


116 


4622 


122 


31173 


220PF 


c 


118 


4622 


122 


30043 


lONF 


c 


l«il 


4622 


122 


30043 


lONF 


c 


U3 


4822 


122 


30027 


INF 


c 


1C4 


4622 


122 


30043 


lONF 


c 


125 


4822 


122 


30043 


lONF 


c 


128 


4622 


122 


30043 


lONF 


c 


126 


4022 


122 


30043 


lONF 


c 


130 


4622 


122 


30043 


lONF 


c 


3ol 


4622 


122 


30043 


iONF 


c 


3o2 


5322 


125 


50051 




c 


3o3 


4622 


122 


31054 


lOpF 


c 


3o4 


4822 


122 


30043 


lONF 


c 


306 


*622 


122 


30043 


lONF 


c 


3o7 


4822 


x22 


31o54 


lOpF 


c 


308 


4622 


122 


30043 


lONF 


c 


3o6 


4622 


122 


30043 


lONF 


c 


311 


4822 


122 


30043 


lONF 


c 


312 


4622 


122 


31054 


lOPF 


c 


3l3 


4622 


122 


30043 


lONF 


c 


314 


4622 


122 


30043 


lONF 


c 


316 


4622 


122 


30043 


lONF 


c 


317 


4622 


122 


31058 


15PF 


c 


318 


4622 


122 


30128 


4|7NF 


c 


316 


5322 


125 


50051 


|8S^ 


c 


321 


4622 


122 


31061 


18PF 


c 


322 


4622 


122 


30091 


390PF 


c 


323 


4622 


122 


30043 


lONF 


c 


324 


4622 


122 


30045 


27PF 


c 


326 


4622 


122 


30043 


lONF 


c 


327 


4822 


122 


30o43 


lONF 


c 


333 


4622 


122 


30043 


lONF 


c 


334 


4622 


122 


30043 


lONF 


c 


336 


4622 


122 


30043 


lONF 


c 


Au6 


4622 


122 


30043 


lONF 


c 


4o7 


4622 


122 


30048 


1*8NF 


c 


4o8 


4822 


122 


30o45 


27PF 


c 


406 


4622 


122 


30128 


4,7NF 


c 


411 


53?2 


125 


50051 


igPF 


c 


412 


4622 


122 


31069 


39PF 


c 


413 


4622 


122 


30043 


lONF 


c 


414 


4622 


122 


30055 


330PF 


c 


501 


4622 


122 


30043 


lONF 


c 


5u3 


4622 


122 


30043 


lONF 


c 


5i/4 


4622 


122 


31054 


lOPF 


c 


506 


4622 


122 


31067 


33PF 


c 


5l>7 


4622 


122 


31054 


lOPF 


c 


5o8 


4622 


122 


30043 


lONF 


c 


511 


4622 


124 


20467 


15UF 


c 


512 


4622 


124 


20467 


15UF 


c 


513 


4622 


124 


20467 


15UF 


c 


514 


4822 


124 


20467 


15UF 


c 


516 


4622 


124 


20467 


15UF 



TOU («) 


VOLTS 


remarks 






Soo 


trimmer 






5c>o 


trimmer 




10 


300 


mica 




|0 


hop 


polyester foil 


0»25PF 


100 


CERAMIC 


plate 


2 


500 


CERAMIC 


plate 




hoo 


trimmer 








trimmer 






S'oo 


trimmer 






SOP 


trimmer 




10 


300 


MICA 




-20«80 


40 


CERAMIC 


plate 


>20«80 


40 


CERAMIC 


plate 


2 


500 


CERAMIC 


plate 


•20«80 


40 


CERAMIC 


plate 


-20460 


40 


CERAMIC 


plate 


m20*Q0 


40 


CERAMIC 


plate 


m20*80 


40 


CERAMIC 


plate 


m20*Q0 


40 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


.20+80 


40 


ceramic 


plate 


-20+80 


40 


ceramic 


plate 


-20+80 


40 


ceramic 


plate 




ZPO 


trimmer 




2 


100 


ceramic 


plate 


-20+80 


40 


ceramic 


plate 


•20+80 


40 


ceramic 


plate 


2 


100 


ceramic 


plate 


-20+80 


40 


ceramic 


plate 


-20+80 


40 


ceramic 


plate 


-20+80 


40 


CERAMIC 


plate 


2 


100 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


2 


100 


ceramic 


plate 


10 


100 


CERAMIC 


plate 






trimmer 




2 


100 


CERAMIC 


plate 


10 


100 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


2 


100 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


-20+80 


40 


ceramic 


plate 


10 


100 


CERAMIC 


plate 


2 


100 


CERAMIC 


plate 


10 


100 


CERAMIC 


plate 




3dO 


TRIMMER 




2 


100 


ceramic 


plate 


-20+80 


40 


CERAMIC 


plate 


10 


100 


ceramic 


plate 


-20+80 


40 


CERAMIC 


plate 


-20+80 


40 


ceramic 


plate 


2 


100 


CERAMIC 


plate 


2 


100 


CERAMIC 


plate 


2 


100 


CERAMIC 


plate 


-20+80 


40 


CERAMIC 


plate 


-10+50 


16 


electrolytic 


-10+50 


16 


electrolytic 


-10+50 


16 


electrolytic 


-10+50 


16 


electrolytic 


.10+50 


16 


electrolytic 
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ITEM 


UftO'ERING 


number 


FARAD 


C 


517 


4 0?2 


1?4 


20467 


15UF 


C 


5l8 


48?2 


i?4 


20467 


15UF 


C 


519 


48?2 


124 


20467 


15UF 


c 


541 


4o?2 


124 


20467 


15UF 


c 


54? 


48?2 


124 


20467 


15UF 


c 


601 


46?2 


122 


30043 


lONF 


c 


60 ? 


48?2 


122 


30043 


lONF 


c 


6o3 


46?2 


125 


50045 


22 PF 


c 


6k/^ 


48?2 


122 


31074 


56PF 


c 


6u5 


4B?2 


122 


31054 


iOpF 


c 


6o6 


46?2 


125 


50045 


22PF 


c 


6o7 


4a?2 


122 


30103 


22HF 


c 


6o® 


4«?2 


122 


30027 


INF 


c 


609 


46?2 


122 


31116 


2,2NF 


c 


614 


48?2 


122 


31054 


lOpF 


c 


616 


46?2 


122 


30043 


iONF 


c 


618 


48?2 


122 


30043 


lONF 


c 


61'> 


46?2 


122 


31054 


lOPF 


c 


6.;i 


48?2 


122 


31054 


lOpF 


c 


6£2 


4B?2 


122 


30043 


ICNF 


c 


6 t 3 


48?2 


121 


41161 


jdonF 


c 


624 


48?2 


122 


30043 


lONF 


c 


626 


4B?2 


122 


30043 


lONF 


c 


627 


4o?2 


122 


30043 


lONF 


c 


628 


48?2 


122 


30043 


lONF 


c 


629 


4a?2 


122 


30043 


lONF 


c 


631 


48?2 


122 


30043 


lONF 


c 


63? 


48?2 


121 


41161 


1 


c 


633 


48?2 


122 


31o54 


lOPF 


c 


634 


4d?2 


122 


30043 


lONF 


c 


651 


48?2 


122 


30043 


lONF 


c 


65? 


48?2 


122 


30043 


lONF 


c 


653 


4U?2 


122 


30043 


lONF 


c 


701 


48?2 


122 


31198 


18PF 


c 


7o? 


46?2 


121 


40146 


wonP- 


c 


7o3 


48?2 


122 


31202 


33PF 


c 


7o4 


48?2 


122 


30103 


22NF 


c 


7o6 


48?2 


122 


31038 


2.7PF 


c 


7o7 


4B?2 


122 


30043 


lONF 


c 


7o8 


48?2 


122 


31177 


470PF 


c 


7o9 


40?2 


122 


31177 


47 OPF 


c 


751 


48?2 


122 


31198 


18PF 


c 


75? 


4o?2 


121 


40146 


1 OOhiP 


c 


753 


4B?2 


122 


31202 


33PF 


c 


756 


48?2 


122 


31038 


2t7PF 


c 


757 


48?<; 


122 


30u43 


lONF 


c 


758 


4o?2 


122 


31177 


47 OPF 


c 


759 


48?2 


122 


31177 


470PF 


c 


7ol 


43?2 


122 


30103 


22NF 


c 


70? 


48?2 


122 


30103 


22NF 


c 


8ol 


4B?2 


124 


20467 


15UF 


c 


8o? 


4S?2 


122 


30043 


lONF 


c 


803 


4b?2 


122 


30043 


lONF 


c 


8o4 


40?2 


122 


30043 


lONF 


c 


8^5 


46?2 


122 


31036 


2,2PF 


c 


806 


48?2 


124 


20467 


15UF 


c 


8o7 


4ii?2 


124 


20467 


15UF 


c 


808 


4o?2 


122 


30043 


lONF 


c 


8o9 


4S?2 


122 


30043 


lONF 


c 


850 


48?2 


122 


30043 


lONF 


c 


851 


4o?2 


124 


20467 


15UF 


c 


85? 


48?2 


124 


20467 


15UF 


c 


853 


48?2 


124 


20467 


15UF 


c 


854 


48?2 


124 


20467 


15UF 


c 


855 


4o?2 


122 


30043 


lONF 


c 


856 


48?2 


122 


31061 


18PF 


c 


857 


48?2 


122 


30043 


lONF 


c 


858 


4S?2 


124 


20483 


6f8UF 


c 


859 


48?2 


122 


30043 


lONF 



TOL {%) 


VOUS 


remarks 


-10*50 


16 


EUECTROLYflC 


-10*50 


16 


electrolytic 


-10*50 


16 


electrolytic 


-10*50 


16 


electrolytic 


-10*50 


16 


electrolytic 


-20*30 


40 


ceramic plate 


-20*8Q 


40 


CERAMIC plate 




100 


TRIMMER 


2 


100 


CERAMIC plate 


2 


100 


ceramic plate 




lOP 


trimmer 


-20*80 


40 


ceramic plate 


10 


100 


ceramic plate 


10 


100 


CERAMIC plate 


2 


100 


ceramic plate 


-20*80 


40 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


2 


100 


ceramic plate 


2 


100 


CERAMIC plate 


-20*80 


40 


ceramic plate 


10 


ZSO 


POLYESTER FOIL 


-20«80 


40 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


-20*80 


40 


ceramic plate 


-20*80 


40 


CERAMIC plate 


-20*80 


40 


ceramic plate 


-20*80 


40 


CERAMIC plate 


to 


252> 


polyester foil 


2 


100 


ceramic plate 


-20*80 


40 


ceramic plate 


-20*80 


40 


CERAMIC plate 


•20*80 


40 


ceramic plate 


-20*80 


40 


CERAMIC plate 


2 


500 


CERAMIC plate 


ID 


LfOD 


POLYESTER FOIL 


2 


500 


CERAMIC plate 


-20*80 


40 


ceramic plate 


0,25PF 


100 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


10 


100 


CERAMIC plate 


10 


100 


ceramic plate 


2 


500 


CERAMIC plate 


to 


ijpo 


polyester foil 


2 


500 


CERAMIC plate 


0,25Pr 


100 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


10 


100 


CERAMIC plate 


10 


100 


CERAMIC plate 


-20*30 


40 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


-10*50 


16 


electrolytic 


-20*80 


40 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


0,25PF 


100 


CERAMIC plate 


-10*50 


16 


electrolytic 


-10*50 


16 


electrolytic 


-20*80 


40 


CERAMIC plate 


-20*60 


40 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


-10*50 


16 


electrolytic 


-10*50 


16 


electrolytic 


-10*50 


16 


electrolytic 


-10*50 


16 


electrolytic 


-20*80 


40 


ceramic plate 


2 


100 


CERAMIC plate 


-20*80 


40 


ceramic plate 


-10*50 


40 


electrolytic 


-20*80 


40 


ceramic plate 
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urn 


URUFKING 


NUMBER 


farad 


TOU (?) 


VQLT5 


remarks 


c 


860 


4622 


122 


31047 


5,6PF 


0»25Pf 


100 


ceramic PLAfE 


c 


8ul 


46?2 


122 


31061 


18PF 


2 


100 


ceramic plate 


c 


802 


4822 


122 


30114 


2t2NF 


10 


100 


ceramic plate 


c 


8o3 


4622 


124 


20459 


22UF 


-10+50 


10 


FLECTROLYTIC 


c 


864 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


866 


hi>ZZ 


12.1 




h4ZPP 


/ 


ZS-o 


POLYSTYRENE FolL 


c 


867 


5322 


121 


40224 




lo 


too 


polyester foil 


c 


868 


4822 


124 


20467 


15UF 


-10+50 




electrolytic 


c 


86^7 


5322 


121 


54108 


47 NF 


/ 


03 


POLYSTYRENE FOIL 


c 


871 


5322 


121 


14072 


330NF 




35 


BOX 


c 


872 


4822 


122 


30034 


47OPF 


10 


100 


CERAMIC plate 


c 


873 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


874 


*822 


122 


30043 


lOUF 


-20+80 


40 


CERAMIC plate 


c 


876 


4822 


122 


30103 


22NF 


-20+CO 


40 


ceramic plate 


c 


878 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


87'^ 


4822 


122 


30643 


lONF 


-20+80 


40 


ceramic plate 


c 


861 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


862 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


1601 


4o?2 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


1602 


4822 


122 


30043 


iOUF 


-20+80 


40 


CERAMIC plate 


c 


1603 


4622 


122 


30043 


lONF 


-20*80 


40 


ceramic plate 


c 


lu04 


4822 


122 


30043 


lONF 


-20*80 


40 


CERAMIC plate 


c 


1605 


4 822 


122 


31036 


2,,2PF 


0,25PF 


100 


CERAMIC plate 


c 


1 606 


4822 


124 


20467 


15UF 


-30+50 


16 


electrolytic 


c 


1607 


4822 


12> 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


1606 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1609 


4822 


122 


30043 


lONF 


-20*80 


40 


CERAMIC plate 


c 


1681 


4o22 


124 


20467 


15UF 


-1 0+50 


16 


electrolytic 


c 


1652 


4622 


124 


20467 


15UF 


-10*50 


16 


electrolytic 


c 


1653 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


1 654 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


l65o 


4822 


122 


31061 


lepF 


2 


100 


CERAMIC plate 


c 


1657 


4622 


122 


30043 


lONF 


-20*80 


40 


CERAMIC plate 


c 


1656 


482c 


122 


31061 


18PF 


2 


100 


CERAMIC plate 


c 


1659 


Hi-XZ 


/ 2 / 






/ 


ZSO 


POLYSTYRENE FOIL 


c 


l66u 


4822 


122 


31047 


5f6PF 


Of25PF 


100 


CERAMIC plate 


c 


1661 


5322 


121 


54108 


hfhif 


1 


63 


POLYSTYRENE FOIL 


c 


1662 


4822 


122 


30034 


470PF 


10 


100 


CERAMIC plate 


c 


1663 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1664 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1 665 


5322 


121 


40224 




10 


top 


POLYESTER FOIL 


c 


l6&6 


4822 


122 


30043 


lONF 


-20*80 


40 


CERAMIC plate 


c 


1667 


4822 


122 


30043 


iONF 


-20+80 


40 


CERAMIC plate 


c 


1666 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1669 


4822 


122 


30043 


lONF 


-20*80 


40 


CERAMIC plate 


c 


1201 


4622 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1202 


4822 


122 


31o34 


IfSpF 


0»25PF 


100 


CERAMIC plate 


c 


1203 


4822 


125 


50077 


5,6'PP 




too 


trimmer 


c 


1204 


4622 


122 


31116 


2f2NF 


10 


500 


CERAMIC plate 


c 


1205 


4822 


121 


41161 


lOfNF 


lo 


ZSO 


polyester foil 


c 


1206 


482C 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1207 


4o?2 


121 


41161 


lOONF 


10 


2. ST? 


polyester foil 


c 


lt08 


4822 


125 


50077 


■T.b-PF 


to 


250 


trimmer 


c 


1209 


4822 


122 


31034 


lf8PF 


0,25PF 


100 


ceramic plate 


c 


1211 


4822 


122 


31116 


2f2NF 


10 


500 


ceramic plate 


c 


1212 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


U13 


4822 


121 


41161 


ICJPNP 


10 


ZSo 


polyester foil 


c 


1214 


4822 


121 


41161 


IOONF 


to 


250 


polyester foil 


c 


1216 


4822 




30043 


iONF 


-20+80 


40 


CERAMIC plate 


c 


1301 


4822 


122 


30128 


4,7NF 


10 


100 


ceramic plate 


c 


1302 


4822 


122 


30093 


3f9NF 


10 


100 


CERAMIC plate 


c 


1303 


4822 


122 


30098 


3 f 9NF 


10 


100 


ceramic plate 


c 


1304 


4822 


122 


30128 


4,7NF 


10 


100 


CERAMIC plate 


c 


1305 


4622 


121 


41134 


IONF 


to 


ZSCf 


polyester foil 


c 


1306 


4622 


121 


40253 


JNF 


to 


iifO 


polyester Foil 


c 


1307 


4822 


121 


40253 


1 Mf- 


to 


looo 


polyester foil 


c 


1306 


4822 


122 


3I08I 


lOOPF 


2 


100 


CERAMIC plate 


c 


1309 


5322 


122 


54006 


3,3NF 


-20+50 


3K 


ceramic disk 




ITEM 


URDFRING NUMBER 


FARAD 


TOL («) 


VOLTS 


remarks 


C 


UlU 


4822 


122 


30043 


lONF 


-20*80 


40 


CERAMIC plate 


C 


13U 


4322 


122 


54004 


470PF 


20 


4K 


ceramic disk 


C 


JiU 


4822 


121 


40411 


33NF 


JO 


zso 


polyester foil 


C 


1313 


4822 


122 


31081 


lOOPF 


2 


100 


ceramic plate 


C 


1314 


5322 


122 


54004 


470PF 


20 


4K 


CERAMIC DISK 


C 


1315 


4822 


121 


41134 


iomf 


JO 


ISO 


polyester foil 


C 


1310 


4822 


121 


40357 


3'j3 F 


)D 


1 boo 


polyester foil 


c 


1317 


4822 


I2i 


41134 


I£)NF 


W 


ZSd 


polyester foil 


c 


1319 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


132i 


4822 


124 


20452 


33UF 


-10+50 


6»3 


FLECTROLYTIC 


c 


1322 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1323 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1325 


4822 


122 


30043 


lONF 


0 


40 


CERAMIC plate 


c 


1326 


4822 


124 


20466 


4,7UF 


-10+50 


16 


electrolytic 


c 


1327 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1328 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1329 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1331 


4822 


121 


41161 


»OONF 


IP 


ZSO 


polyester foil 


c 


1332 


4822 


122 


30043 


lOtiF 


-20+80 


40 


ceramic plate 


c 


1333 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1334 


4822 


122 


30114 


2,2NF 


10 


100 


ceramic plate 


c 


1338 


5322 


125 


50048 






ZOO 


trimmer 


c 


1339 


4822 


122 


30128 


4f7NF 


10 


100 


ceramic plate 


c 


1341 


4822 


121 


41161 


IP0^JF 


»P 


zso 


polyester foil 


c 


1342 


4822 


122 


31058 


15PF 


2 


100 


ceramic plate 


c 


1501 


4822 


124 


20497 


15UF 


-10+50 


63 


electrolytic 


c 


1502 


4822 


121 


41161 


1 




ZSO 


polyester foil 


c 


1503 


4822 


121 


41161 


\evnf 


to 


257? 


polyester foil 


c 


1504 


4822 


121 


41161 


IOPi\ir 


to 


ZSO 


polyester foil 


c 


1500 


5322 


122 


54006 


3,3NF 


-20+50 


3K 


ceramic disk 


c 


1507 


4822 


121 


40363 




10 


ibeo 


polyester foil 


c 


1517 


5322 


122 


54004 


470PF 


20 


4K. 


ceramic disk 


c 


1518 


5322 


122 


54004 


470PF 


20 


4K 


ceramic disk 


c 


1519 


5322 


122 


54004 


470PF 


20 


4K 


CERAMIC DISK 


c 


1521 


5322 


122 


54004 


470PF 


20 


4K 


ceramic disk 


c 


1522 


5322 


122 


24001 


600PF 


20 


9K 


CERAMIC tubular 


c 


1601 


4822 


122 


30027 


INF 


10 


100 


CERAMIC PLATE 


c 


1602 


4822 


122 


30094 


220PF 


10 


100 


CERAMIC PLATE 


c 


1603 


4822 


122 


30053 


680PF 


10 


100 


ceramic plate 


c 


1604 


4822 


121 


41161 


yOONF 


IP 


ISO 


polyester Foil 


c 


1606 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1608 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1609 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1621 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1622 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1623 


4822 


122 


31081 


lOOpF 


2 


100 


ceramic plate 


c 


1o24 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1626 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1627 


4822 


122 


30103 


22NF 


-20+80 


40 


ceramic plate 


c 


1642 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1643 


4822 


122 


31081 


lOOPF 


2 


100 


ceramic plate 


c 


1644 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC plate 


c 


1646 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic plate 


c 


1647 


4822 


122 


30103 


22NF 


-20+80 


40 


CERAMIC plate 


c 


1801 


5322 


121 


44142 


220NF 


10 


250 


polyester foil 


c 


1802 


5322 


122 


44009 


2i2NF 


20 


250 


ceramic disk 


c 


1803 


5322 


122 


44009 


2f2NF 


20 


250 


ceramic disk 


c 


1804 


5322 


121 


44142 


220NF 


10 


250 


polyester foil 


c 


1805 


4822 


121 


40427 




lo 


loo 


polyester foil 


c 


1806 


.4822 


124 


40066 


3. jL f 




hOo 


electrolytic 


c 


1807 


4822 


124 


40066 


tsPUF 




Hoo 


electrolytic 


c 


1808 


4822 


124 


20462 


lOOUF 


-10+50 


10 


electrolytic 


c 


1809 


5322 


124 


24153 


220UF 




100 


electrolytic 


c 


181U 


4822 


124 


20581 


220UF 


-10+50 


4 


electrolytic 


c 


1611 


4822 


121 


40239 




Jo 


)DO 


polyester foil 


c 


1812 


4822 


124 


20581 


220UF 


-10+50 


4 


electrolytic 


c 


1813 


4822 


122 


311T3 


220PF 


10 


100 


ceramic plate 


c 


iei4 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 
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ITEM URpERING NUMBER FARAD 



c 


1B15 


4822 


121 


40208 


loP 


c 


leio 


4822 


121 


40104 


)SoUf 


c 


1817 


4622 


121 


40452 


Jj'oUF 


c 


1618 


4822 


124 


20483 


6,8UF 


c 


1819 


4822 


121 


4U69 




c 


182ti 


4822 


122 


31175 


IMF 


c 


18?i 


4822 


121 


40407 




c 


1822 


4822 


121 


41169 


\,S0F 


c 


1823 


4822 


121 


41161 


iOPtiF 


c 


1624 


4822 


124 


20465 


330UF 


c 


1825 


5322 


122 


54006 


3f3NF 


c 


l82o 


4822 


121 


41161 


1 ppHF 


c 


1827 


4822 


121 


41161 


\ippNE 


c 


1828 


4822 


121 


41161 


1 


c 


1829 


4822 


121 


41161 




c 


1 63o 


4822 


121 


40104 


157? A/F 


c 


1831 


4622 


124 


20497 


15UF 


c 


1832 


4822 


124 


20497 


15UF 


c 


1833 


4622 


124 


20488 


lOOUF 


c 


1834 


4822 


124 


20485 


33UF 


c 


1835 


4822 


121 


40239 




c 


1830 


4822 


124 


20488 


lOOUF 


c 


1837 


4822 


124 


20485 


33UF 


c 


1838 


4822 


124 


20469 


68UF 


c 


1639 


4822 


124 


20469 


68UF 


c 


164o 


4822 


121 


41161 


lOOHf 


c 


1841 


4822 


124 


20469 


68UF 


c 


1842 


48?2 


124 


20469 


68UF 


c 


1843 


4822 


124 


20454 


150UF 


c 


1644 


4822 


124 


20454 


I50UF 


c 


1645 


4822 


121 


4041 1 




c 


1846 


4622 


124 


20454 


I50UF 


c 


1847 


4822 


124 


20454 


150UF 


c 


1649 


4o?2 


122 


31177 


470PF 


c 


1651 


4822 


122 


30128 


4,7NF 


c 


16R1 


4822 


121 


41134 


1 Ol4F 


c 


1901 


4822 


122 


30043 


lONF 


c 


1902 


4822 


122 


30043 


lOfJF 


c 


1903 


4822 


122 


30o43 


loriF 


c 


1904 


4822 


122 


30043 


lONF 


c 


1908 


4822 


*22 


30043 


lONF 


c 


1907 


4822 


122 


30043 


lONF 


c 


1908 


4822 


122 


31063 


22PF 


c 


1909 


4822 


122 


30043 


lONF 


c 


1918 


4822 


122 


31054 


lOPF 


c 


1917 


4822 


122 


30u43 


lONF 


c 


1918 


4622 


122 


30043 


lONF 


c 


1919 


4822 


122 


30043 


lONF 


c 


1921 


4822 


122 


31054 


lOpF 


c 


1922 


4822 


122 


30043 


lONF 


c 


1923 


4822 


122 


30043 


lONF 


c 


1924 


4822 


122 


31054 


iOpF 


c 


192o 


4822 


122 


31054 


lOpF 


c 


1927 


4822 


122 


30043 


lONF 


c 


1928 


4822 


122 


30043 


lONF 


c 


1929 


4322 


122 


30043 


lONF 


c 


2o02 


53?2 


125 


50051 


18PF 


c 


2807 


4822 


122 


31054 


lOpF 


c 


2808 


4822 


122 


30043 


lONF 


c 


2ol2 


4822 


*22 


31054 


lOPF 


c 


2813 


4822 


122 


30043 


lONF 


c 


2014 


4822 


122 


30043 


lONF 


c 


2818 


4822 


122 


30043 


lONF 


c 


2101 


5322 


124 


20377 


68UF 


c 


2102 


4822 


121 


40239 


4T.NF 


c 


2103 


4822 


121 


41134 


Ip/VF 


c 


2104 


5322 


121 


40197 


1 oF 


c 


2105 


4822 


124 


20466 


4i7UF 


c 


2106 


4622 


122 


30103 


22NF 



TOU {%) 


VOLTS 


remarks 


ID 


ZSP 


polyester foil 


)P 


ZSD 


polyester foil 


ID 


iPF 


polyester foil 


>10«50 


40 


ELECTROLYTIC 


10 




POLYESTER FOIL 


10 


100 


CERAMIC plate 






polyester FOIL 


)0 


)OC> 


polyester foil 


10 


2 , 5 » 


polyester foil 


-10+50 


10 


electrolytic 


-20+50 


3K 


ceramic disk 


)0 


USD 


polyester foil 


ID 


■2.€D 


POLYESTER FOIL 


)0 


Z5V 


polyester foil 


lO 


Z5-D 


polyester foil 


IF 


ZS-D 


polyester foil 


-10+50 


63 


electrolytic 


-10+50 


63 


electrolytic 


-10+50 


40 


electrolytic 


-10+50 


40 


electrolytic 


\D 


252 ? 


polyester foil 


-10+50 


40 


electrolytic 


-10+50 


40 


electrolytic 


-10+50 


16 


electrolytic 


-10+50 


16 


electrolytic 


\0 


£517 


polyester foil 


-10+50 


16 


electrolytic 


-10+50 


16 


electrolytic 


-10+50 


6i3 


electrolytic 


-10+50 


6f 3 


electrolytic 


W 




polyester foil 


-10+50 


6 + 3 


ELECTROLYTIC 


-10+50 


6 + 3 


electrolytic 


10 


500 


ceramic plate 


10 


100 


ceramic plate 




2«7 


polyester foil 


-20+80 


40 


CERAMIC plate 


-20+80 


40 


CERAMIC plate 


-20+80 


40 


CERAMIC plate 


-20+80 


40 


ceramic plate 


-20+80 


40 


CERAMIC plate 


-20+80 


40 


CERAMIC plate 


2 


100 


CERAMIC PLATE 


-20+80 


40 


CERAMIC plate 


2 


100 


CERAMIC plate 


-20+80 


40 


CERAMIC plate 


-20+80 


40 


ceramic plate 


-20+80 


40 


CERAMIC plate 


2 


100 


CERAMIC plate 


-20+60 


40 


CERAMIC plate 


-20+80 


40 


ceramic plate 


2 


100 


CERAMIC plate 


2 


100 


ceramic plate 


•20+80 


40 


CERAMIC plate 


—20+80 


40 


CERAMIC plate 


-20+80 


40 


CERAMIC plate 

trimmer 


2 


100 


CERAMIC plate 


-20+80 


40 


CERAMIC plate 


2 


100 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


-20*80 


40 


CERAMIC plate 


-20+80 


40 


CERAMIC plate 


"10+50 


16 


electrolytic 


»£> 


zsro 


polyester Foil 


»C> 


Z5’D 


polyester foil 


ID 


IPO 


POLYESTER FOIL 


-10+50 


16 


ELECTROLYTIC 


-20+80 


40 


CERAMIC plate 
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ITEM 


□RUFRING NUMBER 


FARAD 


TOU («) 


VOUTS 


remarks 




C 


2i07 


4822 


121 


40257 




1C? 


too 


polyester Foil 


C 


2109 


4822 


121 


41161 




)0 


tov 


POLYESTER FQlL 


c 


2111 


4822 


122 


31165 


330PF 


10 


100 


ceramic 


plate 


c 


2112 


4822 


121 


40239 




lO 


zsv 


polyester foil 


c 


2113 


4822 


121 


40239 




lo 




polyester Foil 


c 


2114 


4822 


121 


40239 




to 




polyester foil 


c 


2116 


4822 


121 


40239 




lO 


z.5-0 


polyester foil 


c 


2117 


4822 


121 


40239 


kTj-NP 


to 




polyester Foil 


c 


2119 


4822 


122 


30043 


lONF 


-20*80 


40 


CERAMIC 


plate 


c 


2120 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2121 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2122 


4822 


122 


30043 


lONF 


-20*80 


40 


CERAMIC 


plate 


c 


2201 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


2202 


*5322 


121 


40233 




to 




polyester foil 


c 


2203 


4822 


121 


50611 


ZpNF 




b?> 


polystyrene foil 


c 


2204 


4822 


124 


20467 


15UF 


-10+50 


16 


electrolytic 


c 


2206 


4822 


122 


30103 


22NF 


-20+80 


40 


CERAMIC 


plate 


c 


2301 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2302 


5322 


125 


50051 


tSPF 






trimmer 




c 


2303 


4822 


122 


31054 


lOPF 


2 


100 


CERAMIC 


plate 


c 


2304 


4622 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2306 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2307 


4822 


122 


31054 


IQPF 


2 


100 


CERAMIC 


plate 


c 


2308 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2309 


4822 


122 


30o43 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2311 


4322 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2312 


4822 


122 


31054 


lOpF 


2 


100 


ceramic 


plate 


c 


2313 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


23i4 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2316 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2317 


4822 


122 


31058 


15PF 


2 


100 


ceramic 


plate 


e 


2318 


4822 


122 


30128 


4,7NF 


10 


100 


CERAMIC 


plate 


c 


2319 


5322 


125 


50051 


\&Pf 




’hot' 


trimmer 




c 


2321 


4822 


122 


31061 


18PF 


2 


100 


ceramic 


plate 


c 


2322 


4822 


122 


30041 


390PF 


10 


100 


ceramic 


plate 


c 


2323 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2324 


4822 


122 


30045 


27PF 


2 


100 


ceramic 


plate 


c 


2328 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2329 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2331 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2332 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2333 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2334 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2336 


4622 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2406 


4822 


122 


30043 


lONF 


-20+80 


40 


ceramic 


plate 


c 


2407 


4822 


122 


30048 


li8NF 


10 


iOO 


ceramic 


plate 


c 


2408 


4822 


122 


30045 


27PF 


2 


100 


CERAMIC 


plate 


c 


2409 


4622 


122 


30128 


4,7NF 


10 


100 


ceramic 


plate 


c 


2411 


5322 


125 


50051 






hoo 


TRIMMER 




c 


2412 


4822 


122 


31069 


39PF 


2 


100 


CERAMIC 


plate 


c 


2413 


4822 


122 


30043 


lONF 


-20+80 


40 


CERAMIC 


plate 


c 


2414 


4822 


122 


30055 


330PF 


10 


100 


ceramic 


plate 
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RESISTORS 

ITEM URUERING NUMBER OtiM Td. I?) TYPE REMARKS 



R 


1 


■53?^ 


103 


64016 


R 


2 


53?^ 


101 


44015 


R 


3 


53?? 


101 


44026 


R 


5 


53?? 


101 


44o26 


R 


T 


53?? 


101 


44014 


R 


8 


53?? 


101 


44014 


R 


9 


53?? 


101 


54006 


R 


lu 


53?? 


101 


40041 


R 


U 


53?2 


101 


40041 


R 


U' 


53?? 


101 


24099 


R 


13 


53?? 


101 


340l0 


R 


14 


53?? 


101 


24055 


R 


15 


53?? 


101 


44027 


R 


lU 


53?? 


101 


24113 


R 


17 


53?? 


101 


2411? 


R 


18 


48?? 


101 


20455 


R 


lul 


53?2 


116 


64048 


R 


lo2 


53?? 


116 


55021 


R 


1U3 


53?? 


116 


6405? 


R 


lu4 


53?? 


116 


55067 


R 


106 


53?? 


116 


64046 


R 


loT 


53?? 


116 


5489? 


R 


108 


53?? 


116 64045 


R 


lo*) 


53?? 


no 


64047 


R 


111 


53?? 


116 


64047 


R 


li? 


53?? 


116 


64048 


R 


U3 


53?? 


116 


55022 


R 


li4 


53?? 


116 


64049 


R 


116 


53?? 


116 


55066 


R 


llT 


53?? 


116 


64051 


R 


118 


53?? 


116 


64051 


R 


li'» 


53?? 


111 


30370 


R 


1^:1 


53?? 


no 


50484 


R 


\U 


53?? 


no 


5401? 


R 


1«23 


53?? 


no 


54519 


R 


U4 


53?? 


116 


54208 


R 


1 ^6 


53?? 


116 


54774 


R 


1^7 


53?? 


116 


54038 


R 


\ZB 


48?? 


no 


42214 


R 


K'’ 


53?? 


100 


10143 


R 


131 


53?? 


116 


54208 


R 


13? 


53?? 


100 


10141 


R 


133 


53?? 


no 


54069 


R 


134 


48?? 


no 


42227 


R 


139 


53?? 


no 


5007? 


R 


141 


53?? 


100 


10141 


R 


148 


53?? 


no 


5059? 


R 


149 


53?? 


116 


5059? 


R 


3ol 


53?? 


116 


50524 


R 


3o? 


53?? 


116 


54508 


R 


3o3 


48?? 


111 


30067 


R 


3o4 


53?? 


116 


50524 


R 


3o6 


48?? 


111 


30347 


R 


3o7 


53?? 


116 


5049? 


R 


3o8 


53?? 


116 


54464 


R 


3o9 


53?? 


no 


34036 


R 


3il 


53?? 


116 


5049? 


. R 


31? 


53?? 


116 


50568 


R 


313 


53?? 


116 


54464 


R 


314 


48?? 


111 


30347 


R 


316 


48?? 


111 


30067 


R 


317 


53?? 


116 


50515 


R 


319 


53?2 


116 


54005 


R 


3Z2 


53?? 


116 


5045? 


R 


3Z3 


53?? 


116 


50571 


R 


3^4 


48?? 


111 


30245 



5K 


5 


2W 


50K 


?0 


CP;6 




Zc 








o,3W 


lOUK 


20 


L Plk 


lOOK 


?0 


CPfi 


lOK 


20 


O.IW 


4*7K 


20 


0.25W 


4i7K 


20 


0.25W 


lOK 


20 


O.IW 


47K 


20 


O.IW 


25K 


20 


CP/6 


lOK 


20 


O.IW 


IM 


20 


O.IW 


47K 


20 


O.IW 


IK 


20 


O.IW 


56 


5 


0.125W 


920K 


0,25 




39 


5 


0.125W 


88f9K 


0,25 


HR24C 


51 


5 


0.1 25W^ 


200K 


0,25 




10 


5 


0.125W 


560 


5 


0.125W 


560 


5 


0.125W 


56 


5 


0.125W 


99?K 


0,25 




47 


5 


0.125W 


8,08K 


0,25 


MR24C 


15 


5 


0.125W 


15 


5 


0.125W 


lOOM 


5 


0,1?5W 


4f64K 


1 


MR 2 5 


6f81K 


1 


MR25 


40? 


1 


MR25 


210K 


1 


MR25 


590K 


1 


MR30 


221K 


1 


MR25 


loM 


5 


VR37 


IK 


20 


0,75W 


21 OK 


1 


MR25 


loK 


20 


0,75W 


8?f5K 


1 


MR25 


33M 


5 


VR3T 


51»1K 


1 


MR25 


lOK 


20 


0,75W 


44? 


1 


MR25 


44? 


1 


MR25 


3, OIK 


1 


MR25 


301 


1 


MR25 


33 


5 


CR16 


3f01K 


1 


MR25 


10 


5 


CR16 


46»4 


1 


MR25 


86f 6 


1 


MR25 


47 


5 


0.5W 


46*4 


1 


MR25 


4,99 


1 


MR25 


86,6 


1 


MR25 


10 


5 


CR16 


33 


5 


CR16 


1,78K 


1 


MR25 


3,32K 


1 


MR25 


10 


1 


MR25 


715 


1 


MR25 


47 


5 


CR16 



wire-wound potentiometer 


CARBON 


POTM 


LIN 


♦ 


SWITCH 


CARBON 


POTM 


LIN 


♦ 


SWITCH 


CARBON 


POTM 


LIN 


♦ 


SWITCH 


CARBON 


POTM 


LIN 


♦ 


SWITCH 


CARBON 


POTM 


LIN 


♦ 


SWITCH 


CARBON 


POTM 


LOG 


♦ 


SWITCH 


CARBON 


POTM 


LIN 


* 


SWITCH 


CARBON 


POTM 


LIN 


4 


SWITCH 


CARBON 


POTM 


LIN 






CARBON 


POTM 


LOG 






CARBON 


POTM 


LIN 






CARBON 


POTM 


LIN 


4 


SWITCH 


CARBON 


POTM 


LIN 






CARBON 


POTM 


LIN 






CARBON 


POTM 


LIN 







metal oxide 
metal film 
metal oxide 
metal film 
metal oxide 
metal film 
'"ETAL oxide 
metal oxide 
metal oxide 
metal oxide 
metal film 
metal oxide 
metal film 
metal oxide 
METAL oxide 
carbon 
metal film 
metal film 
metal film 

METAL FILM 

metal film 
metal film 

CARBON 

trimming pqtm 
metal film 
trimming pqtm 
metal film 

CARBON 

metal film 

TRIMMING POTM 

metal film 
metal film 
metal film 

METAL FILM 
CARBON 

metal film 

CARBON 

metal film 
metal film 

NTC 

metal film 
metal film 
metal film 
CARBON 
CARBON 

metal film 
metal film 
metal film 
metal film 
CARBON 




118 



ITEM 


ordering number 


OHM 


TOL (S) 


TYPE 


remarks 


R 


326 


4822 


111 


30067 


33 


5 


CP, 16 


CARBON 


R 


327 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


328 


5322 


116 


54576 


2f37K 


1 


MR25 


metal film 


R 


329 


5322 


116 


54587 


3i65K 


1 


MR25 


metal film 


R 


331 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


332 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


333 


5322 


116 


50571 


715 


1 


MR25 


metal film 


R 


334 


4822 


111 


30245 


47 


5 


CR16 


CARBON 


R 


336 


5322 


116 


50452 


10 


1 


MR25 


metal film 


R 


337 


5322 


116 


50442 


48*7K 


1 


MR25 


metal film 


R 


338 


5322 


100 


10113 


lOK 


20 


0 ( 5V( 


TRIMMING PUTM 


R 


339 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


341 


5322 


116 


54492 


178 


1 


MR25 


METAL FILM 


R 


342 


4822 


110 


63067 


33 


5 


CR25 


CARBON 


R 


343 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


344 


5322 


116 


54492 


178 


1 


MR25 


metal film 


R 


346 


4822 


no 


63067 


33 


5 


CR25 


CARBON 


R 


347 


5322 


116 


54515 


348 


1 


MR25 


metal film 


R 


348 


5322 


116 


54005 


3.32K 


1 


MR25 


metal film 


R 


349 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


351 


5322 


116 


54613 


8,66K 


1 


MR25 


METAL FILM 


R 


352 


5322 


116 


50926 


40»2 


1 


MR25 


metal film 


R 


353 


5322 


116 


50926 


40f2 


1 


MR25 


metal film 


R 


354 


5322 


116 


50556 


4f42K 


1 


MR25 


metal film 


R 


356 


5322 


100 


10143 


IK 


20 


0»75W 


TRIMMING POTM 


R 


357 


5322 


116 


54589 


3(83K 


1 


MR25 


metal film 


R 


358 


5322 


116 


54519 


402 


1 


MR25 


METAL FILM 


R 


359 


5322 


116 


54012 


618 IK 


1 


MR25 


metal film 


R 


361 


5322 


116 


50483 


38*3K 


1 


MR25 


METAL FILM 


R 


362 


5322 


101 


14048 


47 K 


20 


Of 5W 


trimming POTM 


R 


363 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


364 


5322 


116 


50481 


22»6K 


1 


MR25 


METAL FILM 


R 


366 


4822 


111 


30324 


100 


5 


CR16 


CARBON 


R 


367 


5322 


116 


50452 


10 


1 


MR25 


metal film 


R 


368 


5322 


116 


50926 


40f 2 


1 


MR25 


^'ETAL film 


R 


369 


5322 


116 


50926 


40»2 


1 


MR25 


metal film 


R 


371 


4822 


111 


30324 


100 


5 


CR16 


CARBON 


R 


372 


5322 


116 


50527 


33»2 


1 


MR25 


metal film 


R 


381 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


382 


5322 


116 


54513 


332 


1 


MR25 


metal film 


R 


383 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


384 


5322 


116 


50555 


lf27K 


1 


MR25 


metal film 


R 


386 


5322 


116 


54592 


4,02K 


1 


MR25 


metal film 


R 


387 


5322 


116 


50515 


1»78K 


1 


MR25 


metal film 


R 


388 


5322 


116 


50581 


2f49K 


1 


MR 2 5 


metal film 


R 


389 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


391 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


392 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


393 


5322 


116 


54469 


100 


1 


MR25 


metal film 


R 


394 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


397 


5322 


116 


54469 


100 


1 


MR25 


metal film 


R 


398 


5322 


116 


50621 


536 


1 


MR25 


metal film 


R 


399 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


401 


5322 


116 


50524 


3»01K 


1 


MR25 


METAL FILM 


R 


402 


5322 


116 


54613 


8|66K 


1 


MR25 


metal film 


R 


403 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


404 


5322 


116 


54469 


100 


1 


MR 2 5 


metal film 


R 


413 


4822 


111 


30324 


100 


5 


CR16 


CARBON 


R 


414 


4622 


111 


30324 


100 


5 


CR16 


CARBON 


R 


416 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


417 


5322 


116 


54536 


750 


1 


MR25 


metal film 


R 


418 


5322 


116 


54536 


750 


1 


MR25 


metal film 


R 


419 


5322 


116 


54005 


3t32K 


1 


MR25 


metal film 


R 


421 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


422 


5322 


116 


54608 


7f5K 


1 


MR25 


metal film 


R 


423 


5322 


116 


50492 


46t4 


1 


MR25 


METAL FILM 


R 


424 


5322 


116 


50492 


46f4 


1 


MR25 


metal film 


R 


426 


5322 


116 


50675 


2|26K 


1 


MR25 


metal film 


R 


428 


5322 


100 


10143 


IK 


20 


0»75W 


TRIMMING POTM 




119 



ITEM 


ORDERING number 


OhM 


TOL (?) 


type 


pemarks 


R 4^9 


5322 


116 50676 


196 


1 


MR 2 5 


metal film 


R 431 


5322 


116 50676 


196 


1 


MR25 


metal film 


R 432 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 433 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 434 


5322 


116 54536 


750 


1 


MR25 


METAL FILM 


R 436 


5322 


116 54536 


750 


1 


MR25 


metal FILM 


R 43T 


5322 


116 54005 


3t32K 


1 


MR25 


METAL FILM 


R 438 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 439 


5322 


116 54600 


7*5K 


1 


MR25 


METAL FILM 


R 441 


5322 


116 54561 


1|33K 


1 


MR25 


METAL FILM 


R 442 


5322 


116 54504 


274 


1 


MR25 


METAL FILM 


R 444 


5322 


116 54462 


82f5 


1 


MR 2 5 


METAL FILM 


R 446 


5322 


116 54504 


274 


1 


MR25 


METAL FILM 


R 447 


5322 


116 50561 


2f49K 


1 


MR25 


metal film 


R 448 


5322 


116 54561 


lf33K 


1 


MR25 


METAL FILM 


R 449 


4822 


111 30067 


33 


5 


CR16 


CARBON 


R 5ul 


5322 


116 54442 


51*1 


1 


MR25 


MgTAL FILM 


R 502 


5322 


116 54502 


261 


1 


MR 2 5 


^etal film 


R 503 


5322 


116 50452 


10 


1 


MR25 


metal film 


R 504 


5322 


116 50925 


15t4 


1 


MR25 


metal film 


R 506 


5322 


116 54502 


261 


1 


MR25 


metal film 


R 507 


5322 


116 54442 


51»1 


1 


MR25 


metal film 


R 5o8 


5322 


116 54492 


178 


1 


MR25 


metal film 


R 509 


5322 


116 54492 


178 


1 


MR25 


metal film 


R 511 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 512 


4022 


111 30245 


47 


5 


CR16 


CARBON 


R 513 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 514 


5322 


116 50568 


4,99 


1 


MR 2 5 


metal film 


R 516 


5322 


116 51052 


42*2 


1 


MR25 


metal film 


R 517 


5322 


116 51052 


42.2 


] 


MR25 


I'ETAL film 


R 518 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 519 


4022 


111 30245 


47 


5 


CR16 


CARBON 


R 5^1 


5322 


116 54561 


1.33K 


I 


MR25 


metal film 


R 522 


5322 


116 54561 


1.33K 


1 


MR25 


metal fium 


R 523 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 524 


5322 


116 54469 


100 


1 


MR25 


metal film 


R 531 


5322 


116 54120 


5.62 


1 


MR25 


METAL FILM 


R 532 


5322 


116 50560 


4,99 


1 


MR25 


METAL FILM 


R 533 


5322 


116 54250 


9,53 


1 


MR 2 5 


metal FILM 


R 534 


5322 


116 50560 


4,99 


1 


MR25 


metal film 


R 536 


5322 


116 54250 


9,53 


1 


MR25 


metal film 


R 538 


5322 


116 54258 


9,53 


1 


MR25 


metal film 


R 539 


5322 


116 54258 


9,53 


1 


MR25 


metal film 


R 541 


5322 


116 54431 


16.2 


1 


MR25 


metal film 


R 542 


5322 


116 51051 


6.66 


1 


MR25 


metal film 


R 543 


5322 


116 51051 


8 , 66 


1 


MR25 


metal film 


R 601 


5322 


116 50926 


40.2 


1 


MR25 


METAL FILM 


R 602 


5322 


116 54506 


287 


1 


MR25 


metal film 


R 603 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 604 


5322 


116 54492 


178 


1 


MR25 


metal film 


R 606 


5322 


116 50676 


196 


1 


MR25 


metal film 


R 607 


5322 


116 54519 


402 


1 


MR25 


metal film 


R 6o8 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 609 


5322 


116 54492 


178 


1 


MR25 


metal film 


R 610 


5322 


116 50524 


3, OIK 


1 


MR25 


metal film 


R 611 


5322 


116 50926 


40.2 


1 


MR 2 5 


METAL FILM 


R 612 


5322 


116 54506 


287 


1 


. MR25 


metal film 


R 613 


5322 


116 50506 


154 


1 


MR 2 5 


METAL FILM 


R 614 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 615 


5322 


116 50524 


3, OIK 


1 


MR 2 5 


metal film 


R 616 


5322 


116 54444 


53.6 


1 


MR25 


metal film 


R 617 


4022 


111 30067 


33 


5 


CR16 


CARBON 


R 618 


5322 


116 54444 


53.6 


1 


MR25 


METAL FILM 


R 619 


5322 


101 14011 


100 


20 


0,5W 


TRIMMING PgTM 


R 621 


5322 


100 10114 


4.7K 


20 


0,5W 


trimming pqtm 


R 622 


5322 


100 101 1,3 


lOK 


20 


0.5W 


TRIMMING POTM 


R 623 


5322 


116 54613 


8 , 66K 


1 


MR25 


metal film 


R 624 


5322 


116 54619 


lOK 


1 


MR25 


metal film 


R 627 


4022 


111 30245 


47 


5 


CR16 


CARBON 




120 



I TEH 


ORDER I HG number 


OliM 


TOU (%) 


TYPE 


remarks 


R 


628 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


629 


5322 


116 


54608 


7f5K 


1 


MR25 


metal film 


R 


630 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


631 


5322 


116 


50556 


4|42K 


1 


MR25 


metal film 


R 


632 


4822 


111 


30245 


47 


5 


CR16 


CARBON 


R 


633 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


634 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


636 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


637 


5322 


116 


50457 


215 


1 


MR25 


metal film 


R 


638 


5322 


116 


50669 


205 


1 


MR25 


METAL FILM 


R 


639 


5322 


116 


54451 


61*9 


1 


MR25 


metal FILM 


R 


641 


5322 


101 


14047 


470 


20 


0,5W 


TRIMMING POTM 


R 


642 


5322 


116 


50457 


215 


1 


MR 2 5 


metal film 


R 


644 


5322 


116 


50669 


205 


1 


MR25 


METAL FILM 


R 


646 


5322 


116 


54451 


61t9 


1 


MR25 


metal FILM 


R 


647 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


648 


4822 


111 


30245 


47 


5 


CR16 


CARBON 


R 


649 


5322 


■116 


50515 


li78K 


1 


MR25 


METAL FILM 


R 


650 


5322 


116 


54615 


o,09K 


1 


MR25 


metal film 


R 


651 


5322 


116 


54585 


3»48K 


1 


Mr 2 5 


metal film 


R 


652 


5322 


116 


50474 


42*2K 


1 


MR25 


metal film 


R 


653 


5322 


116 


50417 


162 


1 


MR25 


metal film 


R 


654 


5322 


116 


54011 


5f62K 


1 


MR25 


metal film 


R 


655 


5322 


116 


50904 


30*1 


1 


MR25 


METAL FILM 


R 


656 


5322 


116 


54557 


1*21K 


1 


MR 2 5 


metal film 


R 


657 


5322 


116 


50579 


3*16K 


1 


MR25 


metal film 


R 


658 


5322 


116 


54516 


365 


1 


MR25 


metal film 


R 


659 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


660 


5322 


116 


54516 


365 


1 


MR25 


METAL FILM 


R 


661 


5322 


116 


50509 


4,87K 


1 


MR25 


METAL FILM 


R 


662 


5322 


116 


50579 


3*16K 


1 


MR 2 5 


metal film 


R 


663 


5322 


116 


54012 


6*eiK 


1 


MR 2 5 


METAL FILM 


R 


664 


5322 


116 


54557 


1*21K 


] 


MR?5 


METAL FILM 


R 


665 


5322 


116 


54615 


9*09K 


1 


MR25 


METAL FILM 


R 


666 


5322 


116 


54011 


5*62K 


1 


MR25 


metal film 


R 


667 


4822 


111 


30245 


47 


5 


CRJ6 


CARBON 


R 


668 


5322 


116 


50515 


1*78K 


1 


MR25 


metal film 


R 


669 


5322 


116 


54585 


3*48K 


1 


MR25 


METAL FILM 


R 


671 


5322 


116 


50474 


42*2K 


1 


MR25 


metal film 


R 


672 


5322 


116 


50417 


162 


1 


MR25 


METAL FILM 


R 


681 


5322 


116 


50568 


4*99 


1 


MR25 


metal film 


R 


682 


5322 


116 


50568 


4*99 


1 


MR25 


metal film 


R 


683 


5322 


116 


50568 


4*99 


1 


MR25 


metal film 


R 


684 


5322 


101 


20408 


lOOK 


20 


O.IW 


CARBON POTM LIN 


R 


700 


5322 


101 


14069 


22K 


20 


0,5 V.' 


trimming pqtm 


R 


701 


5322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


702 


5322 


116 


54263 


681K 


1 


MR30 


metal film 


R 


703 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


704 


5322 


116 


54549 


IK 


1 


MR25 


METAL FILM 


R 


705 


5322 


116 


54595 


5|11K 


1 


MR25 


metal film 


R 


706 


5322 


116 


54743 


301K 


1 


MR?5 


metal film 


R 


707 


5322 


116 


50527 


33*2 


1 


MR 2 5 


METAL FILM 


R 


708 


5322 


116 


50527 


33*2 


1 


MR 2 5 


METAL FILM 


R 


709 


5322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


7i0 


5322 


116 


54038 


221K 


1 


MR 2 5 


METAL FILM 


R 


7il 


5322 


116 


50491 


22*6 


1 


MR25 


metal film 


R 


712 


5322 


116 


54619 


lOK 


1 


MR25 


metal film 


R 


713 


5322 


116 


54624 


11*5K 


1 


MR 2 5 


metal film 


R 


714 


5322 


116 


50527 


33*2 


1 


MR 2 5 


metal film 


R 


716 


5322 


116 


50664 


2*05K 


1 


MR25 


metal film 


R 


717 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


718 


5322 


116 


54545 


909 


1 


MR25 


metal film 


R 


719 


5322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


721 


5322 


116 


50555 


1*27K 


1 


MR25 


metal film 


n 


722 


5322 


116 


54525 


511 


1 


MR25 


metal film 


R 


723 


5322 


116 


50527 


33*2 


1 


MR 25 


metal film 


R 


724 


5322 


116 


50527 


33*2 


1 


MR 25 


metal film 


R 


726 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


727 


5322 


116 


50527 


33*2 


1 


MR25 


metal film 



r ’ 

( j 



( "1 

I ; 




121 



ITEM 


urueking 


number 


Ot;M 


TOL (*) 


TYPE 


remarks 


R 


7^B 


8322 


116 


54469 


100 


1 


MR 2 5 


metal film 


R 




5322 


116 


50731 


10*5K 


1 


MR25 


metal film 


R 


731 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


732 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


733 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


734 


8322 


116 


50731 


10*5K 


1 


MR25 


metal film 


R 


751 


5322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


752 


8322 


116 


54263 


681K 


1 


MR 30 


METAL FILM 


R 


753 


8322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


754 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


756 


8322 


116 


54743 


30 IK 


1 


MR25 


metal film 


R 


757 


8322 


116 


50527 


33*2 


1 


MR 2 5 


metal film 


R 


758 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


750 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


760 


8322 


116 


54038 


221K 


1 


MR25 


metal film 


R 


761 


8322 


116 


50491 


22*6 


1 


MR 2 5 


metal film 


R 


762 


8322 


116 


54619 


lOK 


1 


MR25 


METAL FILM 


R 


763 


8322 


116 


54624 


11* 5K 


1 


MR25 


metal film 


R 


764 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


766 


8322 


116 


50664 


2*05K 


1 


MR25 


METAL FILM 


R 


768 


8322 


116 


54545 


909 


1 


MR25 


metal film 


R 


76^ 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


771 


8322 


116 


50555 


1*27K 


1 


MR25 


metal film 


R 


772 


8322 


116 


54525 


511 


1 


MR25 


METAL FILM 


R 


713 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


774 


8322 


U6 


50527 


33*2 


1 


MR25 


metal film 


R 


776 


8322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


717 


4822 


llu 


63189 


1*2M 


10 


CR25 


carbon 


R 


778 


8322 


116 


54fa9c 


lOoK 


1 


MR25 


metal film 


R 


77'> 


8322 


116 


50731 


10*5K 


1 


MR25 


METAL FILM 


R 


7S1 


8322 


116 


50527 


33.2 


1 


MR25 


metal film 


R 


784 


8322 


116 


50731 


10*5K 


1 


MR25 


metal film 


R 


861 


4822 


111 


30324 


100 


5 


CR16 


CARBON 


R 


8u2 


8322 


111 


3039t» 


22 


5 


CR16 


CARBON 


R 


8u3 


8322 


116 


54012 


6.81K 


1 


MR25 


metal film 


R 


8^4 


4822 


111 


30263 


3*3K 


5 


CR16 


CARBON 


R 


866 


8322 


116 


50581, 


1*54K 


1 


MR25 


metal film 


R 


867 


8322 


116 


50895 


18*7 


1 


MR25 


metal film 


R 


8o8 


8322 


116 


50895 


18*7 


1 


MR25 


metal film 


R 


Su'’ 


8322 


111 


30390 


22 


5 


CR16 


CARBON 


R 


8il 


8322 


116 


54012 


6*81K 


1 


MR25 


metal film 


R 


812 


8322 


116 


54525 


511 


1 


MR25 


METAL FILM 


R 


813 


8322 


111 


30396 


22 


5 


CR16 


CARBON 


R 


814 


8322 


116 


54592 


4,02K 


1 


MR25 


metal film 


R 


8 i 6 


8322 


111 


3039o 


22 


5 


CR16 


CARBON 


R 


817 


8322 


116 


50415 


1*15K 


1 


MR25 


metal film 


R 


818 


8322 


116 


50415 


1.1 5K 


1 


MR25 


METAL FILM 


R 


81« 


8322 


111 


30398 


22 


5 


CR16 


CARBON 


R 


8^1 


4822 


110 


63o54 


lu 


5 


CR25 


CARBON 


R 


8^2 


8322 


116 


54683 


68.1K 


1 


MR25 


METAL FILM 


R 


8^3 


8322 


116 


50636 


2*74K 


1 


MR25 


metal film 


R 


8,i4 


8322 


116 


54683 


68.1K 


1 


MR25 


METAL FILM 


R 


8^6 


5322 


116 


54552 


1»05K 


1 


MR25 


metal film 


R 


BZ7 


8322 


116 


50635 


1.47K 


1 


MR25 


metal film 


R 


8<;8 


8322 


116 


50635 


1*47K 


1 


MR25 


metal film 


R 


8^0 


8322 


116 


54552 


1*05K 


1 


MR25 


metal film 


R 


831 


8322 


111 


30398 


22 


5 


CR16 


carbon 


R 


832 


8322 


111 


30396 


22 


5 


CR16 


CARBON 


R 


833 


8322 


116 


50527 


33*2 


1 


MR25 


METAL FILM 


R 


834 


8322 


116 


50506 


154 


X 


MR25 


METAL FILM 


R 


836 


8322 


116 


54508 


301 


1 


MR25 


metal film 


R 


837 


8322 


116 


54552 


1.05K 


1 


MR25 


METAL FILM 


R 


838 


8322 


111 


30396 


22 


5 


CR16 


CARBON 


R 


83° 


8322 


116 


54552 


1.05K 


1 


MR25 


metal film 


R 


840 


8322 


111 


30396 


22 


5 


CR16 


CARBON 


R 


841 


8322 


116 


54576 


2*37K 


1 


MR25 


metal film 


R 


842 


8322 


116 


54519 


402 


1 


MR25 


metal film 


R 


843 


«822 


110 


63054 


10 


5 


CR25 


CARBON 


R 


844 


4822 


lio 


63o54 


10 


5 


CR25 


CARBON 




122 



iTcn 


URUERING 


NUMBER 


OHM 


m {%) 


TYPE 


remarks 


R 


851 


A822 


110 


63036 




5 


CR25 


CARSON 


R 


852 


^822 


110 


63036 


2i2 


5 


CR25 


CARSON 


R 


853 


4822 


110 


63036 


2f2 


5 


CR25 


CARBON 


R 


854 


4822 


110 


63036 


2*2 


5 


CR25 


CARBON 


R 


856 


5322 


116 


54564 


li5K 


1 


MR25 


metal film 


R 


857 


5322 


111 


44156 


510 


5 


CR16 


CARBON 


R 


858 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


85*? 


5322 


116 


54619 


lOK 


1 


MR25 


METAL FILM 


R 


861 


5322 


116 


54629 


14K 


1 


MR25 


METAL FILM 


R 


862 


5322 


111 


34094 


620 


5 


CR16 


CARBON 


R 


8o3 




111 


30303 


8»2K 


5 


CR16 


CARBON 


R 


864 


4822 


111 


30267 


1»5K 


5 


CR16 


CARBON 


R 


866 


4822 


111 


30119 


3K 


5 


CR16 


CARBON 


R 


867 


5322 


116 


50561 


590 


1 


MR25 


METAL FILM 


R 


8o8 


5322 


116 


54011 


5,62K 


1 


MR25 


metal film 


R 


St,'? 


5322 


116 


54585 


3.48K 


1 


MR25 


METAL FILM 


R 


871 


5322 


111 


44153 


15 


5 


CR16 


CARBON 


R 


872 


5322 


116 


54474 


110 


1 


MR25 


METAL FILM 


R 


873 


5322 


101 


14069 


22K 


20 


0,5W 


TRIMMING PQTM 


R 


874 


5322 


116 


54661 


34t8K 


1 


MR25 


metal film 


R 


876 


5322 


116 


54619 


lOK 


1 


MR25 


METAL FILM 


R 


877 


5322 


116 


54597 


5»36K 


1 


MR25 


metal film 


R 


878 


5322 


116 


50415 


1»15K 


1 


MR25 


METAL FILM 


R 


87'? 


5322 


116 


54481 


130 


1 


MR25 


METAL FILM 


R 


860 


5322 


116 


54585 


3|48K 


1 


MR25 


METAL FILM 


R 


861 


5322 


116 


50676 


l^O 


1 


MR25 


METAL FILM 


R 


882 


5322 


116 


54696 


lOOK 


1 


MR25 


METAL FILM 


R 


883 


5322 


116 


54632 


14*7K 


1 


MR25 


metal film 


R 


884 


5322 


116 


54632 


14*7K 


1 


MR25 


metal film 


R 


885 


5322 


116 


50583 


5»9K 


1 


MR25 


METAL FILM 


R 


886 


5322 


116 


50481 


?2*6K 


1 


MR25 


metal film 


R 


887 


5322 


116 


50459 


422 


1 


MR25 


metal film 


R 


888 


5322 


116 


54005 


3»32K 


1 


MR25 


metal film 


R 


88'? 


5322 


116 


54603 


6»49K 


1 


MR25 


metal film 


R 


890 


5322 


116 


50527 


33t2 


1 


MR25 


METAL FILM 


R 


891 


5322 


116 


50675 


2f26K 


1 


MR25 


metal film 


R 


892 


5322 


116 


54608 


7*5K 


1 


MR25 


metal film 


R 


893 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


894 


5322 


116 


50509 


4»87K 


1 


MR25 


METAL FILM 


R 


895 


5322 


116 


50586 


1i54K 


1 


MR25 


METAL FILM 


R 


897 


5322 


116 


54519 


402 


1 


MR25 


metal film 


R 


898 


5322 


116 


54534 


681 


1 


MR25 


METAL FILM 


R 


89'? 


5322 


116 


50636 


2f74K 


1 


MR25 


metal film 


R 


'1 1,0 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


Oul 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


"u2 


4822 


111 


30067 


33 


5 


CR16 


carbon 


R 


Ou3 


5322 


116 


50527 


33f2 


1 


MR25 


metal film 


R 


«>o4 


5322 


116 


50636 


2f74K 


1 


MR25 


METAL FILM 


R 


%5 


5322 


116 


54587 


3,65K 


1 


MR25. 


metal film 


R 


0^6 


5322 


111 


30396 


22 


5 


CR16 


CARBON 


R 


Ou7 


5322 


116 


50556 


4,42K 


1 


MR25 


metal film 


R 


9o8 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


0u9 


5322 


116 


50798 


898 


0»5 


MR24C 


metal film 


R 


OiO 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


•?il 


5322 


116 


50579 


3,16K 


1 


MR25 


metal film 


R 




5322 


116 


50556 


4,42K 


1 


MR25 


metal film 


R 


'^13 


5322 


116 


50664 


2.05K 


1 


MR25 


metal film 


R 


•?x 4 


5322 


100 


10114 


4f7K 


20 


0,5H 


TRIMMING PQTM 


R 


015 


5322 


116 


54624 


Uf5K 


1 


MR25 


metal film 


R 


Oi6 


5322 


116 


50481 


22»6K 


1 


MR25 


metal film 


R 


'’I? 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


OiR 


5322 


116 


54549 


IK 


1 


MR25 


METAL FILM 


R 


O 


5322 


116 


50559 


27»4K 


1 


HR25 


metal film 


R 


*?tl 


5322 


116 


50559 


27»4K 


1 


MR25 


metal film 


R 




5322 


116 


50556 


4f42K 


1 


MR25 


metal film 


R 


'?<;3 


5322 


116 


50556 


4»42K 


1 


MR25 


METAL FILM 


R 


«25 


5322 


116 


54619 


lOK 


1 


MR25 


metal film 


R 




5322 


116 


54011 


5»62K 


1 


MR25 


metal film 


R 




5322 


116 


54011 


5»62K 


1 


MR25 


METAL FILM 




123 



UEH 


URUERING 


number 


OHM 


TCL (*) 


TYPE 


remarks 


R 


PiS 


5322 


m 


30396 


22 


5 


CR16 


CARBON 


R 


P^P 


8322 


il6 


54627 


13»3K 


1 


MR25 


metal film 


R 




4322 


iU 


30352 


82 


5 


CR16 


CARBON 


R 




4622 


ill 


30245 


47 


5 


CR16 


CARBON 


R 




8322 


ill 


30396 


22 


5 


CR16 


CARBON 


R 


PJ4 


8322 


ill 


30279 


33K 


5 


CR16 


CARBON 


R 


PJ 6 


8322 


116 


54565 


1 »62K 


1 


MR25 


metal film 


R 




8322 


ill 


44156 


510 


5 


CR16 


CARBON 


R 


PJP 


5322 


ill 


44156 


510 


5 


CR16 


CARBON 


R 


P4»l 


4622 


ill 


30327 


220 


5 


CR16 


CARBON 


R 


P4? 


8322 


116 


54632 


14*7K 


1 


MR25 


METAL FILM 


R 


944 


8322 


116 


50664 


2f05K 


1 


MR25 


metal film 


R 


P46 


8322 


116 


54608 


7*5K 


1 


MR25 


METAL FILM 


R 


948 


8322 


116 


54617 


9,53K 


1 


MR25 


metal FILM 


R 


049 


8322 


116 


54576 


2f37K 


1 


MR25 


metal film 


R 


Ppl 


8322 


116 


54408 


909K 


1 


MR30 


metal film 


R 


° 0 ? 


8322 


116 


54762 


365K 


1 


MR30 


METAL FILM 


R 


Po3 


8322 


116 


54939 


35t2K 


0*5 


MR24C 


metal film 


R 


P64 


8322 


116 


55167 


17i2K 


0*5 


MR24C 


METAL FILM 


R 


P66 


8322 


116 


55168 


8tloK 


0,5 


MR24C 


metal film 


R 


9o7 


8322 


116 


54832 


2,71K 


0*5 


MR24C 


metal film 


R 


P 08 


8322 


116 


50798 


898 


0*5 


MR24C 


metal film 


R 


Pt|P 


8322 


116 


54722 


182K 


1 


MR25 


metal film 


R 


'>71 


8322 


116 


54977 


89»8K 


0*5 


MR24C 


metal film 


R 


976 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


'’77 


8322 


116 


50729 


4,22K 


1 


MR25 


metal film 


R 


P 78 


8322 


116 


50451 


21»5K 


1 


MR25 


METAL FILM 


R 


0 jTO 


8322 


101 


14069 


22K 


20 


0,5W 


TRIMMING PQtM 


R 


931 


8322 


116 


54005 


3i32K 


1 


MR25 


metal film 


R 


932 


8322 


116 


50527 


33f2 


1 


MR25 


METAL FILM 


R 


933 


8322 


116 


50484 


4 f 64 K 


1 


MR25 


METAL FILM 


R 


P 34 


8322 


116 


50664 


2f05K 


1 


MR25 


metal film 


R 


'’36 


8322 


116 


54595 


5. UK 


1 


MR 2 5 


METAL FILM 


R 


937 


8322 


101 


14069 


22K 


20 


0.5W 


TRIMMING POTM 


R 


luOi 


4322 


ill 


30324 


100 


5 


CR16 


CARBON 


R 




8322 


111 


30390 


22 


5 


CR16 


CARBON 


R 


lu03 


8322 


116 


54012 


6»81K 


1 


MR25 


metal film 


R 


1 u04 


4322 


111 


30263 


3*3K 


5 


CR16 


CARBON 


R 


luOO 


8322 


116 


50586 


1»54K 


1 


MR25 


METAL FILM 


R 


1007 


8322 


116 


50895 


18*7 


1 


MR25 


METAL FILM 


R 


I 0 O 8 


8322 


116 


50895 


18*7 


1 


MR25 


METAL FILM 


R 


lu09 


8322 


111 


30390 


22 


5 


CR16 


CARBON 


R 


loli 


8322 


116 


54012 


6*8lK 


1 


MR25 


metal film 


R 


I 0 I 2 


8322 


116 


54525 


511 


1 


MR25 


metal film 


R 


luU 


8322 


111 


30396 


22 


5 


CR16 


CARBON 


R 


lul4 


8322 


116 


54592 


4,02K 


1 


MR25 


metal film 


R 


lulo 


8322 


ill 


30390 


22 


5 


CR16 


CARBON 


R 


I 0 I 7 


8322 


llo 


50415 


If 15K 


1 


MR25 


metal film 


R 


loia 


8322 


116 


50415 


1 * 1 5K 


1 


MR25 


metal film 


R 


1019 


8322 


111 


30396 


22 


5 


CR16 


CARBON 


R 


lo?l 


4822 


110 


63o54 


10 


5 


CR25 


CARBON 


R 


li.22 


8322 


116 


54683 


68*1K 


1 


MR25 


metal film 


R 


lu2i 


8322 


116 


50636 


2f74K 


1 ' 


MR25 


metal film 


R 


1 o24 


8322 


116 


54683 


68*1K 


1 


MR25 


metal film 


R 


lo2t> 


8322 


116 


54552 


1*05K 


1 


MR25 


METAL FILM 


R 


lo?7 


8322 


116 


50635 


1*47K 


1 


MR25 


METAL FILM 


R 


1023 


8322 


116 


50635 


1*47K 


1 


MR25 


METAL FILM 


R 


lu29 


8322 


116 


54552 


lf05K 


1 


MR25 


metal film 


R 


lo3l 


8322 


111 


30390 


22 


5 


CR16 


CARBON 


R 


1o32 


8322 


111 


30396 


22 


5 


CR16 


CARBON 


R 


lv>33 


8322 


116 


50527 


33*2 


1 


MR25 


metal film 


R 


1034 


8322 


116 


505 O 6 


154 


1 


MR25 


metal film 


R 


1 o3o 


8322 


116 


54508 


301 


1 


MR25 


metal film 


R 


1o37 


8322 


116 


54552 


1*05K 


1 


MR25 


metal film 


R 


lu33 


8322 


ill 


3039O 


22 


5 


CR16 


CARBON 


R 


1u39 


8322 


116 


54552 


1*05K 


1 


MR25 


METAL FILM 


R 


li/4u 


8322 


ill 


30396 


22 


5 


CR16 


CARBON 


R 


l04i 


8322 


116 


54576 


2,37K 


1 


MR25 


metal film 


R 


l04c‘ 


8322 


116 


54519 


402 


1 


MR25 


METAL FILM 




ITEM 


urqerimg number 


OhM 


TOL (7) 


TYPE 


remarks 


R 1043 


4822 110 63054 


10 


5 


CR25 


CARBON 


R 104<t 


4622 110 63054 


10 


5 


CR25 


CARBON 


R 1051 


4622 110 63036 


2»2 


5 


CR25 


CARBON 


R 105^ 


4622 110 63036 


2f2 


5 


CR25 


CARBON 


R 1053 


4622 no 63063 


22 


5 


CR25 


CARBON 


R 1054 


4622 110 63036 


2t2 


5 


CR25 


CARBON 


R 1055 


5322 no 50636 


2t74K 


1 


MR25 


METAU FILM 


R 105b 


5322 116 54576 


2»37K 


1 


MR 2 5 


METAL FILM 


R 1057 


5322 116 54525 


511 


1 


MR25 


metal film 


R 1058 


5322 116 54474 


no 


1 


MR25 


metal film 


R 1059 


5322 111 44153 


15 


5 


CR16 


CARBON 


R 1061 


5322 116 54532 


649 


1 


HR25 


metal film 


R 1062 


5322 116 50729 


4,22K 


1 


MR25 


metal film 


R 1063 


5322 116 54011 


5i62K 


1 


MR 2 5 


metal film 


R 1064 


5322 101 14069 


22K 


20 


0.5W 


TRIMMING POTM 


R 1065 


5322 116 50636 


2|74K 


1 


MR25 


metal film 


R 106o 


5322 116 54629 


14K 


1 


MR25 


metal film 


R 1067 


5322 116 54597 


5,36K 


1 


MR25 


metal film 


R 1068 


5322 116 54597 


5|36K 


1 


MR25 


metal film 


R 1069 


5322 116 50415 


I 1 I 5 K 


1 


MR25 


^^ETAL FILM 


R 107o 


5322 116 54516 


365 


1 


MR25 


metal FILM 


R 1071 


5322 116 54648 


24»9K 


1 


MR25 


metal FILM 


R 1072 


5322 116 54519 


402 


1 


MR25 


^*ETAL FILM 


R lo73 


5322 116 54545 


909 


] 


MR25 


metal film 


R 1074 


5322 116 50664 


2f05K 


1 


MR25 


^-etal film 


R 1075 


5322 111 30396 


22 


5 


CIU6 


CARBON 


R 1076 


5322 116 54597 


5,36K 


1 


MR 2 5 


^'etal film 


R 1077 


5322 116 54005 


3.32K 


1 


MR25 


metal film 


R 1u78 


5322 116 54603 


6»49K 


1 


Mr 2 5 


METAL FILM 


R 1079 


5322 116 50767 


2,15K 


1 


MR25 


metal film 


R 106o 


5322 100 10114 


4.7X 


20 


0,5W 


trimming PQTM 


R 1081 


4622 111 30067 


33 


5 


CR16 


CARBON 


R 1u82 


5322 116 54608 


7»5K 


1 


MR25 


metal film 


R 1083 


5322 116 54635 


16i9K 


1 


MR25 


metal film 


R 1084 


4622 111 30067 


33 


5 


CR16 


CARBON 


R lo85 


5322 116 50481 


22f6K 


1 


MR25 


metal film 


R 108o 


5322 116 50798 


898 


Oi5 


MR24C 


METAL FILM 


R lo87 


4622 111 30067 


33 


5 


CR16 


CARBON 


R 1088 


5322 116 50579 


3,16K 


1 


MR 2 5 


METAL FILM 


R 1089 


5322 116 50527 


33f2 


1 


MR25 


metal film 


R lo^u 


5322 116 54549 


IK 


1 


MR25 


METAL FILM 


R 10*?! 


4622 111 30067 


33 


5 


CRI6 


CARBON 


R 1o92 


5322 116 54587 


3»65K 


1 


MR 2 5 


metal film 


R 1093 


5322 116 50556 


4,42K 


1 


MR25 


mltal film 


R 1094 


5322 116 54595 


5f IIK 


1 


MR25 


metal film 


R 1095 


5372 116 50636 


2,74K 


1 


MR?5 


f'ETAL FILM 


R l09o 


5322 116 50479 


15»4K 


1 


MR 2 5 


metal film 


R lu97 


5322 101 14069 


22K 


20 


0.5H 


trimming PQTM 


R 1098 


5322 116 54549 


IK 


1 


MR25 


metal film 


R 1099 


5322 111 30278 


27K 


5 


CR16 


CARBON 


R 1101 


4622 111 30352 


82 


5 


CR16 


CARBON 


R 1102 


4822 111 30245 


47 


5 


CR16 


CARBON 


R 1103 


5322 111 30396 


22 


5 


CR16 


CARBON 


R 1104 


5322 111 30396 


22 


5 


CR16 


CARBON 


R 1100 


5322 111 30279 


33K 


5 


CR16 


CARBON 


R 1107 


5322 116 54565 


lf62K 


1 


MR25 


^*ETAL film 


R 1108 


5322 116 54576 


2,37K 


1 


MR25 


metal film 


R 1109 


5322 116 50514 


64f9K 


1 


MR 2 5 


metal fILM 


R 1111 


5322 116 54595 


5»11K 


1 


MR25 


metal film 


R 1112 


5322 116 50586 


1»54K 


1 


MR25 


METAL FILM 


R 1113 


5322 116 54576 


2f37K 


1 


MR25 


metal FILM 


R 1114 


5322 116 54557 


1»21K 


1 


MR25 


metal film 


R 1115 


5322 100 10113 


lOK 


20 


0,5W 


TRIMMING POTM 


R 1110 


5322 116 54469 


100 


1 


MR25 


metal FILM 


R 1117 


5322 116 54561 


1»33K 


1 


MR25 


METAL FILM 


R 1118 


5322 116 54576 


2»37K 


1 


MR25 


metal film 


R 1119 


5322 116 54617 


9,53K 


1 


MR25 


metal film 


R llZl 


5322 116 54561 


lf33K 


1 


MR 2 5 


metal film 


R 1122 


5322 116 50524 


3, OIK 


1 


MR 2 5 


METAL FILM 




125 



ITEM 


URUERING number 


OHM 


TOL (^) 


TYPE 


remarks 


R 1123 


53?2 116 54561 


1»33K 


1 


MB25 


metal film 


R 1124 


48?2 111 30067 


33 


5 


CR16 


CARBON 


R 1126 


48?2 111 30067 


33 


5 


CR16 


CARBON 


R 1127 


53?2 116 54617 


9,53K 


1 


MR25 


metal film 


R 1128 


53?2 116 50583 


5»9K 


1 


MR25 


metal film 


R 1129 


53?2 116 54592 


4»02K 


1 


MR25 


metal film 


R 1131 


53?2 116 54641 


l9f6K 


1 


MR25 


metal film 


R 1132 


53?2 116 54663 


37f4K 


1 


MR25 


metal film 


R 1162 


53?2 116 54762 


36 5K 


1 


MR30 


METAL film 


R 1163 


53?2 116 54939 


35»2K 


0.5 


MR24C 


metal film 


R 1164 


5322 116 55167 


17f2K 


0,5 


MR24C 


metal film 


R 1166 


5322 116 55168 


8,16K 


0,5 


MR24C 


metal film 


R 1167 


5322 116 54832 


2.71K 


0,5 


MR24C 


metal film 


R 1168 


5322 116 50798 


898 


0,5 


MR24C 


metal film 


R 1169 


5322 116 54722 


182K 


1 


MR25 


metal film 


R llTl 


5322 116 54977 


89f8K 


0,5 


MR24C 


metal film 


R 1201 


5322 116 54558 


8f25K 


1 


MR25 


metal film 


R 1202 


5322 116 50479 


15f4K 


1 


MR25 


metal film 


R 1203 


5322 116 50484 


4,64K 


1 


MR25 


metal film 


R 1204 


4822 111 30067 


33 


5 


CR16 


CARBON 


R 1206 


5322 116 54619 


lOK 


1 


MR25 


metal film 


R 1207 


5322 116 54576 


2»37K 


1 


MR25 


metal film 


R 1208 


5322 116 54619 


lOK 


1 


MR25 


metal film 


R 1209 


5322 101 14008 


2»2K 


20 


0.5W 


TRIMMING POTM 


R 1211 


5322 116 50621 


536 


1 


MR25 


metal film 


R 1212 


5322 116 50635 


lt47K 


1 


MR25 


metal film 


R 1213 


5322 116 50621 


536 


1 


MR25 


metal film 


R 1214 


5322 116 50511 


48f7 


1 


MR25 


metal film 


R 1216 


5322 116 50457 


215 


1 


MR25 


metal film 


R 1217 


4822 111 30333 


IM 


10 


CR16 


CARBON 


R 1218 


4822 111 30333 


IM 


10 


CR16 


CARBON 


R 1219 


5322 116 54619 


lOK 


1 


MR25 


metal film 


R 1221 


5322 116 50511 


48*7 


1 


MR25 


metal film 


R 1222 


5322 116 50579 


3*16K 


1 


MR 2 5 


metal film 


R 1223 


5322 100 10113 


lOK 


20 


0,5W 


trimming POTM 


R 1224 


5322 116 50579 


3»16K 


1 


MR25 


metal film 


R 1225 


5322 116 50728 


1|87K 


1 


MR25 


metal film 


R 1226 


5322 116 54615 


9f09K 


1 


MR25 


^^etal film 


R 1227 


5322 116 54541 


825 


1 


MR25 


metal film 


R 1228 


5322 116 54541 


825 


1 


MR25 


metal film 


R 1229 


4822 111 30067 


33 


5 


CR16 


carbon 


R 1231 


5322 116 50583 


5*9K 


1 


MR25 


metal film 


R 1232 


5322 116 54012 


6|81K 


1 


MR25 


metal film 


R 1233 


5322 116 50555 


1*27K 


1 


MR 2 5 


metal film 


R 1234 


5322 116 54716 


162K 


1 


MR25 


metal film 


R 1236 


4822 111 30067 


33 


5 


CR16 


carbon 


R 1237 


5322 116 50481 


22*6K 


1 


MR25 


metal film 


R 1238 


4822 111 30067 


33 


5 


CR16 


carbon 


R 1239 


5322 116 54549 


IK 


1 


MR25 


metal film 


R 1241 


5322 116 54336 


475K 


1 


MR30 


metal film 


R 1242 


5322 116 50481 


22. 6K 


1 


MR25 


metal film 


R 1243 


4822 111 30067 


33 


5 


CR16 


carbon 


R 1244 


5322 116 50451 


21. 5K 


1 


MR25 


metal film 


R 1246 


5322 116 54592 


4.02K 


1 


MR 2 5 


metal film 


R 1247 


5322 116 50579 


3.16K 


1 


MR25 


metal film 


R 1248 


4822 111 30067 


33 


5 


CR16 


carbon 


R 1249 


5322 116 50481 


22. 6K 


1 


MR25 


metal film 


R 1251 


5322 116 50481 


22. 6K 


1 


MR25 


metal film 


R 1252 


5322 116 54549 


IK 


1 


. MR25 


metal film 


R 1253 


5322 116 54188 


IM 


1 


MR30 


metal FILM 


R 1254 


4822 111 30067 


33 


5 


CR16 


CARBON 


R 1256 


5322 116 54716 


162K 


1 


MR25 


metal film 


R 1257 


4822 III 30067 


33 


5 


CR16 


CARBON 


R 1258 


5322 116 50555 


1.27K 


1 


MR25 


metal film 


R 1302 


5322 116 54655 


30. IK 


1 


MR25 


metal film 


R 1303 


5322 116 50414 


2.87K 


1 


MR25 


metal film 


R 1304 


5322 116 50479 


15. 4K 


1 


MR25 


metal film 


R 1306 


5322 116 54627 


13. 3K 


1 


MR25 


metal film 





126 



ITEM 


URUERING number 


DHM 


m (*) 


7YPE 


remarks 


R 


1 JOT 


5322 


116 


50479 


15»4K 


1 


MR25 


ME7AL FILM 


R 


1 J08 


5322 


116 


50492 


46»4 


1 


MR25 


metal film 


R 


1 J09 


5322 


116 


50479 


15f4K 


1 


MR25 


metal film 


R 


1 Jlu 


5322 


116 


55165 


4,64K 


1 


MR30 


metal film 


R 


lJU 


5322 


116 


50491 


22i0 


1 


MR25 


metal film 


R 


1 J12 


4822 


ilu 


63187 


IM 


5 


CR25 


CARBON 


R 


1 J1 J 


5322 


116 


54690 


lOOK 


1 


MR25 


metal film 


R 


1314 


5322 


116 


50559 


27»4K 


1 


MR25 


metal film 


R 


1 Jit) 


5322 


116 


50536 


464 


1 


MR25 


metal film 


R 


1317 


5322 


116 


54619 


lOK 


1 


MR25 


metal film 


R 


1318 


5322 


116 


50559 


27»4K 


1 


MR25 


metal film 


R 


1319 


5322 


116 


50536 


464 


1 


MR25 


metal film 


R 


1 J?U 


5322 


116 


54469 


100 


1 


MR25 


metal film 


R 


1 JTi 


5322 


116 


50668 


in3K 


1 


MR25 


metal film 


R 


1322 


5322 


116 


54561 


lf33K 


1 


MR25 


metal film 


R 


1323 


5322 


116 


50557 


40f4K 


1 


MR25 


metal film 


R 


1324 


5322 


116 


50668 


11*3K 


1 


MR25 


metal film 


R 


132b 


5322 


116 


54469 


100 


1 


MR25 


METAL FILM 


R 


132o 


5322 


116 


50524 


3, OIK 


1 


MR25 


metal film 


R 


1327 


5322 


116 


54627 


13»3K 


1 


MR25 


metal film 


R 


1328 


5322 


116 


50492 


40t4 


1 


MR25 


metal film 


R 


1329 


5322 


101 


14008 


2»2K 


20 


0.5W 


TRIMMING PqTM 


R 


133u 


5322 


116 


50664 


2»05K 


1 


MR25 


metal film 


R 


1331 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


1332 


4822 


110 


63187 


IM 


5 


CR25 


CARBON 


R 


1333 


4822 


llo 


63187 


IM 


5 


CR25 


CARBON 


R 


1334 


5322 


116 


54469 


100 


1 


MR25 


metal film 


R 


1335 


4822 


no 


63161 


lOOK 


5 


CR25 


CARBON 


R 


1330 


4622 


110 


42194 


lf8M 


5 


VR37 


CARBON 


R 


1337 


4322 


llu 


42203 


3*9M 


5 


VR37 


CARBON 


R 


1338 


5322 


101 


14094 


IM 


20 


0,5W 


TRIMMING PQTM 


R 


1339 


5322 


116 


54738 


274K 


1 


MR25 


METAL FILM 


R 


1341 


5322 


101 


14142 


220K 


20 


0,5W 


TRIMMING POTM 


R 


1342 


5322 


116 


547 I 0 


162K 


1 


MR25 


metal film 


R 


1343 


5322 


116 


54680 


75K 


1 


MR25 


metal film 


R 


1 34<^ 


5322 


101 


14142 


220 K 


20 


0*5W 


TRIMMING POTM 


R 


1345 


4622 


116 


30041 


4 


10 


IW 


NTC 


R 


1 J4o 


5322 


116 


50559 


27t4K 


1 


MR25 


metal film 


R 


1350 


4822 


116 


30041 


4 


10 


IW 


NTC 


R 


135o 


5322 


116 


50559 


27»4K 


1 


MR25 


metal film 


R 


1357 


5322 


116 


50559 


27i4K 


1 


MR 25 


metal film 


R 


1358 


5322 


116 


54005 


3f32K 


1 


MR25 


metal FILM 


R 


1359 


5322 


101 


14069 


22K 


20 


0,5W 


trimming POTM 


R 


1361 


5322 


116 


54005 


3f32K 


1 


MR25 


metal film 


R 


1360 


5322 


116 


54047 


24»3K 


1 


MR25 


METAL FILM 


R 


1367 


5322 


116 


54003 


22flK 


1 


MR25 


metal film 


R 


1373 


5322 


116 


54085 


71*5K 


1 


MR25 


METAL FILM 


R 


1374 


5322 


116 


50731 


10»5K 


1 


MR 2 5 


metal film 


R 


1370 


5322 


116 


54700 


127K 


1 


MR25 


METAL FILM 


R 


1377 


5322 


116 


50064 


2i05K 


1 


MR25 


metal film 


R 


IjRo 


5322 


100 


10114 


4f7K 


20 


0.5W 


trimming PQTM 


R 


1387 


5322 


llo 


50075 


2f20K 


1 


MR25 


metal film 


R 


1388 


5322 


116 


50075 


2»20K 


1 


MR25 


metal film 


R 


1389 


5322 


116 


54549 


IK 


1 


M.R25 


metal film 


R 


IJ^u 


5322 


100 


10112 


IK 


20 


0*5W 


trimming PQTM 


R 


13'>i 


5322 


116 


50492 


40*4 


1 


MR25 


metal film 


R 


13"2 


5322 


116 


50492 


40*4 


1 


MR25 


metal film 


R 


1393 


5322 


116 


50492 


40*4 


1 


MR25 


metal film 


R 


1394 


5322 


116 


50515 


1*78K 


1 


MR25 


metal film 


R 


139o 


5322 


116 


50415 


1*15K 


1 


MR25 


METAL FILM 


R 


1397 


5322 


116 


50492 


40*4 


1 


MR25 


metal film 


R 


1398 


5322 


116 


50579 


3*l0K 


1 


MR25 


metal film 


R 


1399 


5322 


116 


50035 


1*47K 


1 


MR25 


metal film 


R 


1401 


5322 


116 


50492 


4o*4 


1 


MR25 


metal film 


R 


1402 


5322 


116 


50557 


40*4K 


1 


MR25 


metal film 


R 


1403 


53?2 


116 


54549 


IK 


1 


MR25 


metal film 


R 


1404 


5322 


116 


50491 


22*0 


1 


MR25 


METAL FILM 


R 


1400 


5322 


116 


50492 


40*4 


1 


MR25 


metal film 




127 



I 



ITEM ORUFRING NUMBER OHM TOU (^) TYPE REMARKS 



R 


1407 


5322 


116 


54462 


82»5 


1 


MR25 


METAL 


FILM 


R 


1408 


5322 


116 


54005 


3,32K 


1 


MR25 


metal 


FILM 


R 


1409 


5322 


116 


54493 


182 


1 


MR 2 5 


metal 


FILM 


R 


1411 


5322 


116 


50671 


2|61K 


1 


MR25 


metal 


FILM 


R 


1412 


5322 


116 


54462 


82»5 


1 


MR 2 5 


metal 


FILM 


R 


1413 


5322 


116 


50491 


22f6 


1 


MR25 


metal 


FILM 


R 


1414 


5322 


116 


5049i 


22»6 


1 


MR25 


metal 


FILM 


R 


1416 


5322 


116 


54643 


20f5K 


1 


MR25 


metal 


FILM 


R 


1417 


5322 


116 


54426 


121 


1 


MR25 


metal 


FILM 


R 


1418 


5322 


116 


50451 


21»5K 


1 


MR25 


metal 


FILM 


R 


1419 


5322 


116 


54508 


301 


1 


MR25 


metal 


FILM 


R 


1421 


5322 


116 


50524 


3, OIK 


1 


MR25 


metal 


FILM 


R 


1422 


5322 


116 


54534 


681 


1 


MR25 


metal 


FILM 


R 


1423 


5322 


116 


50524 


3fOlK 


1 


MR25 


METAL 


FILM 


R 


1424 


5322 


116 


50586 


lf54K 


1 


MR25 


METAL 


FILM 


R 


1426 


5322 


116 


54492 


178 


1 


MR25 


metal 


FILM 


R 


1427 


5372 


116 


51052 


42»2 


1 


MR25 


metal 


FILM 


R 


1428 


5322 


116 


54508 


301 


1 


MR25 


METAL 


FILM 


R 


1429 


5322 


116 


50571 


715 


1 


MR25 


metal 


FILM 


R 


1501 


5322 


116 


54665 


40. 2K 


1 


MR25 


METAL 


FILM 


R 


1502 


5322 


116 


50442 


48 .7K 


1 


MR25 


metal 


FILM 


R 


1503 


5322 


116 


54663 


68.1K 


1 


MR25 


metal 


FILM 


R 


1504 


5322 


116 


50474 


42. 2K 


1 


MR25 


metal 


FILM 


R 


1506 


5322 


116 


54549 


IK 


1 


MR25 


METAL 


FILM 


R 


1507 


5322 


116 


54655 


30. IK 


1 


MR25 


metal 


FILM 


R 


1508 


5322 


116 


54632 


14. 7K 


1 


MR 2 5 


METAL 


FILM 


R 


1509 


5322 


116 


50672 


51. IK 


1 


MR25 


metal 


FILM 


R 


1516 


5322 


116 


64015 


7.5M 


5 


VR68 


metal 


okide 


R 


1517 


5322 


116 


64053 


12M 


5 


VR68 


metal 


OXIOE 


R 


1518 


4822 


110 


42187 


IM 


<5 


VR37 


CARBON 


R 


1601 


5322 


116 


54466 


90.9 


1 


MR25 


METAL 


FILM 


R 


1602 


5322 


116 


54466 


90.9 


1 


MR25 


metal 


FILM 


R 


1603 


5322 


116 


50417 


162 


1 


MR25 


metal 


FILM 


R 


1604 


5322 


116 


50675 


2.26K 


1 


MR25 


metal 


FILM 


R 


1606 


5322 


116 


50675 


2.26K 


1 


MR25 


metal 


FILM 


R 


1607 


5322 


116 


50586 


1.54K 


1 


MR25 


METAL 


FILM 


R 


1608 


5322 


116 


50636 


2.74K 


1 


MR25 


metal 


FILM 


R 


1609 


5322 


116 


50636 


2.74K 


1 


MR25 


metal 


FILM 


R 


1616 


5322 


116 


54525 


511 


1 


MR25 


metal 


FILM 


R 


1611 


5322 


116 


50636 


2.74K 


1 


MR25 


metal 


FILM 


R 


1612 


5322 


116 


50636 


2.74K 


1 


MR25 


metal 


FILM 


R 


1613 


5322 


116 


50636 


2.74K 


1 


MR25 


metal 


FILM 


R 


1614 


5322 


116 


50636 


2.74K 


1 


MR25 


metal 


FILM 


R 


1616 


5322 


116 


54557 


1.21K 


1 


MR 2 5 


metal 


FILM 


R 


1617 


5322 


116 


54557 


1.21K 


1 


MR 2 5 


metal 


FILM 


R 


1618 


5322 


116 


50568 


4,99 


1 


MR25 


METAL 


FILM 


R 


1619 


5322 


116 


50452 


10 


1 


MR 2 5 


metal 


FILM 


R 


1626 


5322 


116 


54595 


5tllK 


1 


MR 2 5 


metal 


FILM 


R 


1627 


5322 


116 


54587 


3.65K 


1 


MR25 


metal 


FILM 


R 


1628 


5322 


116 


54099 


8,25 


1 


MR 2 5 


metal 


FILM 


R 


1629 


5322 


116 


54635 


1 6 . 9K 


1 


MR25 


METAL 


FILM 


R 


1630 


5322 


116 


54455 


68.1 


1 


MR25 


metal 


FILM 


R 


1631 


5322 


116 


54606 


7.15K 


1 


MR25 


metal 


FILM 


R 


1632 


5322 


116 


54606 


7.15K 


1 


MR25 


metal 


FILM 


R 


1633 


5322 


116 


54648 


24. 9K 


1 


MR25 


metal 


FILM 


R 


1634 


5322 


116 


54549 


IK 


1 


MR25 


metal 


FILM 


R 


1636 


5322 


116 


54648 


24. 9K 


1 


Mr 2 5 


METAL 


FILM 


R 


1637 


5322 


116 


54587 


3.65K 


1 


MR25 


METAL 


FILM 


R 


1638 


5322 


116 


54455 


68.1 


1 


MR25 


metal 


FILM 


R 


1642 


5322 


116 


54099 


8,25 


1 


MR25 


metal 


FILM 


R 


1646 


5322 


116 


54595 


5, UK 


1 


MR25 


METAL 


FILM 


R 


1647 


5322 


116 


54587 


3,65K 


1 


MR 2 5 


metal 


FILM 


R 


1648 


5322 


116 


54099 


8,25 


1 


MR 2 5 


METAL 


FILM 


R 


1649 


5322 


116 


54635 


16. 9K 


1 


MR25 


metal 


FILM 


R 


1650 


5322 


116 


54455 


68.1 


1 


MR25 


METAL 


FILM 


R 


1651 


5322 


116 


54606 


7,15K 


1 


MR25 


METAL 


FILM 


R 


1652 


5322 


116 


54606 


7,15K 


1 


MR25 


METAL 


FILM 


R 


1653 


5322 


116 


54648 


24. 9K 


1 


MR25 


METAL 


FILM 


R 


1654 


5322 


116 


54549 


IK 


1 


MR25 


metal 


FILM 
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ITEtl URUEKING NUMBER 



R 


165o 


5322 


ilo 


54648 


R 


1657 


5322 


116 


54587 


R 


1658 


5322 


116 


54455 


R 


1662 


5322 


116 


54099 


R 


1802 


4822 


110 


53029 


R 


1803 


5322 


116 


54743 


R 


1804 


5322 


116 


54743 


R 


1805 


5322 


116 


55149 


R 


lOOci 


4622 


110 


63214 


R 


1807 


4822 


ilo 


63196 


R 


1808 


5322 


116 


54426 


R 


1809 


5322 


116 


54549 


R 


1810 


5322 


116 


50557 


R 


1811 


4822 


112 


21o54 


R 


1812 


5322 


116 


54549 


R 


1813 


5322 


116 


54619 


R 


1814 


4622 


no 


53054 


R 


1615 


5322 


116 


34028 


R 


1817 


5322 


116 


50442 


R 


1818 


5322 


116 


54965 


R 


1819 


5322 


116 


54019 


R 


18?0 


5322 


116 


54549 


R 


1821 


5322 


116 


54549 


R 


1822 


5322 


116 


50731 


R 


1823 


5322 


116 


54529 


R 


1824 


5322 


116 


54549 


R 


1825 


5322 


116 


54469 


R 


182o 


5322 


116 


54574 


R 


1827 


5322 


116 


54558 


R 


1828 


5322 


100 


10115 


R 


1829 


5322 


116 


50586 


R 


183o 


5322 


il6 


50669 


R 


1831 


5322 


116 


54558 


R 


1832 


53?2 


116 


50664 


R 


1833 


5322 


116 


5490O 


R 


1 834 


5322 


116 


54ol9 


R 


1835 


5322 


116 


54ol4 


R 


1 8 3o 


5322 


116 


50559 


R 


1837 


5322 


116 


54696 


R 


1838 


4322 


no 


63187 


R 


1839 


5322 


116 


54648 


R 


1840 


5322 


116 


54192 


R 


184i 


5322 


116 


54469 


R 


1842 


5322 


116 


54469 


R 


1843 


5322 


116 


54738 


R 


1844 


5322 


116 


54619 


R 


1845 


4622 


no 


63045 


R 


1840 


532^ 


116 


54726 


R 


1847 


5322 


116 


54726 


R 


1848 


5322 


116 


54525 


R 


1849 


5322 


116 


55097 


R 


1851 








R 


1652 


5322 


116 


54069 


R 


1853 


5322 


116 


54069 


R 


1857 


5322 


116 


54696 


R 


1858 


5322 


116 


50904 


R 


1681 


4822 


112 


21114 


R 


1882 


5322 


116 


54648 


R 


1883 


5322 


116 


545I6 


R 


1684 


5322 


116 


54469 


R 


1901 


5322 


116 


50767 


R 


1902 


5322 


116 


54589 


R 


1903 


4822 


111 


30067 


R 


1904 


4822 


111 


30067 


R 


190o 


4622 


111 


30067 


R 


1907 


4622 


ill 


30067 


R 


1908 


4622 


111 


30067 


R 


1909 


4822 


111 


30067 


R 


1911 


5322 


no 


50442 



;M 


TOL («) 


TYPE 


24f9K 


1 


MR 2 5 


3t65K 


1 


MR25 


68tl 


1 


MR25 


8,25 


1 


MR25 


1*2 


5 


CR37 


301K 


1 


MR25 


301K 


1 


MR25 


24*9K 


1 


MR30 


lOM 


10 


CR25 


2*2M 


10 


CR25 


121 


1 


MR25 


IK 


1 


MR25 


46*4K 


1 


MR25 


10 


5 


4.2W 


IK 


1 


MR25 


lOK 


1 


MR 2 5 


10 


5 


0.5W 


15 OK 


5 


0.5W 


48*7K 


1 


MR25 


82 


5 


PR52 


lOK 


1 


MR25 


IK 


1 


MR 2 5 


IK 


1 


MR25 


10i5K 


1 


MR25 


619 


1 


MR25 


IK 


1 


MR25 


100 


1 


MR25 


2*21K 


1 


MR25 


8,25K 


1 


MR25 


IK 


20 


0,5W 


1 , 54 K 


1 


MR25 


205 


1 


MR25 


8,25K 


1 


MR 2 5 


2f05K 


1 


MR 2 5 


75 


1 


MR30 


loK 


1 


MR 2 5 


23*7 


1 


MR25 


27*4K 


1 


MR25 


lOOK 


1 


MR25 


IM 


5 


CR25 


24i9K 


1 


MR25 


5*1 


5 


CR25 


100 


1 


MR25 


100 


1 


MR25 


274K 


1 


MR?5 


lOK 


1 


MR25 


4*7 


5 


CR25 


200K 


1 


MR25 


2 O 0 K 


] 


MR25 


511 


1 


MR25 


47 


5 


PR37 


22 


20 


0.5W 


12*1 


1 


MR25 


12*1 


] 


MR25 


lOOK 


1 


MR25 


30*1 


1 


MR25 


1*8K 


5 


4.2W 


24*9K 


1 


MR25 


365 


1 


MR25 


100 


1 


MR25 


2,15K 


1 


MR 2 5 


3,83K 


1 


MR25 


33 


5 


CR16 


33 


5 


CR16 


33 


5 


CR16 


33 


5 


CR16 


33 


5 


CR16 


33 


5 


CR16 


48*7K 


1 


MR25 



remarks 



metal film 
metal film 
metal film 
metal film 
carbon 
metal film 
metal film 
metal film 
carbon 

CARBON 
metal film 
metal film 
metal film 
wire-wound 

METAL FILM l 

metal film 

CARBON 

NTC 1 : 

metal film 
metal film 
metal film 
metal FILM 

METAL FILM ; 

metal FILM 

metal film 

METAL FILM 

metal film 
metal film 
metal film 

TRIMMING PQTM 

metal film 
metal film 
metal film 
metal film 

METAL FILM 

metal film 

METAL FILM 

metal film 

metal film i 

CARBON J 

metal film 
metal film 
metal film 

METAL FILM p 

metal film 
metal film 

CARBON 

metal film ( 

metal film 
metal film 

metal film Ln 

TRIMMING PQTM 

metal film 
metal film 
metal film 

METAL FILM 

wire-wound 
metal film 
metal film 

METAL FILM 

metal film 
metal film 

CARBON 

CARBON 

CARBON ^ 

CARBON 

CARBON 

CARBON 

metal film 
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ITEM 


ORUERING number 


OHM 


TOL (?) 


TYPE 


remarks 


R 1912 


5322 


101 14069 


22K 


20 


0.5W 


TRIMMING PQTM 


R 1913 


5322 


116 S0608 


6»19K 


1 


MR25 


METAl FILM 


R 1914 


5322 


116 50608 


6|19K 


1 


MR25 


METAL FILM 


R 191ti 


5322 


116 50479 


15»4K 


1 


MR25 


metal film 


R 1917 


5322 


116 50479 


15*4K 


1 


MR25 


metal film 


R 191b 


5322 


116 50608 


6,19K 


1 


MR 2 5 


metal film 


R 1919 


5322 


116 50608 


6,19K 


1 


MR25 


METAL FILM 


R 1921 


4322 


111 30067 


33 


5 


CR16 


CARBON 


R 1923 


5322 


116 54502 


261 


1 


MR 2 5 


metal FILM 


R 1924 


5322 


116 54502 


261 


1 


MR25 


metal film 


R 1920 


5322 


116 54009 


562 


1 


MR25 


METAL FILM 


R 1927 


5322 


116 50568 


4,69 


1 


MR25 


metal film 


R 1928 


5322 


116 54453 


64,9 


1 


MR25 


metal film 


R 1929 


5322 


116 54444 


53,6 


1 


MR25 


metal film 


R 1931 


5322 


100 10143 


IK 


20 


0,75W 


trimming PUTM 


R 1932 


5322 


116 54453 


64,9 


1 


MR25 


METAL FILM 


R 1933 


5322 


116 54444 


53,6 


1 


MR 2 5 


metal film 


R 1934 


5322 


116 50555 


1,27K 


1 


MR25 


METAL FILM 


R 193o 


4822 


111 30067 


33 


5 


CR16 


CARBON 


R 1937 


5322 


116 54561 


1,33K 


1 


MR25 


metal FILM 


R 1938 


5322 


116 50731 


10, 5K 


1 


MR25 


METAL FILM 


R 1941 


4822 


111 30067 


33 


5 


CR16 


CARBON 


R 1942 


4622 


111 30245 


47 


5 


CR16 


CARBON 


R 1943 


5322 


116 54519 


402 


1 


MR25 


metal film 


R 1944 


S3 22 


116 50452 


10 


1 


Mr 25 


metal film 


R 194o 


5322 


100 10113 


lOK 


20 


0,5W 


TRIMMING PQTM 


R 1947 


5322 


116 50442 


48, 7K 


1 


MR25 


METAL FILM 


R 1948 


5322 


116 54554 


1,IK 


1 


MR25 


metal film 


R 1949 


5322 


116 50452 


10 


1 


MR25 


METAL FILM 


R 1951 


4622 


ill 30245 


47 


5 


CR16 


CARBON 


R 1952 


5322 


116 54549 


IK 


1 


MR25 


metal film 


R 1953 


4622 


111 30067 


33 


5 


CR16 


CARBON 


R 1954 


5322 


116 54571 


1 ,66K 


1 


MR25 


METAL FILM 


R 1950 


4822 


ill 30067 


33 


5 


CR16 


CARBON 


R 1957 


5322 


116 54617 


6,53K 


1 


MR25 


metal film 


R 1958 


5322 


116 50581 


2,49K 


1 


MR25 


metal film 


R 1959 


5322 


116 50452 


lo 


1 


MR25 


metal film 


R 1960 


4822 


111 30067 


33 


5 


CR16 


CARBON 


R 1961 


5322 


116 54519 


402 


1 


MR25 


metal film 


R 1962 


4622 


111 30245 


47 


5 


CR16 


CARBON 


R 1963 


5322 


116 54554 


1,IK 


1 


MR25 


metal film 


R 1964 


4822 


111 30245 


47 


5 


CR16 


CARBON 


R I960 


5322 


116 50452 


10 


1 


MR25 


metal film 


R 1967 


4822 


111 30067 


33 


5 


CR16 


CARBON 


R 1968 


5322 


116 54619 


lOK 


1 


MR25 


METAL FILM 


R 1969 


5322 


116 54571 


1,96K 


1 


MR25 


metal film 


R 1971 


4822 


111 30067 


33 


5 


CR16 


CARBON 


R 1972 


5322 


116 54538 


787 


1 


MR25 


metal film 


R 1973 


4822 


III 30067 


33 


5 


CR16 


CARBON 


R 1974 


4622 


111 30067 


33 


5 


CR16 


CARBON 


R 2001 


5322 


116 50527 


33,2 


1 


MR25 


metal film 


R 2002 


5322 


100 10143 


IK 


20 


0,75W 


trimming PQTH 


R 2u0o 


5322 


116 54476 


115 


1 


MR25 


METAL FILM 


R 2007 


5322 


Il6 54444 


53,6 


1 


MR25 


metal film 


R 2008 


5322 


100 10112 


IK 


20 


0,5W 


TRIMMING PQTM 


R 2009 


5322 


116 54476 


115 


1 


MR25 


METAL FILM 


R 2011 


5322 


116 54444 


53,6 


1 


MR25 


metal film 


R 2012 


5322 


116 50527 


33,2 


1 


MR25 


METAL FILM 


R 2013 


4822 


ill 30067 


33 


5 


CR16 


CARBON 


R 2ol4 


5322 


116 50635 


1,47K 


1 


MR25 


metal film 


R 2010 


5322 


116 50635 


l,47K 


1 


MR25 


METAL FILM 


R 2017 


4822 


111 30067 


33 


5 


CR16 


CARBON 


R 2018 


4822 


111 30245 


47 


5 


CR16 


CARBON 


R 2019 


5322 


116 54494 


187 


1 


MR25 


metal FILM 


R 2021 


5322 


116 54549 


IK 


1 


MR25 


METAL FILM 


R 2022 


5322 


116 54536 


750 


1 


MR25 


metal film 


R 2023 


4622 


ill 30067 


33 


5 


CR16 


CARBON 


R 2024 


4822 


ill 30067 


33 


5 


CR16 


CARBON 




ITEM 



uruering number 



TOU («) 



remarks 



OHM 



TYPE 



R 


2025 


5322 


116 


54565 


1|62K 


1 


MR25 


metal film 


R 


2026 


5322 


116 


50586 


1.54K 


1 


MR25 


- metal film 


R 


2027 


5322 


116 


54497 


226 


1 


MR25 


metal film 


R 


2028 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2029 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


2031 


5322 


116 


54549 


IK 


1 


MR25 


metal FILM 


R 


2032 


5322 


116 


50586 


1»54K 


1 


MR 2 5 


metal film 


R 


2033 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2034 


5322 


116 


54504 


274 


1 


MR25 


metal film 


R 


2036 


4822 


111 


30245 


47 


5 


CR16 


CARBON 


R 


2037 


5322 


116 


54595 


5»11K 


1 


MR25 


metal film 


R 


2038 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2039 


5322 


116 


50592 


442 


1 


MR25 


metal film 


R 


2041 


5322 


116 


50492 


46i4 


1 


MR25 


metal film 


R 


2042 


5322 


116 


54513 


332 


1 


MR25 


metal film 


R 


2o43 


5322 


116 


54536 


750 


1 


MR 2 5 


metal film 


R 


2044 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2101 


5322 


116 


54469 


100 


1 


MR25 


METAL FILM 


R 


2102 


5322 


116 


50482 


33»2K 


1 


MR25 


metal film 


R 


2103 


5322 


116 


54469 


100 


1 


MR25 


metal film 


R 


2104 


4822 


110 


6319b 


2f2M 


10 


CR25 


CARBON 


R 


210b 


5322 


116 


50479 


15f4K 


1 


MR25 


metal film 


R 


2107 


5322 


100 


10114 


4#7K 


20 


0,5W 


trimming pqtm 


R 


2108 


5322 


116 


54655 


3uf IK 


1 


MR25 


METAL FILM 


R 


2109 


5322 


116 


50484 


4,64K 


1 


MR?5 


metal FILM 


R 


2lll 


5322 


116 


54732 


237K 


1 


MR25 


metal FILM 


R 


2112 


4822 


no 


60184 


750K 


5 


CR25 


CARBON 


R 


2113 


5322 


116 


54619 


lOK 


1 


MR25 


METAL FILM 


R 


2114 


5322 


116 


50586 


1|54K 


1 


MR25 


metal film 


R 


2116 


5322 


116 


54712 


147K 


1 


MR25 


metal film 


R 


2117 


5322 


116 


50636 


2.74K 


1 


MR25 


metal film 


R 


2118 


5322 


116 


50415 


1»15K 


1 


MR25 


metal film 


R 


2119 


5322 


116 


54549 


IK 


1 


MR 2 5 


metal film 


R 


2121 


5322 


116 


50481 


22f6K 


1 


MR25 


metal film 


R 


2122 


5322 


116 


54592 


4,02K 


1 


MR25 


metal film 


R 


2123 


5322 


116 


50664 


2f05K 


1 


MR25 


METAL FILM 


R 


2124 


5322 


100 


10114 


4.7K 


20 


0.5W 


trimming pqtm 


R 


2126 


5322 


116 


54619 


lOK 


1 


MR25 


metal film 


R 


2127 


5322 


116 


54008 


4»75K 


1 


MR25 


metal film 


R 


2128 


5322 


101 


14008 


2*2K 


20 


0,5W 


trimming pqtm 


R 


2129 


5322 


116 


54674 


53f6K 


1 


MR25 


metal film 


R 


2131 


5322 


101 


14142 


220K 


20 


0»5W 


TRIMMING PQTM 


R 


2132 


5322 


116 


54629 


14K 


1 


MR25 


metal film 


R 


2133 


5322 


116 


54696 


lOOK 


1 


MR 2 5 


metal film 


R 


2134 


5322 


116 


50664 


2»05K 


1 


MR25 


metal film 


R 


2136 


5322 


116 


54696 


lOOK 


1 


MR25 


metal film 


R 


2137 


5322 


116 


54661 


34f6K 


1 


MR 2 5 


METAL FILM 


R 


2138 


5322 


116 


54661 


34»8K 


1 


MR25 


metal film 


R 


2139 


5322 


116 


54674 


53f6K 


1 


MR25 


metal film 


R 


2140 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


2141 


5322 


100 


10113 


lOK 


20 


0»5K 


TRIMMING PQTM 


R 


2142 


5322 


116 


54661 


34f8K 


1 


MR25 


metal film 


R 


2143 


5322 


116 


54743 


301K 


1 


MR25 


metal film 


R 


2144 


5322 


116 


54696 


lOOK 


1 


MR25 


metal film 


R 


2146 


5322 


116 


54469 


100 


1 


MR25 


metal film 


R 


2147 


5322 


116 


50729 


4,22K 


1 


MR25 


metal film 


R 


2148 


5322 


116 


54549 


IK 


1 


MR25 


metal film 


R 


2149 


5322 


100 


10113 


lOK 


20 


0,5K 


TRIMMING pqtm 


R 


2151 


5322 


116 


50571 


715 


1 


MR25 


METAL FILM 


R 


2153 


5322 


116 


50556 


4f42K 


1 


MR25 


metal film 


R 


2154 


5322 


116 


54696 


lOOK 


1 


MR25 


METAL FILM 


R 


2156 


5322 


116 


54671 


47f5K 


1 


MR25 


METAL FILM 


R 


2157 


5322 


116 


50536 


464 


1 


MR25 


metal film 


R 


2158 


5322 


116 


54732 


237K 


1 


MR25 


metal film 


R 


2159 


4822 


110 


60184 


750K 


5 


CR25 


CARBON 


R 


2161 


5322 


116 


54619 


lOK 


1 


MR25 


metal film 


R 


2162 


5322 


116 


54619 


loK 


1 


MR25 


metal film 


R 


2163 


5322 


116 


54595 


5.11K 


1 


MR25 


metal film 


R 


2164 


5322 


116 


54595 


5tllK 


] 


MR25 


METAL FILM 
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ITEM 


URUERING NUMBER 


OHM 


TO!, (?) 


TYPE 


R 


2i6o 


4822 


no 


63178 


470K 


5 


CR25 


R 


2167 


8322 


101 


14142 


220K 


20 


0*5W 


R 


2168 


8322 


101 


14069 


22K 


20 


0,5W 


R 


2169 


8322 


116 


54005 


3f32K 


1 


MR25 


R 


2170 


8322 


116 


54008 


4f75K 


1 


MR25 


R 


2171 


8322 


116 


54005 


3f32K 


1 


MR25 


R 


2172 


8322 


116 


54006 


392 


1 


MR25 


R 


2173 


8322 


116 


54649 


25t5K 


1 


MR25 


R 


2178 


8322 


116 


54008 


4»75K 


1 


MR25 


R 


2179 


8322 


116 


54661 


34t8K 


1 


MR25 


R 


21B1 


5322 


116 


54696 


lOOK 


1 


MR25 


R 


2182 


8322 


116 


54619 


lOK 


1 


MR25 


R 


2183 


5322 


116 


54629 


l4K 


1 


MR25 


R 


2184 


5322 


116 


54006 


392 


1 


MR25 


R 


2l8fa 


5322 


116 


50452 


10 


1 


MR25 


R 


2187 


5322 


116 


50442 


48f7K 


1 


MR25 


R 


2188 


8322 


116 


50572 


12»IK 


1 


MR25 


R 


2189 


8322 


100 


10114 


4»7K 


20 


0.5W 


R 


2191 


8322 


116 


50572 


12*1K 


1 


MR25 


R 


2192 


8322 


116 


50^42 


48*7K 


1 


MR25 


R 


2193 


8322 


116 


50593 


16»2K 


1 


MR25 


R 


2194 


8322 


116 


50593 


16»2K 


1 


MR25 


R 


2l9b 


8322 


116 


54655 


30* IK 


1 


MR25 


R 


2197 


5322 


116 


55164 


22»6K 


1 


MR30 


R 


2198 


8322 


116 


54549 


IK 


1 


MR25 


R 


2199 


8322 


116 


54549 


IK 


1 


MR25 


R 


2201 


8322 


116 


54469 


100 


1 


MR25 


R 


2202 


8322 


116 


54639 


19*1K 


1 


MR25 


R 


2203 


5322 


116 


50608 


6,19K 


1 


MR25 


R 


2204 


8322 


116 


54502 


261 


1 


MR25 


R 


2200 


8322 


116 


50608 


6f 19K 


1 


MR25 


R 


2207 


8322 


116 


54469 


100 


1 


MR25 


R 


2208 


8322 


116 


54533 


665 


1 


MR25 


R 


2209 


8322 


100 


10114 


4f 7K 


20 


0,5W 


R 


2211 


8322 


116 


54576 


2»37K 


1 


MR25 


R 


2212 


5322 


116 


54524 


499 


1 


MR25 


R 


2301 


8322 


116 


50524 


3»01K 


1 


MR25 


R 


2302 


8322 


116 


54508 


301 


1 


MR25 


R 


2303 


4B22 


111 


30067 


33 


5 


CR16 


R 


2304 


8322 


116 


50524 


3, OIK 


1 


MR25 


R 


230t» 


4822 


111 


30347 


10 


5 


CR16 


R 


2307 


8322 


116 


50492 


46*4 


1 


MR25 


R 


2308 


5322 


116 


54464 


86*6 


1 


MR25 


R 


2309 


8322 


116 


34036 


47 


5 


0.5W 


R 


2311 


8322 


116 


50492 


46*4 


1 


MR25 


R 


2312 


5322 


116 


50568 


4*99 


1 


MR25 


R 


2313 


8322 


116 


54464 


86*6 


1 


MR25 


R 


2314 


4822 


111 


30347 


10 


5 


CR16 


R 


2310 


4822 


111 


30067 


33 


5 


CR16 


R 


2317 


8322 


116 


50515 


1*78K 


1 


MR25 


R 


2319 


5322 


116 


54005 


3*32K 


1 


MR25 


R 


2322 


5322 


116 


50452 


10 


1 


MR25 


R 


2323 


8322 


116 


50571 


715 


1 


MR25 


R 


2324 


4822 


111 


30245 


47 


5 


CR16 


R 


2320 


4822 


111 


30067 


33 


5 


CR16 


R 


2327 


4822 


111 


30067 


33 


5 


CR16 


R 


2328 


5322 


116 


54576 


2*37K 


1 


MR25 


R 


2329 


8322 


116 


54587 


3*65K 


1 


MR25 


R 


2331 


4822 


111 


30067 


33 


5 


CR16 


R 


2332 


4822 


111 


30067 


33 


5 


CR16 


R 


2333 


8322 


116 


50571 


715 


1 


MR25 


R 


2334 


4822 


111 


30245 


47 


5 


CR16 


R 


2330 


5322 


116 


50452 


10 


1 


MR25 


R 


2337 


8322 


116 


50442 


48*7K 


1 


MR25 


R 


2338 


5322 


100 


10113 


lOK 


20 


0|SW 


R 


2339 


4322 


111 


30067 


33 


5 


CR16 


R 


2341 


8322 


116 


54492 


178 


1 


MR25 


R 


2342 


4822 


no 


63067 


33 


5 


CR25 


R 


2343 


4822 


111 


30067 


33 


5 


CR16 



remarks 



CARBON 

trimming potm 

TRIMMING PQTM 
metal FILM 

metal film 
metal film 

METAL FILM 

metal film 
metal film 
metal film 
metal film 
metal film 
metal film 
metal film 
metal film 

METAL FILM 

metal film 
trimming pqtm 
metal film 
metal film 
metal film 
metal film 

METAL FILM 

metal film 

METAL FILM 

metal film 
metal film 
metal film 
metal film 
metal film 

METAL FILM 
METAL FILM 

metal film 

TRIMMING POTM 
METAL FILM 

metal film 

METAL FILM 

metal film 
CARBON 
metal FILM 
CARBON 
metal film 
metal film 
NTC 

METAL FILM 
metal FILM 
METAL FILM 
CARBON 
CARBON 

metal film 

METAL FILM 

metal film 

METAL FILM 

CARBON 

CARBON 

CARBON 

METAL FILM 

METAL FILM 

CARBON 

CARBON 

METAL FILM 

CARBON 

METAL FILM 

metal film 
trimming pqtm 
CARBON 
metal film 

CARBON 

CARBON 
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ITEM 


ORDERING NUMBER 


OHM 


TOL (*) 


type 


remarks 


R 


2344 


5322 


116 


54492 


178 


1 


MR25 


METAL FILM 


R 


2346 


4822 


110 


63067 


33 


5 


CR25 


CARBON 


R 


2347 


5322 


116 


54515 


348 


1 


MR25 


metal film 


R 


2348 


5322 


116 


54005 


3r32K 


1 


MR25 


METAL FILM 


R 


2349 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2351 


5322 


116 


54613 


8166K 


1 


MR25 


metal film 


R 


2352 


5322 


116 


50926 


40t2 


1 


MR25 


METAL FILM 


R 


2353 


5322 


116 


50926 


40f2 


1 


MR25 


METAL FILM 


R 


2354 


5322 


116 


50556 


4,42K 


1 


MR25 


metal film 


R 


2356 


5322 


100 


10143 


IK 


20 


0.75W 


TRIMMING POTM 


R 


2357 


5322 


116 


54589 


3f83K 


1 


MR 2 5 


metal film 


R 


2358 


5322 


116 


54519 


402 


1 


MR25 


metal film 


R 


2359 


5322 


116 


54012 


618IK 


1 


MR25 


metal film 


R 


2361 


5322 


116 


50483 


38*3K 


1 


MR25 


metal film 


R 


2362 


5322 


101 


14048 


47K 


20 


0.5W 


trimming POTM 


R 


2363 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2364 


5322 


116 


50481 


22. 6K 


1 


MR25 


metal film 


R 


2366 


4822 


111 


30324 


100 


5 


CR16 


CARBON 


R 


2367 


5322 


116 


50452 


10 


1 


MR25 


METAL FILM 


R 


2368 


5322 


116 


50926 


40.2 


1 


MR25 


METAL FILM 


R 


2369 


5322 


116 


50926 


40.2 


1 


MR25 


METAL FILM 


R 


2371 


4822 


111 


30324 


100 


5 


CR16 


CARBON 


R 


2372 


5322 


116 


50527 


33.2 


1 


MR25 


METAL FILM 


R 


2373 


5322 


116 


54585 


3.48K 


1 


MR25 


METAL FILM 


R 


2374 


5322 


116 


50581 


2.49K 


1 


MR25 


metal film 


R 


2375 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2376 


5322 


116 


54585 


3.48K 


1 


MR?5 


METAL FILM 


R 


2377 


5322 


116 


54585 


3.48K 


1 


MR25 


METAL FILM 


R 


2378 


5322 


116 


50581 


2.49K 


1 


MR?5 


METAL FILM 


R 


2379 


5322 


116 


54585 


3.48K 


1 


MR25 


METAL FILM 


R 


2380 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2381 


5322 


116 


50527 


33.2 


1 


MR25 


metal film 


R 


2391 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2392 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2393 


5322 


116 


54469 


100 


1 


MR25 


metal film 


R 


2394 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2397 


5322 


116 


54469 


100 


1 


MR 2 5 


metal film 


R 


2398 


5322 


116 


50621 


536 


1 


MR25 


metal film 


R 


2399 


4822 


111 


30067 


33 


5 


CRI6 


CARBON 


R 


2401 


5322 


116 


50524 


3.01K 


1 


MR25 


metal film 


R 


2402 


5322 


116 


54613 


8.66^ 


1 


MR25 


metal film 


R 


2404 


5322 


116 


54469 


100 


1 


MR25 


metal film 


R 


2413 


4822 


111 


30324 


100 


5 


CR16 


CARBON 


R 


2414 


4822 


111 


30324 


100 


5 


CR16 


CARBON 


R 


2416 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2417 


5322 


116 


54536 


750 


1 


MR25 


METAL FILM 


R 


2418 


5322 


116 


54536 


750 


1 


MR25 


METAL FILM 


R 


2419 


5322 


116 


54005 


3.32K 


1 


MR25 


METAL FILM 


R 


2421 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2422 


5322 


116 


54608 


7.5K 


1 


MR25 


metal film 


R 


2423 


5322 


116 


50492 


46.4 


1 


MR25 


METAL FILM 


R 


2424 


5322 


116 


50492 


46.4 


1 


MR25 


f^ETAL FILM 


R 


2426 


5322 


116 


50675 


2.26K 


1 


MR25 


METAL FILM 


R 


2427 


5322 


116 


50414 


2.87K 


1 


MR25 


f^ETAL FILM 


R 


2428 


5322 


100 


10143 


IK 


20 


0.75W 


trimming POTM 


R 


2429 


5322 


116 


50676 


196 


1 


MR25 


f'ETAL FILM 


R 


2431 


5322 


116 


50676 


196 


1 


MR25 


f'ETAL FILM 


R 


2432 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2433 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2434 


5322 


116 


54536 


750 


1 


MR25 


metal FILM 


R 


2436 


5322 


116 


54536 


750 


1 


MR25 


METAL FILM 


R 


2437 


5322 


116 


54005 


3.32K 


1 


MR25 


^*ETAL FILM 


R 


2438 


4822 


111 


30067 


33 


5 


CR16 


CARBON 


R 


2439 


5322 


116 


54608 


7.5K 


1 


MR25 


METAL FILM 


R 


2441 


5322 


116 


54561 


1.33K 


1 


MR25 


metal film 


R 


2442 


5322 


116 


54504 


274 


1 


MR25 


METAL FILM 


R 


2444 


5322 


116 


54462 


82.5 


1 


MR25 


metal film 


R 


2446 


5322 


116 


54504 


274 


1 


MR25 


metal film 


R 


2447 


5322 


116 


50581 


2.49K 


1 


MR25 


metal film 


R 


2448 


5322 


116 


54561 


1.33K 


1 


MR25 


METAL FILM 


R 


2449 


4822 


111 


30067 


33 


5 


CRT 6 


CARBON 








'owpr distributi 
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Fig. 3. 17. Electrical item numbers, front plate 
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Fig. 3.21. Component lay-out intermediate amplifier with multiplier 



OUTPUT BALANCE OxB Ox A POSITION POSITION 

(REAR PANEL) A B 















VERT. DISPLAY KODE FROM POWER SUPPLY 

SWITCH NOT USED DISTRIBUTION 
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Fig. 3.22. As Fig. 3.21. but with incorporated H.F. compensation circuits 



OUTPUT BALANCE 0*B 0*A POSITION 

(REAR PANEL) - A 
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Fig. 3.23. Circuit diagram multiplier 
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Fig. 3.24. Circuit diagram final Y amplifier 
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Fig. 3.27. Component lay-out time-base and X-amplifier 
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Fig. 3.28. Circuit diagram Main- and Delayed time-base sweep switches 
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^ IN OLDER MODELS R1390 WAS A POT. METER 
SET TO 750 OHM. 



Fig. 3.29. Circuit diagram blanking amplifier and c.r. t. 
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POTM.ru INTENS 





















Fig. 3.31. Circuit diagram variable persistance/storage 













FROM POWER 
SUPPLY 



R1 DELAY TIME 



PROBE ^ POWER MULTI^PLIER 




TO Z AMPL. 



Fig. 3.33. Component lay-out variable persistence/storage 
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Fig. 3.34. Component lay-out auxilary unit 
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Fig. 3.35. Circuit diagram channel selection logic 



Fig. 3.36. Circuit diagram probe power 
















Fig. 3.38. Circuit diagram power supply unit 
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1 54 CODING SYSTEM OF FAILURE REPORTING FOR QUALITY 

ASSESSMENT OF T & M INSTRUMENTS 
(excl. potentiometric recorders) 

The information contents of the coded failure description is necessary for our computerized processing of 
quality data. 

Since the reporting of repair and maintenance routines must be complete and exact, we give you an example 
of a correctly filled-out PHILIPS SERVICE Job sheet. 

® ( 2 ) @ ® 



Country Day Month Year Typenumber /Version Factory/Serial no. 




Nature of call 

Installation 
Pre sale repair 
Preventive 
maintenance 
’ Corrective 
, maintenance 

Other 



Component/sequence no. Category 



n 
















0 





2 


1 




















0 


s 


0 


6 




7 


R 


0 


0 


6 


3 


1 


9 

1 


9 


0 


0 


0 


1 

























_ 



Job completed 



Working time d) 

ri hhi Hrs 



Detailed description of the information to be entered in the various boxes; 

©Country: | 3 | 2 | = Switzerland 

©Day Month Year [l|5|0|4|7|5| = 15 April 1975 

©Type number/Version |o|p|M|3|2|6|0|o|2~| = Oscilloscope PM 3260, version 02 (in later 

oscilloscopes this number is placed in front of 
the serial no) 



©Factory/Serial number [p | 0| 0 | 0 [ 

©Nature of call: Enter a cross in the r 
©Coded failure description 

Location < 



7| 8| 3 1 = DO 783 These data are mentioned on the type plate of 
the instrument 



relevant box 



Component/sequence no. 



These four boxes are used 
to isolate the problem area. 

Write the code of the part 
in which the fault occurs, e.g. unit 
no or mechanical item no 
of this part (refer to 'PARTS 
LISTS' in the manual ). 

Example: 0001 for Unit 1 
OOOA for Unit A 
0075 for item 75 
If units are not numbered, do not 
fill in the four boxes; see Example 
Job sheet. 



Category 

□ 

0 Unknown, not applicable (fault 
not present, intermittent or 
disappeared) 

1 Software error 

2 Readjustment 

3 Electrical repair (wiring, solder 
joint, etc.) 

4 Mechanical repair (polishing, 
filing, remachining, etc.) 

5 Replacement (of transistor, 
resistor, etc.) 

6 Cleaning and/or lubrication 

7 Operator error 

8 Missing items (on pre-sale test) 

9 Environmental requirements are 
not met 



These six boxes are intended to 
pinpoint the faulty component. 

A. Enter the component 
designation as used in the circuit 
diagram. If the designation is 
alfa-numeric,the letters must be 
written (starting from the left) 
in the two left-hand boxes and 
the figures must be written (in 
such a way that the last digit 
occupies the right-most box) in 
the four right-hand boxes. 

B. Parts not identified in the 
circuit diagram; 

990000 Unknown/Not applicable 
990001 Cabinet or rack (text 

plate, emblem, grip, rail, 
graticule, etc.) 

990002 Knob (inch dial knob, cap, 
etc.) 

990003 Probe (only if attached 
to instrument) 

990004' Leads and associated plugs 
990005 Holder (valve, transistor, 
fuse, board, etc.) 

990006 Complete unit (p.w. 

board, h.t. unit, etc.) 
990007 Accessory (only those 
without type number) , 
990008 Documentation (manual, 
supplement, etc.) 

990009 Foreign object 
990099 Miscellaneous 



©Job completed: Enter a cross when the job has been completed. 

©Working time: Enter the total number of working hours spent in connection with the job (excluding 
travelling, waiting time, etc.}, using the last box for tenths of hours. 



2 I = 1,2 working hours (1 h 12 min.) 
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equipment 
for science 
and industry 

1977-03-28 TEST AND MEASURING EQUIPMENT OSC 6 

MULTIPLIER-STORAGE OSCILLOSCOPE 

PM 3243 

Re.: a. Suppression of ripple and jitter 
b. Time-base sweep time accuracy 

a. in order to suppress ripple on the trace, spurious intensity modulation and delayed time-base jitter, the 
filtering of some supply voltages has been improved. 

Four electrolytic capacitors have been added: 

— Between -+6 V and earth, and between —6 V and earth, each a 330 muF 10 V capacitor. 

- Between +12 V and earth, and between -12 V and earth, each a 150 mu F 16 V capacitor 

These capacitors have been mounted on the power distribution p.c. board located at the inner side of the 

rear panel of the instrument. 

Moreover the 9,53 ohms resistors R533, R536, R538 and R539 (+6 V attenuator filtering) located on the 
intermediate amplifier unit have been changed to 20,5 ohms each; refer to Fig. 1. 

Above modification is present in instruments from serialnr D725 onwards. 

b. In some instruments the sweep times (main- and delayed time-base) of 2 /xs/DIV and shorter may be approx. 
3 % too long. 

In these instruments capacitors C866 and C1059 are probably 453 pF each. 

Changing these capacitors to 442 pF improves the sweep time accuracy in above mentioned time-base range; 
refer to Fig. 2 and 3. 

Codenumbers: 

— Capacitors 

330 mu F 10V d.c. 4822 1 24 20465 

150 muF 16 Vd.c. 4822 124 20586 

442 pF 1% 4822 121 50549 

— Resistors 

20,5 ohms MR25 1% 5322 116 50678 
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DiSTRiaUTiON 




■ TO TRIG, 
t' SOURCE UNIT 






Fig. 1. R533, R536, R538 and R539 on intermediate amplifier unit 




Fig. 2. C866 (MTB) on time-base unit 




Fig. 3. Cl 059 (DTB) on time-base unit 
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800311 



TEST AND MEASURING EQUIPMENT 



-Qsgsa 



OSCILLOSCOPES 

SUBJECT: Upper and lower cabinet plates (complete) 

(new service ordering codes) 

PM 3240 - PM 3244 - PM 3260 - PM 3261 - PM 3265 
(without holes) 

UPPER CABINET PLATE 5322 447 94147 

LOWER CABINET PLATE 5322 447 94146 

PM 3262 
(with holes) 

UPPER CABINET PLATE 
LOWER CABINET PLATE 

PM 3243 
(without holes) 

UPPER CABINET PLATE 
LOWER CABINET PLATE 

PM 3263 - PM 3266 
(with holes) 

UPPER CABINET PLATE 5322 447 94482 

LOWER CABINET PLATE 5322 447 94483 



5322 447 94574 
5322 447 94575 



5322 447 94602 
5322 447 94603 



9499 448 1^811 
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and industry 

800731 TEST AND MEASURING EQUIPMENT OSC 73 




Concerns: The 50 MHz Storage, Multiplier Oscilloscope PM3243. 

Already published: OSC 38 for manual 9499 440 17102 

OSC 57 for manual 9499 440 20302 

Subject: Modifications to change the memory-off voltage from —36V to —48V. 



This service information sheet will be packed together with a c.r.t. for the PM 3243, which needs a —48V 

memory-off voltage on the memory mesh G9. 

In older instruments (up to PM 3243/05) this memory-off voltage is —36V. 

See manual 9499 440 17102, fig. 3.31 , SK20 point 3 (READ). 

Starting with the PM 3243/05 this memory-off voltage is changed in -48V. 

See manual 9499 443 00902, fig. 3.45, SK20 point 3 (READ). 

To adapt an older instrument to a new c.r.t., which needs a memory-off voltage of —48V, the following 

modifications must be made: 

1. Remove the variable persistence and storage unit as indicated in manual 9499 443 00902, section 3.4.6. 

2. Interrupt the track (on the track-side of the p.w.b.) between point 3 of SK20B (READ) and the anode 
of GR21 17 as indicated in fig. 1 © 

3. Remove resistor R2197 (22k6) 

4. Solder one side of a resistor of 20k5 (5322 1 16 55255) on the point, which is connected with C21 17 as 
indicated in fig. 1 (on the component side of the p.w.b.) 

5. Solder between the resistor of 20k5 and the anode of the zenerdiode GR2117 a zenerdiode (GR2115) 
BZX 79 C12 (4822 130 34197). The cathode of GR21 15 to the anode of GR21 17 (see fig. 1) 

6. Mount an interconnection wire between the anode of GR21 15 (fig. 1 Tcj ) and point 3 of the switch 

SK20B (READ) ^ 



7. Mount the unit in the instrument. 




9499 448 14811 



Fig. 1. Part of variable persistence and storage unit. 
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810126 TEST AND MEASURING EQUIPMENT 

OSCILLOSCOPE PM 3243 



OSC89 



Already published: - OSC 6, OSC 10, OSC 38 belonging to manual 9499 440 17102 for the PM 3243 

up to version 08. 

- manual 9499 443 00902 for the PM 3243/08 

Subject; Modifications to manual 9499 443 00902 for the PM 3243/08 and following versions. 

Contents: 1. Z-amplifier (unit 1 1 - B 1301). 

2. 2kV converter (unit 6 - R 1508). 

3. Memory - off voltage (unit 7). 

4. Final Y - amplifier (unit 13 - TS 604, TS 608). 

5. Power supply (unit 5 - R 1826). 

6. Variable persistence/storage (unit 7 - GR 2111). 

7. Earthing of the rear cabinet plate. 

8. Removing the carrying handle. 



9499 448 17111 
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1. Z-amplifier (unit 11). 

The neon-tube B 1301 (ZA 1004) is no longer available. 

This neon-tube can only be replaced by a temperature independent circuit (see fig. 1), to get a stabilised 
voltage drop between the cathode and g1 of the c.r.t. 





Parts list: 



TS1 


BF 423 


4822 130 41543 


TS2 


BF 423 


4822 130 41543 


GR1 


BZX 79C 7V5 


4822 130 30861 


R1 


56K2 


4822 116 51264 


R2 


536K 


5322 116 54758 



If the neon-tube must be replaced, proceed as follows: 

— Solder the parts together as indicated in fig. 2. 

— Solder the collectors of the two transistors on points E and D of the Z-amp!ifier. 

— Solder the resistors R1 and R2 and the diode GR1 on the points A, B and C of the Z-amplifier (see fig. 2.). 

— Readjust the Minimum Intensity (R 1329) as described in section 3. 8.6. 3 of the manual. 

— Check the Intensity Ratio (R 1 1 15) as described in section 3.8.6. 5 of the manual. 

— Readjust the Just Black Level (R 2168) and check the Intensity Max. Write as described in section 3. 8. 5. 2 



2. 2kV converter (unit 6). 

To improve the performance of this unit resistor R 1508 is changed to 24k9, ordering number 5322 1 16 54648 



3. Memory-off voltage (unit?). 

Starting with the PM 3243/05 the memory-off voltage is changed from to -48V (memory-mesh G9). 

Together with a new c.r.t., which needs a memory-off voltage of-48V, service information sheet OSC 73 is packet. 
This OSC 73 describes the modifications which must be made to change the memory-off voltage from -36V 
to -48V. 




4. Final Y amplifier (unit 13). 

The transistors TS 604 and TS 608 are changed to: 

BFX 48 ordering number 5322 130 40208 

This modification is introduced because the FW 5324 is no longer available. 



5. Power supply (unit 5). 

To prevent starting problems of the power supply at high mains voltages and at high temperatures resistor 
R 1826 is changed to 10k5, ordering number 5322 116 50731 

6. Variable persistence/storage unit (unit 7). 

The zenerdiode GR 21 1 1 is changed to BZX 79 C 16 ordering number 4822 130 34268 

This modification is introduced to increase the maximum positive voltage level of the Just Black potentiometer 
R 2168 from + 13V to + 16V. 

The amplitude of the erase-pulse (600 ms) can now be adjusted to maximum -i- 16V. 

The specifications of the c.r.t. L 14- 111 GH/55 indicate that some c.r.t.'s need an erase-pulse of + 15V. 

So if the Just Black level can not be reached in older instruments replace GR 21 1 1 . 



7. Earthing of the rear cabinet plate. 

The earthing of the rear cabinet plate is improved for safety purposes. 

The rear cabinet plate must be mounted with two screws, toothed rings and lock-washers on the cabinet. 

8. Removing the carrying handle. 

When the carrying handle can not be removed as described in the manual, proceed as follows: 

1 . Remove the upper and lower cabinet plates. 

2. Remove the plastic strip which is snapped on to the grip. 

3. Remove the four screws which secure the grip to the brackets (these screws have been locked with a 
sealing varnisch). 

4. Depress the push-buttons in the brackets and turn the carrying handle as far as possible to the upper side 

of the oscilloscope. .1) 

5. Keep the push-button of the right-hand bracket depressed and pull the bracket from its bearing 

6. Remove the grip from the remaining bracket. 

7. Depress the push-button of the left-hand bracket and turn the latter as far as possible to the lower side 
of the instrument. 

8. Keep the push-button depressed and pull the bracket from its bearing. 

If it is impossible to remove the left-hand bracket in this way, remove also its bearing in a similar way as 
described in footnote 1). 

1) With some instruments it may be impossible to remove the handle in the described way. This is due to an 
extra securing plate in the right-hand bearing. In that case, DO NOT USE FORCE, but work in accordance 
with the following procedure which replaces points 3, 4 and 5. 

3. Remove the two screws which secure the grip to the right-hand bracket. 

4. Remove the two hexagonal bolts which secure the right-hand bearing to the side strip. 

5. Depress the push-button of the right-hand bracket and take the bearing from the bracket. 
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820129 TEST AND MEASURING EQUIPMENT 0SC115 

OSCILLOSCOPE PM3243 



Already published: — OSC6, OSC10, OSC38 modifications to manual 9499 440 17102 for the PM3243 

up to version 08. 

- Manual 9499 443 00902 for the PM3243/08. 

— OSC89, modifications to manual 9499 443 00902. 

— OSC1 14, power supply modifications (TS1803). 

Subjects: 1. Modifications to manual 9499 443 00902. 

2. Y-attenuator modifications (R133, R104 and R116). 

3. Power supply modifications. 

1. Modifications to manual 9499 443 00902. 

1.1. Mechanical parts top view (page 1 66). 

Additional code numbers: 

— Cast aluminium rear plate for all versions: 5322 447 94504. 

— Cast aluminium front plate for all versions: 5322 459 84023. 



1.2. Parts list (Resistors, page 179). 

The ordering numbers of the following potentiometers must be changed into: 

R1 5322 103 54027 Skfi 2W 

R2 5322 101 44015 50kn 



1 .3. Component lay-out power supply (fig. 3.50). 

The connections of TS1808 indicated in the p.c.b. drawing must be changed into: 



TOP VIEW TS1808 

ANODE GATE CATHODE GATE 

ICT 

ANODE — CATHODE 



9499 448 19711 
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Circuit diagram power supply (fig. 3.52). 

The position-number of the thyristor BRY39 must be changed from TS1801 into TS1808. 

Survey of adjusting elements and checking procedure of the power supply. 

In the "Survey of adjusting elements" (chapter 3.8.3, page 145) and in the checking procedure (page 149) 
of the power supply the + 15V output voitgae must be changed into + 12V output voltage {+ or — 120mV). 



Y-attenuators modifications. 

— During production of the PM3243/09 the resistor R133 is changed to 86k6, 
ordering number 5322 1 16 54692, to improve the LF gain adjustment. 

- The resistors R104, 88k9 MR24C and R1 16, 8k08 MR24C are obsolete and are replaced by: 

R104 88k9 IVIPR24 5322 11651466 

R116 8k08 IVIPR24 5322 116 51465 

Power supply modifications. 



The ordering number of the NTC resistor R1851 (220) is changed into 5322 116 30214. 



Selected transistor pair BU126 (TS1803) is obsolete. 

Transistor pair BUI 26 is replaced by a modification kit, which also improves the starting up of the power 
supply. 

The kit that will be delivered under the same ordering number as transistor pair BU126, 5322 130 44406 
consists of: 



2 selected transistors 
electrolytic capacitor 
2 ceramic capacitors 
resistor 
2 resistors 



BUX82 
47/xF, 63V 
22NF 

lOOO MR25 
4,640 IVIR25 



— service information 0SC1 14. 



TS1803 
Cl 835 

C1851 andC1855 
R1813 

R1852 and R1853 



The following modifications must be made: 

(see also the figures below). 

1. Mount the selected transistors BUX82 (TS1803). 

2. Remove capacitor Cl 835 (47NF). 

3. Remove the diodes GR1821 and GR1822. 

4. Resistor R1813 must be changed to lOOO. 

5. Remove resistor R1854. 

6. The resistors R1852 and R1853 must be changed to 4,640. 

7. Remove resistor R1808 and capacitor C1851. 

8. Mount a capacitor of 22NF (C1851) in parallel with R1833. 

9. Mount a capacitor of 22NF (C1855) in parallel with R1813. 

10. Mount an electrolytic capacitor of 47juF, 63V (C1835) between the cathode of GR1814 and C1815 
(emitter of TS1803). 





The following important modifications must be carried out on all power supplies of the PM3243 that come 
into the workshop for repair or recalibration: 

— To prevent that the power supply reacts too slow on a sudden short-circuit condition, the following modi- 
fication must be made: remove capacitor Cl 860 and mount between anode and anode-gate of TS1808 
(BRY39) a resistor of lOkfi (MR25): 5322 1 16 54619. 

— To improve the "switching series regulator" circuit the following modifications must be made: 

1. Remove diode GR1810 (BAX12). 

2. Replace the electrolytic capacitor C1810 (220/xF) by a capacitor of 470NF, type nugget 100V 
ordering number: 5322 121 40175. 

3. Replace the resistor R1848 (51 1^2 ) by a resistor with a value of 61,9^2, type MR25, ordering number: 
5322 116 54451. 

4. Mount in parallel with R1818 (82^2 ) a resistor of 237J2, type MR25, ordering number: 5322 116 50679. 
Check the output voltages as follows: 

Connect the instrument to the mains voltage and check the + 45V output voltage. 

This output must be + 45V -t- or — lOOmV; if necessary readjust R 1828. 




Sales and service all over the world 



Alger : Sadetel; 41 Rue des Freres Mouloud 
Alger; tel. 656613-656607 

Argentina : Philips Argentina S.A., Cassila 
Correo 3479, Buenos Aires; Tel. T.E. 70, 7741 
al 7749 

Australia: Philips Scientific & industrial 
Equipment, Centre Court, 25 - 27 Paul 
Street, North Ryde, Sydney 2113 N.S.W. 

Bangla Desh : Philips Bangla Desh Ltd. 

P.O. Box 62; Ramna, Dacca, tel. 28332 

Belgie/Belgique : M.B.L.E. Philips Bedrijfs- 
apparatuur, 80 Rue des Deux Gates, Bruxelles; 
tel. 02/13.76.00 

Bolivia : Industrias Bolivianas Philips S.A. 

LA Jon postal 2964 La Paz tel. 50029 

Brasil: S.A. Philips Do Brasil; Avenida Paulista 
2163; P.O. Box 8681; Sao Paulo S.P.; 
tel. 81-2161 

Burundi: Philips S.A. R.L., Avenue de Grece 
B.P. 900, Bujumbura 

Canada : Philips Test and Measuring Instru- 
ments Inc.; 6 Leswyn Road, Toronto (Ontario) 

Chile : Philips Chilena S.A., Casilla 2687, 
Santiago de Chile; tel. 94001 

Colombia ; Industrias Philips de Colombia 
S.A., Calle 13 no. 51—03, Apartado Aered 
4282, Bogota; tel, 473640 

Costa Rica : Philips de Costa Rica Ltd., 
Apartado Postal 4325, San Jose; tel. 210111 

Danmark : Philips Elektronik Systemer A/S 
Afd. Industri & Forskning; Strandlodsve] 4 
2300-Kobenhavn S; tel. (0127) AS 2222; 
telex 27045 

Deutschland (Bundesrepublik): Philips 
GmbH Unternehmensbereich Elektronik 
fiir Wissenschaft und Industrie. Postfach 120, 
35 Kassel-Bettenhausen, Miramstrasse 87, 
tel. (0561) 501521 

Ecuador : Philips Ecuador S.A., Casilla 343, 
Quito; tel. 239080 

Egypt: Ph. Scientific Bureau 1687,5Sherif 
Str. Cairo — A.R. Egypt P.O. Box 1807; 
tel. 78457-57739 

Eire: Philips Electrical (Ireland) Ltd., New 
stead, Clonskeagh, Dublin 14; tel. 976611 

El Salvador: Philips de El Salvador, Apartado 
Postal 865, San Salvador; tel. 217441 

Espaha : Philips Iberica S.A.E., Dpto 
Aparatos de Medida, Martinez Villergas 2, 
Madrid 27; tel. 404—2200 

Ethiopia : Philips Ethiopia (Priv. Ltd. Co.), 
P.O.B. 2565; Ras Abebe Areguay Avenue, 
Addis Abeba; tel. 48300 
Finland : Oy Philips Ab, Kaivokatu 8, 

P.O. Box 255, 00101 Helsinki 10 

France : Philips Industrie, Division de la S.A. 
Philips Industrielle et Commerciale 105 Rue 
de Paris, 93 002 Bobigny; tel. 830-11-1 1 

Ghana : Philips (Ghana) Ltd., P.O.B. M 14, 
Accra; tel. 66019 

Great Britain : Pye Unicam Ltd, York Street, 
Cambridge; tel. (0223) 58866 

Guatemala: Philips de Guatemala S.A., 
Apartado Postal 238, Guatemala City; 



Hellas : Philips S.A. Hellenique, 54, Ave 
Syngrou, Athens; tel. 230476, P.O. Box 153 

Honduras ; Hasbun de Honduras Apartado 
Postal 83, Tegucigalpa; tel. 2-9121. ..5 

Hong Kong: Philips Hong Kong Ltd, P.O.B, 
2108, St. George's Building, 21st floor, Hong 
Kong,; tel. 5—249246 

India: Philips India Ltd., Shivsagar Estate, 

Block "A", Dr. Annie Besant Road, P.O.B. 

6598, Worli, Bombay 18; tel. 370071 

Indonesia : P.T. Philips Development Cor- 
poration, Jalan Proklamasi 33, P.O.B. 2287 
Jakarta; tel. 51985-51986 

Iran : Philips Iran Ltd., P.O.B. 1297, Teheran; 
tel. 662281 

Iraq : Philips Iraq W.L.L. Munir Abbas Building 
4th floor; South Gate, P.O. box 5749 Baghdad; 
tel. 80409 

Island: Heimilistaeki SF, Saetun 8, Reykjavik; 
tel. 24000 

Islas Canarias : Philips Iberica S.A. E., Triana 
132, Las Palmas; Casilla 39-41, Santa Cruz de 
Tenerife 

Italia: Philips S.p.A., Sezione PIT; Viale 
Elvezia 2, 20052 Monza; tel. (039) 361-441; 
telex 35290 

Kenya: Philips (Kenya) Ltd., P.O.B. 30554, 
Nairobi; tel. 29981 

Kuwait: Delegate Office of Philips Industries 
P.O, Box 3801; Kuwait, tel. 33814 

Malaysia ; Philips Malaya Sdn Bhd. P.O, Box 
332, Kuala Lumpur,7Selangor )AI. Malaysia; 
tel. 774411 

Mexico: Philips Mexicana S.A. de C.V., 
Durango 167, Col. Roma, Apartado Postal 
24-328, Mexico 7 D.F. 

Nederland: Philips Nederland B.V., Bosch- 
dijk, Gebouw VB, Eindhoven; tel. 793333 

Ned. Antillen : N.V. Philips Antillana, Post- 
bus 523, Willemstad; tel. Curagao 36222— 
35464 

New Zealand : Philips Electronical Industries 
(N.Z.) Ltd., Professional and Industrial Division, 
Wakefield Street 181-195 P.O.B. 2097 Layll 
Bay, Wellington; tel. 73—156 

Nigeria : Philips (Nigeria) Ltd,, 6 Ijora Cause- 
way, P.O.B. 1921, Lagos; tel. 45414/7 

Nippon : Nihon Philips Coporation, Shuwa 
Shinagawa Building 26—33, Takanawa 
3— Chome, Minato-Ku, Tokyo 108; 
tel. (03) 448-5611 

Norge: Norsk A.S. Philips, Postboks 5040, 

Oslo; tel. 463890 

Osterreich : Oesterreichische Philips Industrie 
GmbH, Abteilung Industrie Elektronik, Partart- 
gasse 32, A-1230 Wien; tel. (0222)-831501 

Pakistan: Philips Electrical Co. of Pakistan 
Ltd., El-Markaz, M.A. Jinnah Road, P.O.B. 
7101, Karachi; tel. 70071 
Paraguay : Philips del Paraguay S.A., Casilla 
de Correo 605, Asuncion; tel. 8045-5536-6666 

Peru : Philips Peruana S.A., Apartado Postal 
2769. Lima; tel. 326070 

Philippines: Philips Industrial Development 
Inc., 2246 Pasong Tamo P.O.B. 911, Makati 
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Portugal: Philips Portuguesa S.A.R.L., Av. 

Eng. Duarte Pacheco, 6— Lisboa— 1 

Rwanda : Philips Rwanda S.A.R.L., B.P. 449, 
Kigali 

Saoudi Arabia : A. Rajab and A. Silsilah 
P.O. Box 203 Jeddah - Saudi Arabia; 
tel. 5113-5114 

Schweiz-Suisse-Svizzera : Philips A.G., 
Binzstrasse 15, Postfach 8027, Zbrich; 
tel. 051-442211 

Singapore: Philips Singapore Private Ltd. 

P.O. Box 1358; Toa Payoh Central Post 
Office; Singapore 12; tel. 538811 

South Africa ; South African Philips (Pty) 

Ltd., P.O.B. 7703, 2, Herb Street, New Doorn- 
fontein, Johannesburg; tel. 24—0531 

S-Korea: Philips Electronics (Korea) Ltd., 
P.O.Box 3680, Seoul; tel. 737222 

Sverige : Svenska A.B. Philips, Pack, Liding 
ovagen 50, Stockholm 27; tel. 08/635000 
Syria : Philips Moyen-Orient S.A. Rue Fardoss 
79 Immeuble Kassas and Sadate B.P. 2442 
Damas; tel. 18605—21650 
Taiwan :Philips Taiwan Ltd., San Min 
Building, P.O. Box 22978, Taipei 

Tanzania : Philips (Tanzania) Ltd., Box 20104, 
Dar es Salaam; tel. 29571 

Thailand: Philips Thailand Ltd., 283, Silom 
Road, Bangkok; tel, 36980, 36984-9 

Tunisia : S.T.I.E.T., 32815 Rue Ben Ghedhahem, 
Tunis,; tel. 244268 

Turkey ; Tbrk Philips Ticaret A.S., Posta 
Kutusu 504, Beyoglu, GbrniissbyO CaddesI 
78/80 Istanbul 1 Turkey 
Uganda : Philips Uganda Ltd. p.o.Box 5300 
Kampala; tel. 59039 

Uruguay : Industries Philips del Uruguay 
Avda Uruguay 1287, Montevideo; tel. 915641 
Casilla de Correo 294 

U.S.A. : PhilipsTest and Measuring Instru- 
ments Inc.; 400 Crossways Park Drive, Wood- 
bury, N.Y. 11797; tel. (516) 921-8880 

Venezuela : C.A. Philips Venezolana, Apar- 
tado Postal 1167, Caracas; tel. 360511 

Zaire: Philips S.Z.R.L., B.P. 1798, Kinshasa; 
tel. 31887-31888-31693 

Zambia: Philips Electrical Ltd., Professional 
Equipment Division, P.O.B. 553 Kitwe; tel. 
2526/7/8; Lusaka P.O. Box 1878 
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N.V. Philips' Gloeilampenfabrieken 
Test and Measuring Instrument Dept. 
Eindhoven - The Netherlands 

For countries not listed: 

N.V. Philips S&l Export Dept. 
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TEST AUQ IVlE/iSURiiMCI EQUEFWtEm 



Concerns: 



Already published; 



The 50 P^Hz Storage, Multiplier Oscilloscope PM3243. 

OSC 38 for manual 9499 440 17102 
OSC 57 for rnariua! 9499 440 20302 



Subject: Modifications to change the memory-off voltage from — 3SV to —48V. 

This service information sheet will be packed togsthsr with e c.r.t, for tfj® PM 3243, which needs a —48V 

memory-off voltage on the marnory mesh GS. 

In older instruments (up to PM 3243/05) this memory-off voltage is —36V. 

See manual 8499 440 17102, fig. 3.31 , SK20 point 3 (READ). 

Starting with the PM 3243/05 this memory-off voltage is changed in —4-8V. 

See manual 9490 443 00902, fig. 3.45, SK20 point 3 (READ). 

To adapt an older instrument to s stew c.r.t., which nssd,5 memory-off voltage ©f —48V, lha foilowincj 

modifications must be made: . . 

1 . Rernovs the variabie perss.ste»!ce and storage unit as indicated in manual B€QB 44fi 00902, section 3,4,6. 

2. Interrupt the track fon the track-side, of thr: p.w.SsJ batwean point 3' of SK20B (’READ) and ths anode 
of GR21 17 as indicated in fig. 1 (K^ 

3 . Remove resistor R2 197 (22k6| 

4. Solder one side of a resistor of 20k5 (5322 118 55255) on the point, \Mhlcii is connected with C21 1? as 
indicated in fig. 1 (on the component side of the p.w.b.) 

5. Solder between the resistor of 20k5 and the anode of the zenerdiode GR2117 a zenerdiode (GR21tS) 
BZX 79 C12 (4822 130 34197). TIbs cathode of GR21 15 to the anode of GH2117 (see fig. 1) 

6. Mount an interconnection wire between the anode of GR21 15 (fig. 1 fc)j } and point 3 of the switch 

SK20B (READ) ’ 



Mount the unit in the instrument. 



^~1=> ® -MEMORY OFF 






Fig. 1. Part of variable persistence and storage unit. 
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800731 TEST AMD M EASURii^G EQyiPMEIMT OSC 7Z 

Concerns: The 50 MHz Storage, A/iu!tip!ier Oscilloscope PM3243. 

Already published: OSC 38 for manual 9499 449 17102 

OSC 57 for manual 9499 440 20302 

Subject: Modifications to change the mamory-off voltage from —38 V to —4SV. 

This service information sheet will be packed together with a c.r.t for the PM 3243, which needs s --4SV 
memory-off voltage on the rnernorv mesh G9. 

In older instruments (up to PM 3243/05) this rnemory-off voltage is — 3SV. 

See manual 9499 440 17102, fig. 3.3i, SK20 point 3 (READ). 

Starting with the PM 3243/05 this rnernory-off voltage is changed in — 4SV. 

See manual 9439 443 00902, fig. 3.45, SK20 point 3 (READ), 

To adapt m older instrument to a new c.r.t., which heeds a msmory-aff voltage of —48V, tiis feilowingi 
modifications must be made: 

1 . Remove the variable persistence and stcraga unit as indicated in manual 84S§ 443 0Q€’0'2, sectioft 3,4,£i 

2. Interrupt the trac'^(on the track-side of the p.wli.S hstwaen point 3 of SK208 (READ) snri the snode 
of GR2 11 7 as indicated in fig. 1 

3. Rernovs resistor R2 197 (22k6) 

4. Solder one side of a resistor of 20k6 (5322 1 16 5525S) on the point, which is eonriDcted with C21: 17 as 
indicated in fig. 1 (on the component side of the p.w.b.) 

5. Solder between the resistor of 20k5 and the anode of the zanerdiode GR2117 a z.c;nerd:iod6 (GR21151 
BZX 79 C12 (4822 130 34197). The cathode of GB2115 to the anode of GR2117 (see %, 1) 

6. Mount an interconnection wire between the anode of GR21 15 (fig. 1 ) and point 3 of the switch 

SK20B(READ) / 

7. Mount the unit in the instrument. 
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Fig. 1. Part of variable persistence and storage unit. 
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Concerns: 



Already published: 



The 50 MHz Storage, Multiplier OsdEtOscope PM3243. 

OSC 38 for manual 9499 440 17102 
OSC 57 for manna! 9489 440 20302 



Subject: Modifications to change the memory-off voltage from —3SV to —48V. 

This service information sheet will be packed together with a c.r.t. for the PM 3243, which needs a —48V 
memory-off voltage on the memory mash G9. 

In older instruments (up to PM 3243/05) this memory-off voltage is —36V. 

See manual 9499 440 17102, fig. 3.31 , SK20 point 3 (REAO). 

Starting with the PM 3243/05 this memory-off voltage is changed in — 48¥. 

See manual 94S9 443 00902, fig. 3.45, SK20 point 3 (READ). 

To adapt an older iristruiTisnt to ri new c.r.t., which need;? s rnsiTiory-off voltage of —48V, ths following 
modifications must be mads: 

1 . Remove the variable persistsncs end storage unit as indicated in rrujnual 0499 443 00902', section 3.4.6. 

2. Interrupt the trad^fon the track-side, of the p.w.b.) between point 3 of SK20B (READ) and the anode 
of GR21 17 as indicated in fig. 1 

3. Remove resistor R2197 (22k6) «; 

4. Solder one side of a resistor of 20k5 (5322 1 16 55255) on the point, which is connected with C2T17 as 
indicated in fig. 1 (on the component side of the p.w.b.) 

5. Solder between the resistor of 20k5 and the anode of the zenerdiode GR21 17 a zenerctiode (GR21 15) 
BZX 79 C12 (4822 130 34197), The cathode of GR2115 to the anode of GR2117 (see fig. 1) 

6. Mount an interconnection wire between the anode of GR211 5 (fig. 1 ) and point 3 of the switch 

SK20B (READ) / ^ 

7. Mount the unit in the instrument. 




Fig. 1. Part of variable persistence and storage unit. 
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